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Summary Statement of Deficiencies

D5311 SPECIMEN SUBMISSION, HANDLING, AND REFERRAL
CFR(s): 493.1242(a)

The laboratory must establish and follow written policies and procedures for each of 
the following, if applicable: (1) Patient preparation. (2) Specimen collection. (3) 
Specimen labeling, including patient name or unique patient identifier and, when 
appropriate, specimen source. (4) Specimen storage and preservation. (5) Conditions 
for specimen transportation. (6) Specimen processing. (7) Specimen acceptability and 
rejection. (8) Specimen referral.

This STANDARD is not met as evidenced by:
Through review of laboratory policy and procedure, observation and interview it was 
determined that the laboratory failed to label four of ten specimen collection 
containers with patient name or unique patient identifier. Findings follow: A) During 
a tour of the laboratory on 3/24/23 at 8:45 am, ten urine specimen containers were 
observed in the laboratory specimen storage refrigerator; four labeled on the specimen 
lid only. B) Review of the laboratory policy and procedure revealed that "patient 
specimen containers must be labeled with the patient's name and unique identifier". . 
C) In an interview on 3/24/23 at 8:55 am , the laboratory staff member (#2 on the 
CMS 209 form) confirmed that the specimens identified above had been analyzed and 
lacked proper patient identification on the containers as required by policy and 
procedure.

D5413 TEST SYSTEMS, EQUIPMENT, INSTRUMENTS, REAGENT
CFR(s): 493.1252(b)

The laboratory must define criteria for those conditions that are essential for proper 
storage of reagents and specimens, accurate and reliable test system operation, and 
test result reporting. The criteria must be consistent with the manufacturer's 
instructions, if provided. These conditions must be monitored and documented and, if 
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applicable, include the following: (1) Water quality. (2) Temperature. (3) Humidity. 
(4) Protection of equipment and instruments from fluctuations and interruptions in 
electrical current that adversely affect patient test results and test reports.

This STANDARD is not met as evidenced by:
Through observation, review of temperature records, lack of documentation and 
interview it was determined that the laboratory failed to monitor the temperature of 
two of five rooms in which supplies with storage temperature requirements were 
stored on each day of operation. Findings follow: A) During a tour of the laboratory 
on 3/22/23 at 11:35 am six rooms containing items with a temperature storage 
requirement , the office, Phlebotomy room #1, Phlebotomy room #2, the main 
laboratory, storage room and respiratory therapy ABG testing area all separated by a 
closable door, were observed. B) During a review of the laboratory's temperature 
records it was noted that temperature records for the main laboratory, the blood bank 
(an alcove of the main laboratory), the microbiology area (an alcove of the main 
laboratory) ,the storage room, and the respiratory therapy ABG testing area were 
presented and no temperature measurements for phlebotomy room #1 or phlebotomy 
room #2 were presented. C) During a tour of the laboratory on 3/24/23 at 8:45 am, 10 
BD Na Citrate blood collection tubes lot# 2200057 expiration date 2023-04-30 and 3 
Vacuette Na Citrate blood collection tubes lot# 8230133Y expiration date 2024-01-01 
all with a storage temperature requirement of 4 degrees C. to 25 degrees C. were 
observed in phlebotomy room #1. D) During a tour of the laboratory on 3/24/23 at 8:
55 am, 5 BD Na Citrate blood collection tubes lot# 2200057 expiration date 2023-04-
30 , 10 Vacuette Na Citrate blood collection tubes lot# 8230133Y expiration date 
2024-01-01 and 10 Vacuette Na Citrate blood collection tubes lot# 8220938W 
expiration date 2023-09-04 all with a storage temperature requirement of 4 degrees C. 
to 25 degrees C. were observed in phlebotomy room #2. E) Upon request, the 
laboratory could not present the temperature records for phlebotomy rooms #1 and #2 
in which the supplies identified above were stored,. F) In an interview on 3/24/23 at 9:
15 am the laboratory staff member ( number 2 on the CMS 209 form) confirmed that 
the daily temperature of the two rooms, in which the supplies identified above were 
stored, had not been monitored and recorded..

D5415 TEST SYSTEMS, EQUIPMENT, INSTRUMENTS, REAGENT
CFR(s): 493.1252(c)

Reagents, solutions, culture media, control materials, calibration materials, and other 
supplies, as appropriate, must be labeled to indicate the following: (1) Identity and 
when significant, titer, strength or concentration. (2) Storage requirements. (3) 
Preparation and expiration dates. (4) Other pertinent information required for proper 
use.

This STANDARD is not met as evidenced by:
Through review of package inserts, observation, and interview it was determined that 
the laboratory did not change expiration dates on control materials after opening as 
required by manufacturer. Finding follow: A) Review of the package insert for 
Eightcheck 3 WP Hematology Controls revealed that the product expires in 14 days 
after vial is opened and put into use and the expiration dates should be changed as 
required after opening. B) During a tour of the laboratory on 3/24/23 at 09:15 am the 
surveyor observed a plastic container in which were three vials of Eightcheck 3 WP 
hematology controls , lot #'s 23620710, 23620711 and 2360713 with an expiration 



date of 2023-04-05. The vials did not have new expiration dates or dates put into use 
indicated on the testing materials or the container and were identified as the controls 
currently in use. C) In an interview on 3/24/23 at 9:15 am laboratory staff member 
(number 2 on form CMS 209) confirmed that no amended expiration date or date 
when put into use were written on the vials or container.

D6032 LABORATORY DIRECTOR RESPONSIBILITIES
CFR(s): 493.1407(e)(14)

The laboratory director is responsible for the overall operation and administration of 
the laboratory, including the employment of personnel who are competent to perform 
test procedures, and record and report test results promptly, accurate, and proficiently 
and for assuring compliance with the applicable regulations. (e) The laboratory 
director must-- (e)(14) Specify, in writing, the responsibilities and duties of each 
consultant and each person, engaged in the performance of the preanalytic, analytic, 
and postanalytic phases of testing, that identifies which examinations and procedures 
each individual is authorized to perform, whether supervision is required for specimen 
processing, test performance or results reporting, and whether consultant or director 
review is required prior to reporting patient test results.

This STANDARD is not met as evidenced by:
Through a review of Personnel Records for three of five testing personnel listed on the 
form CMS-209, lack of documentation and through interviews with hospital staff, it 
was determined the laboratory director failed to give written authorization to one of 
three testing personnel who perform moderately complex arterial blood gas (ABG) 
procedures. Survey findings include: A) The surveyor reviewed personnel records for 
three testing personnel (listed as #'s 13, 15 and 18 on the form CMS-209) who 
perform moderately complex ABG procedures and no authorization to perform testing 
was present for employee (# 18 on the CMS 209 form). B) Upon request, the 
laboratory was unable to provide authorization to perform moderately complex ABG 
testing for employee (#18 on the CMS 209 form). C) In an interview, at 9:20 am on 3
/23/23, hospital staff member (#1 on a separate employee identification list) 
confirmed that employee # 18 performs ABG testing and that there is no authorization 
to perform testing signed by the laboratory director. .

D6053 TECHNICAL CONSULTANT RESPONSIBILITIES
CFR(s): 493.1413(b)(9)

The technical consultant is responsible for evaluating and documenting the 
performance of individuals responsible for moderate complexity testing at least 
semiannually during the first year the individual tests patient specimens.

This STANDARD is not met as evidenced by:
Through review of personnel competency records for seven testing personnel listed on 
the CMS 209 form, authorizations to perform tests, and interview, it was determined 
that the laboratory did not assess the competency of one of one testing personnel semi-
annually during the first year of employment. Findings follow: A) Review of 
personnel records of testing personnel ( number 15 on the CMS 209 form) indicated 
that the employee was hired on 2/22/21 and authorized by the laboratory director to 
perform moderately complex testing without direct supervision. B) Upon review of 
personnel records of testing personnel (number 15 on the CMS 209 form) competency 



evaluations were dated as performed on 4/29/21 and 6/22/22 which do not document 
competencies performed semi-annually during the first year of employment which 
was 2/22/21 to 2/22/22 for this personnel. C) In an interview on 3/23/23 at 9:20 am, 
the hopital staff member (number one on the separate personnel identification list) 
verified that competency evaluations were not performed semi-annually during the 
first year of employment for the testing personnel identified as number 15 on the CMS 
209 form..


