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Summary Statement of Deficiencies

D5301 TEST REQUEST
CFR(s): 493.1241(a)

The laboratory must have a written or electronic request for patient testing from an 
authorized person.

This STANDARD is not met as evidenced by:
Based on request, review of random patient sampling test orders, and interview with 
the technical consultant, it was determined that the laboratory failed to have a written 
or electronic request for patient testing from an authorized person. The findings 
included: a. For one (1) out of six (6) random patient test results reviewed covering 
period from 7/29/2016 to 7/27/2018, one (1) patient was analyzed and reported for 
Complete Blood Count (CBC) without a test order from an authorized person. b. The 
technical consultant affirmed (10/1/2018, 1645) that the laboratory has no 
documentation to show for a written or electronic request for the above patient test 
results from an authorized person.

D5447 CONTROL PROCEDURES
CFR(s): 493.1256(d)(3)(i)(g)

Unless CMS Approves a procedure, specified in Appendix C of the State Operations 
Manual (CMS Pub. 7), that provides equivalent quality testing, the laboratory must-- 
At least once a day patient specimens are assayed or examined perform the following 
for-- Each quantitative procedure, include two control materials of different 
concentrations; (g) The laboratory must document all control procedures performed.

This STANDARD is not met as evidenced by:
Based on review and the lack of documentation for quality control (QC) performance, 
random patient sampling test results reviewed, and interview with the technical 
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consultant, it was determined that the laboratory failed to at least once a day patient 
specimens are assayed or examined perform the each quantitative procedure, include 
two control materials of different concentrations. The findings included. a. Based on 
the laboratory's annual testing volume submitted for 2017-2018 for Troponin analyte, 
the laboratory analyzed and reported 21 tests. b. The technical consultant affirmed (10
/1/2018, 1330) that the laboratory has no documentation to show of QC performance 
for Troponin analytes. c. For one (1) out of six (6) random patient test results 
reviewed from 7/21/2016 to 7/27/2018, one (1) patient had an order for CBC that was 
analyzed and reported without the QC materials analyzed and performed. d. The 
technical consultant affirmed (10/1/2018, 1330) that the laboratory has no 
documentation to show of QC performance for CBC analytes.

D5791 ANALYTIC SYSTEMS QUALITY ASSESSMENT
CFR(s): 493.1289(a)(c)

(a) The laboratory must establish and follow written policies and procedures for an 
ongoing mechanism to monitor, assess, and when indicated, correct problems 
identified in the analytic systems specified in 493.1251 through 493.1283. (c) The 
laboratory must document all analytic systems assessment activities. 

This STANDARD is not met as evidenced by:
Based on review and the lack of documentation for quality control (QC) performance, 
random patient sampling test results reviewed, and interview with the technical 
consultant, it was determined that the laboratory failed to at least once a day patient 
specimens are assayed or examined perform the each quantitative procedure, include 
two control materials of different concentrations. The findings included a. The 
laboratory analyzed and reported thirteen (13) Troponin analytes from 10/2017 to 10
/2018 with no documentation of QC performed. b. For one (1) out of six (6) random 
patient test results reviewed from 7/21/2016 to 7/27/2018, one (1) patient had an order 
for CBC that was analyzed and reported without the QC materials analyzed and 
performed. c. The technical consultant affirmed (10/1/2018, 1645) that the laboratory 
has no documentation to show of QC performance for Troponin and CBC analytes.


