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Summary Statement of Deficiencies

D0000 A Clinical Laboratory Improvement Amendments (CLIA) recertification survey was 
completed on December 8, 2020. The laboratory was not in compliance with 
applicable CLIA requirements found at 42 CFR 493.1 through 42 CFR 493.1780. The 
following deficiencies were cited:

D2007 TESTING OF PROFICIENCY TESTING SAMPLES
CFR(s): 493.801(b)(1)

The samples must be examined or tested with the laboratory's regular patient 
workload by personnel who routinely perform the testing in the laboratory, using the 
laboratory's routine methods

This STANDARD is not met as evidenced by:
Based on proficiency test (PT) document review and staff interview, the laboratory 
failed to ensure the PT samples were tested by testing personnel (TP) who routinely 
perform laboratory testing as required. Findings include: 1. Review of American 
Proficiency Institute (API) document review revealed Staff #3 (CMS 209) and Staff 
#6 (CMS 209) failed to participate in PT for the following Hematology events: 2019 - 
Event Two and Event Three; 2020 - Events One, Two, and Three. 2. An interview 
with Staff #3 (CMS 209) in the breakroom on 12/8/2020 at approximately 1:00 p.m. 
confirmed Staff #3 (CMS 209) and Staff #6 (CMS 209) did not participate in the 
aforementioned PT events.

D6071 TESTING PERSONNEL RESPONSIBILITIES
CFR(s): 493.1425(b)(2)

Each individual performing moderate complexity testing must maintain records that 
demonstrate that proficiency testing samples are tested in the same manner as patient 
samples.
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This STANDARD is not met as evidenced by:
Based on proficiency test (PT) document review and staff interview, the laboratory 
failed to maintain PT records as required. Findings include: 1. Review of American 
Proficiency Institute (API) document review revealed the lack of PT reports available 
at the time of survey for the following Hematology events: 2019 - Event One; 2020 - 
Event Two and Event Three. 2. An interview with Staff #3 (CMS 209) in the 
breakroom on 12/8/2020 at approximately 1:00 p.m. confirmed the lack of PT reports 
available at the time of survey for the aforementioned PT events.


