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Summary Statement of Deficiencies

D0000 A proficiency testing desk review was completed on February 28, 2022. At the time of 
the review, the laboratory was not in compliance with the Clinical Laboratory 
Improvement Amendments of 1988, 42 CFR 493.1 through 42 CFR 493.1780. The 
following deficiencies were cited:

D2096 ROUTINE CHEMISTRY
CFR(s): 493.841(f)

Failure to achieve satisfactory performance for the same analyte or test in two 
consecutive testing events or two out of three consecutive testing events is 
unsuccessful performance.

This STANDARD is not met as evidenced by:
Based on proficiency testing desk review using the Centers for Medicare and 
Medicaid (CMS) Casper Reports 155 and 153 and review of the laboratory's 
proficiency testing (PT) reports, the laboratory failed to maintain satisfactory 
performance in two of three events (3rd event of 2020 and 2nd event of 2021), 
resulting in the first unsuccessful performance for Rtn. Chemistry including: T. Bili 
#305. Findings include: 1. Desk review of Casper Reports 153 and 155 disclosed the 
laboratory failed analyte T. Bili #305 on event 3 of 2020 with a score of 0% and event 
2 of 2021 with a score of 60%. 2. Desk review of the laboratory's proficiency testing 
reports from American Proficiency Institute (API) confirmed the laboratory failed T. 
Bili #305 on Event 3 of 2020 and Event 2 of 2021 resulting in the first unsuccessful 
performance.

D6000 MODERATE COMPLEXITY LABORATORY DIRECTOR
CFR(s): 493.1403

The laboratory must have a director who meets the qualification requirements of 493.
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1405 of this subpart and provides overall management and direction in accordance 
with 493.1407 of this subpart. 

This CONDITION is not met as evidenced by:
Based on proficiency testing desk review using the Centers for Medicare and 
Medicaid (CMS) Casper Reports 155 and 153 and review of the laboratory's 
proficiency testing (PT) reports, the laboratory director failed to ensure the laboratory 
maintained satisfactory performance in two of three consecutive events ( 3rd event of 
2020 and event 2 of 2021), resulting in the first unsuccessful occurrence for T. Bili 
#305. Findings include: Refer to D 6016

D6016 LABORATORY DIRECTOR RESPONSIBILITIES
CFR(s): 493.1407(e)(4)(i)

The laboratory director is responsible for the overall operation and administration of 
the laboratory, including the employment of personnel who are competent to perform 
test procedures, and record and report test results promptly, accurate, and proficiently 
and for assuring compliance with the applicable regulations. (e) The laboratory 
director must-- (e)(4)(i) Ensure that the proficiency testing samples are tested as 
required under Subpart H of this part; 

This STANDARD is not met as evidenced by:
Based on proficiency testing desk review using the Centers for Medicare and 
Medicaid (CMS) Casper Reports 155 and 153 and review of the laboratory's 
proficiency testing (PT) reports, the laboratory director failed to ensure the laboratory 
maintained satisfactory performance in two of three consecutive events ( 3rd event of 
2020 and event 2 of 2021), resulting in the first unsuccessful occurrence for T. Bili 
#305. Findings include: 1. Desk review of Casper Reports 153 and 155 disclosed the 
laboratory failed analyte T. Bili #305 on event 3 of 2020 with a score of 0% and event 
2 of 2021 with a score of 60%. 2. Desk review of the laboratory's proficiency testing 
reports from American Proficiency Institute (API) confirmed the laboratory failed T. 
Bili #305 on Event 3 of 2020 and Event 2 of 2021 resulting in the first unsuccessful 
performance.


