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Summary Statement of Deficiencies

D5435 MAINTENANCE AND FUNCTION CHECKS
CFR(s): 493.1254(b)(2)

For equipment, instruments, or test systems developed in-house, commercially 
available and modified by the laboratory, or maintenance and function check 
protocols are not provided by the manufacturer, the laboratory must: (i) Define a 
function check protocol that ensures equipment, instrument, and test system 
performance that is necessary for accurate and reliable test results and test result 
reporting. (ii) Perform and document the function checks, including background or 
baseline checks, specified in paragraph (b)(2)(i) of this section. Function checks must 
be within the laboratory's established limits before patient testing is conducted.

This STANDARD is not met as evidenced by:
Based on a review of laboratory preventative maintenance logs and an interview with 
the laboratory senior testing personnel on 06/07/2019, the lab failed to "perform and 
document function checks" for the monthly maintenance of the Horizon 755V 
centrifuge. The findings include: 1) The Centrifuge Preventative Maintenance Log for 
the year 2019 had no documentation to indicate the performance of the monthly 
centrifuge RPM maintenance for January 2019 to May 2019. 2) The laboratory senior 
testing personnel verified that the documentation was not done. 3) The monthly QA 
review failed to address the missing documentation.
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