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Summary Statement of Deficiencies

D2026 BACTERIOLOGY
CFR(s): 493.823(d)

(1) For any unsatisfactory testing event for reasons other than a failure to participate, 
the laboratory must undertake appropriate training and employ the technical assistance 
necessary to correct problems associated with a proficiency testing failure. (2) 
Remedial action must be taken and documented, and the documentation must be 
maintained by the laboratory for two years from the date of participation in the 
proficiency testing event.

This STANDARD is not met as evidenced by:
Based on review of proficiency testing (PT) records and confirmed by laboratory 
personnel identifier #1 (refer to the Laboratory Personnel Report) at approximately 9:
15 am on 8/30/2021, the laboratory failed to document corrective action when they 
received an unacceptable score for one out of seven PT events from 6/1/2019 - 8/30
/2021. The findings include: 1. For 2019 PT event 2, the laboratory received an 
unacceptable score for specimen D-12 minimum inhibitory concentration (MIC) for 
the antibiotic: amoxicillian-clavulanat. 2. At the time of the survey, the laboratory did 
not document corrective action for the unacceptable PT score.

D5215 EVALUATION OF PROFICIENCY TESTING PERFORMANCE
CFR(s): 493.1236(b)(2)

The laboratory must verify the accuracy of any analyte, specialty or subspecialty 
assigned a proficiency testing score that does not reflect laboratory test performance 
(that is, when the proficiency testing program does not obtain the agreement required 
for scoring as specified in subpart I of this part, or the laboratory receives a zero score 
for nonparticipation, or late return or results).
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This STANDARD is not met as evidenced by:
Based on review of proficiency testing (PT records) and confirmed by laboratory 
personnel identifier #1 (refer to the Laboratory Personnel Report) at approximately 9:
15 am on 8/30/2021, the laboratory failed to perform a self-evaluation for the non-
graded PT scores for five out of five events from 1/1/2020 - 8/30/2021. The findings 
include: 1. For 2020 PT event 1, the laboratory received a not graded score for 
bacterial identification, sample D-04. 2. For 2020 PT event 2, the laboratory received 
a not graded score for bacterial minimal inhibitory concentration (MIC) antibiotic: 
voriconazole, sample F-07. 3. For 2020 PT event 3, the laboratory received not graded 
scores for bacterial MIC antibiotics: meropenem and imipenem, sample D-19; fungal 
MIC antibiotic: amphotericin B, sample F-13; and bacterial stool identification, 
sample D-17. 4. For 2021 PT event 1, the laboratory received a not graded score for 
bacterial MIC antibiotic: tetracycline, sample D-05. 5. For 2021 PT event 2, the 
laboratory received not graded scores for bacterial MIC antibiotics: ceftaroline, 
tedizolid and dalbavancia, sample D-12. 6. At the time of the survey, the laboratory 
did not document a self-evaluation for the above non-graded PT scores.


