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Tag
D5807 TEST REPORT

CFR(S): 493.1291(d)

Pertinent "reference intervals' or "normal” values, as determined by the laboratory
performing the tests, must be available to the authorized person who ordered the tests
and, if applicable, the individual responsible for using the test results.

This STANDARD is not met as evidenced by:

Based on areview of approved reference ranges in the laboratory "Complete Blood
Count INDY-07" procedure manual and interview with the technical consultant #1
(TC#1) and technical consultant (TC#2), the laboratory failed to ensure the patient's
Complete Blood Count (CBC) test report included five analyte normal ranges as
determined by the laboratory "Complete Blood Count INDY-07" policy at time of
survey. Findings: 1. Review of C BC patient reports from the Laboratory Information
System (L1S) revealed five analyte normal ranges did not correctly reflect reference
ranges for the complete blood count (CBC) test. LIS patient report listed no reference
(normal) ranges for the following five analytes. Neutrophil % (Neut%), Lymphocyte
% (Lymph%), Monocyte % (Mono%), Eosinophil % (Eo%) and Basophil % (Baso%).
The procedure manual parameters. Neut% 47-76 % Lymph% 19.0-48 % Mono% 3.4-
9.0 % E0% 0.0-7.0 % Baso% 0.0-1.5 % 2. Interview with TC#1 and TC#2 on 6/16
12022 at 1:25 p.m. confirmed, the laboratory failed to ensure the correct reference
ranges for five analytes approved in the "Complete Blood Count INDY -07" procedure
manual were in icluded with the LIS patient's CBC test report.



