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Tag
D5437 CALIBRATION AND CALIBRATION VERIFICATION

CFR(S): 493.1255(a)

Unless otherwise specified in this subpart, for each applicable test system the
laboratory must perform and document calibration procedures-- (1) Following the
manufacturer's test system instructions, using calibration materials provided or
specified, and with at least the frequency recommended by the manufacturer; (2)
Using the criteria verified or established by the laboratory as specified in 493.1253(b)
(3)-- (2)(i) Using calibration materials appropriate for the test system and, if possible,
traceable to areference method or reference material of known value; and (2)(ii)
Including the number, type, and concentration of calibration materials, aswell as
acceptable limits for and the frequency of calibration; and (3) Whenever calibration
verification fails to meet the laboratory's acceptable limits for calibration verification.

This STANDARD is not met as evidenced by:

Based on record review, the laboratory did not perform calibration verification on the
bilirubinometer each day of patient testing as required by the manufacturer. Findings.
1. The bilirubinometer instruction manual (page 8, section 5.2) states. "Before
analyzing patient samples, calibration verification (see Section 6.4) and quality
control procedures (see Section 7.0) must be completed”; and 2. The laboratory
performed weekly calibration verification checks on the bilirubinometer. The
laboratory did not perform calibration verification checks before analyzing patient
samples (once each day of patient testing).



