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Summary Statement of Deficiencies

D5415 TEST SYSTEMS, EQUIPMENT, INSTRUMENTS, REAGENT
CFR(s): 493.1252(c)

Reagents, solutions, culture media, control materials, calibration materials, and other 
supplies, as appropriate, must be labeled to indicate the following: (1) Identity and 
when significant, titer, strength or concentration. (2) Storage requirements. (3) 
Preparation and expiration dates. (4) Other pertinent information required for proper 
use.

This STANDARD is not met as evidenced by:
Based on observation and interview with the Medical Assistant (MA), the laboratory 
failed to label one of one aliquot of mineral oil used for scabies testing with 
preparation and expiration dates. Findings include: 1. The surveyor observed one 
aliquot of mineral oil in the laboratory on 12/19/2024 at 9:15 am without preparation 
or expiration date indicated on the bottle. 2. A laboratory policy titled "Quality 
Control", Section II, Page 18, "Reagents, Materials and Supplies," states, " Reagents....
must be labeled and must not be used when they have exceeded their expiration 
dates...". 3. An interview conducted on 12/19/2024 at 9:26 am with the MA confirmed 
that the aliquot was not labeled with a preparation or expiration date.

D5417 TEST SYSTEMS, EQUIPMENT, INSTRUMENTS, REAGENT
CFR(s): 493.1252(d)

Reagents, solutions, culture media, control materials, calibration materials, and other 
supplies must not be used when they have exceeded their expiration date, have 
deteriorated, or are of substandard quality.

This STANDARD is not met as evidenced by:
. Based on observation and interview with the Medical Assistant (MA), the laboratory 
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failed to ensure that mineral oil used in scabies testing was not expired. Findings 
include: 1. The surveyor observed one of one bottle of mineral oil with an expiration 
date of 1/2018 in the laboratory on 12/19/2024 at 9:15 am. 2. An interview conducted 
on 12/19/2024 at 9:26 am with the MA confirmed the mineral oil was expired. 3. A 
laboratory policy titled "Quality Control", Section II, Page 18, "Reagents, Materials 
and Supplies," states, " Reagents....must be labeled and must not be used when they 
have exceeded their expiration dates...".


