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Summary Statement of Deficiencies

D5311 SPECIMEN SUBMISSION, HANDLING, AND REFERRAL
CFR(s): 493.1242(a)

The laboratory must establish and follow written policies and procedures for each of 
the following, if applicable: (1) Patient preparation. (2) Specimen collection. (3) 
Specimen labeling, including patient name or unique patient identifier and, when 
appropriate, specimen source. (4) Specimen storage and preservation. (5) Conditions 
for specimen transportation. (6) Specimen processing. (7) Specimen acceptability and 
rejection. (8) Specimen referral.

This STANDARD is not met as evidenced by:
. Based on observation and interview with General Supervisor #2, the laboratory 
failed to follow its venipuncture procedures for 2 of 2 patients observed. Findings 
include: 1. The surveyor observed Phlebotomist #1 performing two venipuncture 
blood collections on 06/12/2024 at 9:11 am and 9:13 am. For both patients, the 
tourniquet was left on after the needles were removed from the patients' arms. 2. The 
surveyor reviewed the laboratory policy, "Phlebotomy Procedure", in section "D," 
"Vacutainer Draws", numbers 3 and 4 states respectively: (3) "Hold the flange of the 
needle holder to prevent movement of the needle in the patient's arm. Push the 
vacutainer tube forward until it punctures the back of the needle. Keep the tube below 
the puncture site while the needle is in the vein." (4) "Release the tourniquet when 
blood begins to flow." 3. An interview with General Supervisor #2 on 06/12/2024 at 3:
42 pm, confirmed the laboratory had not followed its protocol for phlebotomy.

D5421 ESTABLISHMENT AND VERIFICATION OF PERFORMANCE
CFR(s): 493.1253(b)(1)

Each laboratory that introduces an unmodified, FDA-cleared or approved test system 
must do the following before reporting patient test results: (1)(i) Demonstrate that it 
can obtain performance specifications comparable to those established by the 
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manufacturer for the following performance characteristics: (1)(i)(A) Accuracy. (1)(i)
(B) Precision. (1)(i)(C) Reportable range of test results for the test system. (1)(ii) 
Verify that the manufacturer's reference intervals (normal values) are appropriate for 
the laboratory's patient population.

This STANDARD is not met as evidenced by:
. Based on record review and interview with Testing Personnel #6, the laboratory 
failed to ensure it could verify precision performance characteristics comparable to 
those established by the manufacturer for 9 (September 2023 to June 2024) of 9 
months since the laboratory started performing immunohematology ABO blood 
typing, antibody screens, crossmatches, direct antiglobulin testing, and antibody 
identification. Findings include: 1. A review of the laboratory's verification of 
performance specification testing for performing immunohematology ABO blood 
typing, antibody screens, crossmatches, direct antiglobulin testing, and antibody 
identification revealed a lack of verification of precision performance specifications. 
2. An interview on 6/12/24 at 11:13 with Testing Personnel #6 confirmed the 
laboratory had not verified precision performance specifications for its 
immunohematology ABO blood typing, antibody screens, crossmatches, direct 
antiglobulin testing, and antibody identification testing.

D5553 IMMUNOHEMATOLOGY
CFR(s): 493.1271(b)(f)

(b) Immunohematological testing and distribution of blood and blood products. Blood 
and blood product testing and distribution must comply with 21 CFR 606.100(b)(12); 
606.160(b)(3)(ii) and (b)(3)(v); 610.40; 640.5(a), (b), (c), and (e); and 640.11(b). (f) 
Documentation. The laboratory must document all control procedures performed, as 
specified in this section.

This STANDARD is not met as evidenced by:
. Based on record review and interview with Testing Personnel #6, the laboratory 
failed to perform visual inspections of blood products immediately before distribution 
to comply with 21 CFR 606.160(b)(3)(ii) for 3 (Patients 10, 11, and 12) of 12 patient 
records reviewed. Findings include: 1. A review of the patient red blood transfusion 
records revealed a lack of documentation of visual inspections of red blood cell 
products immediately before issue for the following patients: a. Patient 10 with red 
blood cells issued on 3/11/24. b. Patient 11 with platelets issued on 3/8/24. c. Patient 
12 with red blood cells issued on 5/17/24. 2. An interview on 6/12/24 at 2:24 pm with 
Testing Personnel #6 confirmed the laboratory failed to perform and document visual 
inspections of blood products.

D5555 IMMUNOHEMATOLOGY
CFR(s): 493.1271(c)(f)

(c) Blood and blood products storage. Blood and Blood products must be stored under 
appropriate conditions that include an adequate temperature alarm system that is 
regularly inspected. (c)(1) An audible alarm system must monitor proper blood and 
blood product storage temperature over a 24-hour period. (c)(2) Inspections of the 
alarm system must be documented. (f) Documentation. The laboratory must document 
all control procedures performed, as specified in this section.



This STANDARD is not met as evidenced by:
. Based on observation, record review, and interview with Testing Personnel #6, the 
laboratory failed to regularly inspect the audible alarm system for the blood product 
refrigerator for 9 (September 2023 to June 2024) of 9 months since the laboratory 
started storing blood products. Findings include: 1. The surveyor observed the 
laboratory's Helmer blood product refrigerator in the blood bank during a tour of the 
laboratory on 6/12/24 at 9:03 am. 2. A review of the laboratory's policies and 
procedures revealed a lack of process for regular inspections of the audible alarm 
system for the blood product refrigerator. 3. An interview on 6/12/24 at 1:25 pm with 
Testing Personnel #6 confirmed the laboratory did not regularly monitor the audible 
alarm for the blood product refrigerator.

D6079 LABORATORY DIRECTOR RESPONSIBILITIES
CFR(s): 493.1445(a)(b)

The laboratory director is responsible for the overall operation and administration of 
the laboratory, including the employment of personnel who are competent to perform 
test procedures, record and report test results promptly, accurately and proficiently, 
and for assuring compliance with the applicable regulations. (a) The laboratory 
director, if qualified, may perform the duties of the technical supervisor, clinical 
consultant, general supervisor, and testing personnel, or delegate these responsibilities 
to personnel meeting the qualifications under 493.1447, 493.1453, 493.1459, and 
493.1487 respectively. (b) If the laboratory director reapportions performance of his 
or her responsibilities, he or she remains responsible for ensuring that all duties are 
properly performed.

This STANDARD is not met as evidenced by:
. Based on record review and interview with General Supervisor #2, the laboratory 
failed to notify the State Agency the addition of specialty testing Immunohematology 
within 6 months of implementation for 9 (September 2023 to June 2024) of 9 months 
since the laboratory started testing. Findings include: 1. The surveyor noted that Form 
CMS-116 included testing for Immunohematology (ABO Group, & Rh Group, 
Antibody Detection for Transfusion, Antibody Identification, and Compatibility 
Testing which was not listed with the previous compliance survey. 2. The surveyor 
requested documentation of notification of addition of specialty testing in 
Immunohematology on 06/12/24 at 8:59 am in order to meet the notification 
requirements as listed in 493.51: a. "Laboratories issued a certificate of compliance 
must meet the following conditions: (a) Notify HHS or its designee within 30 days of 
any change in-- (1) Ownership; (2) Name; (3) Location; (4) Director; or (5) Technical 
supervisor (laboratories performing high complexity only). (b) Notify HHS no later 
than 6 months after performing any test or examination within a specialty or 
subspecialty area that is not included on the laboratory's certificate of compliance, so 
that compliance with requirements can be determined. (c) Notify HHS no later than 6 
months after any deletions or changes in test methodologies for any test or 
examination included in a specialty or subspecialty, or both, for which the laboratory 
has been issued a certificate of compliance." 3. After interview with the General 
Supervisor #2, on 06/12/2024 at 8:59 am, it was confirmed that the laboratory did not 
send a notification to the State Agency within 6 months of adding Immunohematology 
specialty.

D6108 LABORATORY TECHNICAL SUPERVISOR



CFR(s): 493.1447

The laboratory must have a technical supervisor who meets the qualification 
requirements of 493.1449 of this subpart and provides technical supervision in 
accordance with 493.1451 of this subpart. 

This CONDITION is not met as evidenced by:
. Based on record review and interview, the laboratory failed to have a technical 
supervisor provide technical supervision for testing in the immunohematology 
specialty. Refer to D6111.

D6111 TECHNICAL SUPERVISOR QUALIFICATIONS
CFR(s): 493.1449

(a) The technical supervisor must possess a current license issued by the State in 
which the laboratory is located, if such licensing is required; and (b) The laboratory 
may perform anatomic and clinical laboratory procedures and tests in all specialties 
and subspecialties of services except histocompatibility and clinical cytogenetics 
services provided the individual functioning as the technical supervisor-- (b)(1) Is a 
doctor of medicine or doctor of osteopathy licensed to practice medicine or osteopathy 
in the State in which the laboratory is located; and (b)(2) Is certified in both anatomic 
and clinical pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or Possesses qualifications that are equivalent to 
those required for such certification. (c) If the requirements of paragraph (b) of this 
section are not met and the laboratory performs tests in the subspecialty of 
bacteriology, the individual functioning as the technical supervisor must-- (c)(1)(i) Be 
a doctor of medicine or doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located; and (c)(1)(ii) Be certified in 
clinical pathology by the American Board of Pathology or the American Osteopathic 
Board of Pathology or possess qualifications that are equivalent to those required for 
such certification; or (c)(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor 
of podiatric medicine licensed to practice medicine, osteopathy, or podiatry in the 
State in which the laboratory is located; and (c)(2)(ii) Have at least one year of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of bacteriology; or (c)(3)(i) Have an earned doctoral 
degree in a chemical, physical, biological or clinical laboratory science from an 
accredited institution; and (c)(3)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of bacteriology; or (c)(4)(i) Have earned a master's degree in a chemical, 
physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (c)(4)(ii) Have at least 2 years of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of bacteriology; or (c)(5)(i) Have earned a bachelor's degree in a 
chemical, physical, or biological science or medical technology from an accredited 
institution; and (c)(5)(ii) Have at least 4 years of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
bacteriology. (d) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the subspecialty of mycobacteriology, the individual 



functioning as the technical supervisor must-- (d)(1)(i) Be a doctor of medicine or 
doctor of osteopathy licensed to practice medicine or osteopathy in the State in which 
the laboratory is located; and (d)(1)(ii) Be certified in clinical pathology by the 
American Board of Pathology or the American Osteopathic Board of Pathology or 
possess qualifications that are equivalent to those required for such certification; or (d)
(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor or podiatric medicine 
licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (d)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of mycobacteriology; or (d)(3)(i) Have an earned doctoral degree in a 
chemical, physical, biological or clinical laboratory science from an accredited 
institution; and (d)(3)(ii) Have at least 1 year of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
mycobacteriology; or (d)(4)(i) Have earned a master's degree in a chemical, physical, 
biological or clinical laboratory science or medical technology from an accredited 
institution; and (d)(4)(ii) Have at least 2 years of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
mycobacteriology; or (d)(5)(i) Have earned a bachelor's degree in a chemical, 
physical or biological science or medical technology from an accredited institution; 
and (d)(5)(ii) Have at least 4 years of laboratory training or experience, or both, in 
high complexity testing within the specialty of microbiology with a minimum of 6 
months experience in high complexity testing within the subspecialty of 
mycobacteriology. (e) If the requirements of paragraph (b) of this section are not met 
and the laboratory performs tests in the subspecialty of mycology, the individual 
functioning as the technical supervisor must-- (e)(1)(i) Be a doctor of medicine or 
doctor of osteopathy licensed to practice medicine or osteopathy in the State in which 
the laboratory is located; and (e)(1)(ii) Be certified in clinical pathology by the 
American Board of Pathology or the American Osteopathic Board of Pathology or 
possess qualifications that are equivalent to those required for such certification; or (e)
(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine 
licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (e)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of mycology; or (e)(3)(i) Have an earned doctoral degree in a chemical, 
physical, biological or clinical laboratory science from an accredited institution; and 
(e)(3)(ii) Have at least 1 year of laboratory training or experience, or both in high 
complexity testing within the specialty of microbiology with a minimum of 6 months 
experience in high complexity testing within the subspecialty of mycology; or (e)(4)
(i) Have earned a master's degree in a chemical, physical, biological or clinical 
laboratory science or medical technology from an accredited institution; and (e)(4)(ii) 
Have at least 2 years of laboratory training or experience, or both, in high complexity 
testing within the specialty of microbiology with a minimum of 6 months experience 
in high complexity testing within the subspecialty of mycology; or (e)(5)(i) Have 
earned a bachelor's degree in a chemical, physical or biological science or medical 
technology from an accredited institution; and (e)(5)(ii) Have at least 4 years of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of mycology. (f) If the requirements of paragraph (b) of 
this section are not met and the laboratory performs tests in the subspecialty of 



parasitology, the individual functioning as the technical supervisor must-- (f)(1)(i) Be 
a doctor of medicine or a doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located; and (f)(1)(ii) Be certified in 
clinical pathology by the American Board of Pathology or the American Osteopathic 
Board of Pathology or possess qualifications that are equivalent to those required for 
such certification; or (f)(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor 
of podiatric medicine licensed to practice medicine, osteopathy, or podiatry in the 
State in which the laboratory is located; and (f)(2)(ii) Have at least one year of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of parasitology; (f)(3)(i) Have an earned doctoral 
degree in a chemical, physical, biological or clinical laboratory science from an 
accredited institution; and (f)(3)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of parasitology; or (f)(4)(i) Have earned a master's degree in a chemical, 
physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (f)(4)(ii) Have at least 2 years of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of parasitology; or (f)(5)(i) Have earned a bachelor's degree in a 
chemical, physical or biological science or medical technology from an accredited 
institution; and (f)(5)(ii) Have at least 4 years of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
parasitology. (g) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the subspecialty of virology, the individual 
functioning as the technical supervisor must-- (g)(1)(i) Be a doctor of medicine or 
doctor of osteopathy licensed to practice medicine or osteopathy in the State in which 
the laboratory is located; and (g)(1)(ii) Be certified in clinical pathology by the 
American Board of Pathology or the American Osteopathic Board of Pathology or 
possess qualifications that are equivalent to those required for such certification; or (g)
(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine 
licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (g)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of virology; or (g)(3)(i) Have an earned doctoral degree in a chemical, 
physical, biological or clinical laboratory science from an accredited institution; and 
(g)(3)(ii) Have at least 1 year of laboratory training or experience, or both, in high 
complexity testing within the specialty of microbiology with a minimum of 6 months 
experience in high complexity testing within the subspecialty of virology; or (g)(4)(i) 
Have earned a master's degree in a chemical, physical, biological or clinical 
laboratory science or medical technology from an accredited institution; and (g)(4)(ii) 
Have at least 2 years of laboratory training or experience, or both, in high complexity 
testing within the specialty of microbiology with a minimum of 6 months experience 
in high complexity testing within the subspecialty of virology; or (g)(5)(i) Have 
earned a bachelor's degree in a chemical, physical or biological science or medical 
technology from an accredited institution; and (g)(5)(ii) Have at least 4 years of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of virology. (h) If the requirements of paragraph (b) of 
this section are not met and the laboratory performs tests in the specialty of diagnostic 



immunology, the individual functioning as the technical supervisor must- (h)(1)(i) Be 
a doctor of medicine or a doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located; and (h)(1)(ii) Be certified in 
clinical pathology by the American Board of Pathology or the American Osteopathic 
Board of Pathology or possess qualifications that are equivalent to those required for 
such certification; or (h)(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor 
of podiatric medicine licensed to practice medicine, osteopathy, or podiatry in the 
State in which the laboratory is located; and (h)(2)(ii) Have at least 1 year of 
laboratory training or experience, or both, in high complexity testing for the specialty 
of diagnostic immunology; or (h)(3)(i) Have an earned doctoral degree in a chemical, 
physical, biological or clinical laboratory science from an accredited institution; and 
(h)(3)(ii) Have at least 1 year of laboratory training or experience, or both, in high 
complexity testing within the specialty of diagnostic immunology; or (h)(4)(i) Have 
earned a master's degree in a chemical, physical, biological or clinical laboratory 
science or medical technology from an accredited institution; and (h)(4)(ii) Have at 
least 2 years of laboratory training or experience, or both, in high complexity testing 
for the specialty of diagnostic immunology; or (h)(5)(i) Have earned a bachelor's 
degree in a chemical, physical or biological science or medical technology from an 
accredited institution; and (h)(5)(ii) Have at least 4 years of laboratory training or 
experience, or both, in high complexity testing for the specialty of diagnostic 
immunology. (i) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the specialty of chemistry, the individual functioning 
as the technical supervisor must-- (i)(1)(i) Be a doctor of medicine or doctor of 
osteopathy licensed to practice medicine or osteopathy in the State in which the 
laboratory is located; and (i)(1)(ii) Be certified in clinical pathology by the American 
Board of Pathology or the American Osteopathic Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (i)(2)(i) Be 
a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine licensed to 
practice medicine, osteopathy, or podiatry in the State in which the laboratory is 
located; and (i)(2)(ii) Have at least 1 year of laboratory training or experience, or both, 
in high complexity testing for the specialty of chemistry; or (i)(3)(i) Have an earned 
doctoral degree in a chemical, physical, biological or clinical laboratory science from 
an accredited institution; and (i)(3)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of chemistry; or (i)
(4)(i) Have earned a master's degree in a chemical, physical, biological or clinical 
laboratory science or medical technology from an accredited institution; and (i)(4)(ii) 
Have at least 2 years of laboratory training or experience, or both, in high complexity 
testing for the specialty of chemistry; or (i)(5)(i) Have earned a bachelor's degree in a 
chemical, physical or biological science or medical technology from an accredited 
institution; and (i)(5)(ii) Have at least 4 years of laboratory training or experience, or 
both, in high complexity testing for the specialty of chemistry. (j) If the requirements 
of paragraph (b) of this section are not met and the laboratory performs tests in the 
specialty of hematology, the individual functioning as the technical supervisor must-- 
(j)(1)(i) Be a doctor of medicine or a doctor of osteopathy licensed to practice 
medicine or osteopathy in the State in which the laboratory is located; and (j)(1)(ii) Be 
certified in clinical pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or possess qualifications that are equivalent to those 
required for such certification; or (j)(2)(i) Be a doctor of medicine, doctor of 
osteopathy, or doctor of podiatric medicine licensed to practice medicine, osteopathy, 
or podiatry in the State in which the laboratory is located; and (j)(2)(ii) Have at least 
one year of laboratory training or experience, or both, in high complexity testing for 
the specialty of hematology (for example, physicians certified either in hematology or 
hematology and medical oncology by the American Board of Internal Medicine); or (j)



(3)(i) Have an earned doctoral degree in a chemical, physical, biological or clinical 
laboratory science from an accredited institution; and (j)(3)(ii) Have at least 1 year of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of hematology; or (j)(4)(i) Have earned a master's degree in a chemical, 
physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (j)(4)(ii) Have at least 2 years of laboratory training or 
experience, or both, in high complexity testing for the specialty of hematology; or (j)
(5)(i) Have earned a bachelor's degree in a chemical, physical or biological science or 
medical technology from an accredited institution; and (j)(5)(ii) Have at least 4 years 
of laboratory training or experience, or both, in high complexity testing for the 
specialty of hematology. (k)(1) If the requirements of paragraph (b) of this section are 
not met and the laboratory performs tests in the subspecialty of cytology, the 
individual functioning as the technical supervisor must-- (k)(1)(i) Be a doctor of 
medicine or a doctor of osteopathy licensed to practice medicine or osteopathy in the 
State in which the laboratory is located; and (k)(1)(ii) Meet one of the following 
requirements-- (k)(1)(ii)(A) Be certified in anatomic pathology by the American 
Board of Pathology or the American Osteopathic Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (k)(1)(ii)
(B) Be certified by the American Society of Cytology to practice cytopathology or 
possess qualifications that are equivalent to those required for such certification; (l) If 
the requirements of paragraph (b) of this section are not met and the laboratory 
performs tests in the subspecialty of histopathology, the individual functioning as the 
technical supervisor must-- (l)(1) Meet one of the following requirements: (l)(1)(i)(A) 
Be a doctor of medicine or a doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located; and (l)(1)(i)(B) Be certified 
in anatomic pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or possess qualifications that are equivalent to those 
required for such certification; (l)(1)(ii) An individual qualified under 493.1449(b) or 
paragraph (l)(1) of this section may delegate to an individual who is a resident in a 
training program leading to certification specified in paragraph (b) or (l)(1)(i)(B) of 
this section, the responsibility for examination and interpretation of histopathology 
specimens. (l)(2) For tests in dermatopathology, meet one of the following 
requirements: (l)(2)(i)(A) Be a doctor of medicine or doctor of osteopathy licensed to 
practice medicine or osteopathy in the State in which the laboratory is located and-- (l)
(2)(i)(B) Meet one of the following requirements: (l)(2)(i)(B)(1) Be certified in 
anatomic pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or possess qualifications that are equivalent to those 
required for such certification; or (l)(2)(i)(B)(2) Be certified in dermatopathology by 
the American Board of Dermatology and the American Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (l)(2)(i)(B)
(3) Be certified in dermatology by the American Board of Dermatology or possess 
qualifications that are equivalent to those required for such certification; or (l)(2)(ii) 
An individual qualified under 493.1449(b) or paragraph (l)(2)(i) of this section may 
delegate to an individual who is a resident in a training program leading to 
certification specified in paragraphs (b) or (l)(2)(i)(B) of this section, the 
responsibility for examination and interpretation of dermatopathology specimens. (l)
(3) For tests in ophthalmic pathology, meet one of the following requirements: (l)(3)(i)
(A) Be a doctor of medicine or doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located and-- (l)(3)(i)(B) Must meet 
one of the following requirements: (l)(3)(i)(B)(1) Be certified in anatomic pathology 
by the American Board of Pathology or the American Osteopathic Board of Pathology 
or possess qualifications that are equivalent to those required for such certification; or 
(l)(3)(i)(B)(2) Be certified by the American Board of Ophthalmology or possess 



qualifications that are equivalent to those required for such certification and have 
successfully completed at least 1 year of formal post-residency fellowship training in 
ophthalmic pathology; or (l)(3)(ii) An individual qualified under 493.1449(b) or 
paragraph (1)(3)(i) of this section may delegate to an individual who is a resident in a 
training program leading to certification specified in paragraphs (b) or (1)(3)(i)(B) of 
this section, the responsibility for examination and interpretation of ophthalmic 
specimens; or (m) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the subspecialty of oral pathology, the individual 
functioning as the technical supervisor must meet one of the following requirements: 
(m)(1)(i) Be a doctor of medicine or a doctor of osteopathy licensed to practice 
medicine or osteopathy in the State in which the laboratory is located and-- (m)(1)(ii) 
Be certified in anatomic pathology by the American Board of Pathology or the 
American Osteopathic Board of Pathology or possess qualifications that are 
equivalent to those required for such certification; or (m)(2) Be certified in oral 
pathology by the American Board of Oral Pathology or possess qualifications for such 
certification; or (m)(3) An individual qualified under 493.1449(b) or paragraph (m)(1) 
or (2) of this section may delegate to an individual who is a resident in a training 
program leading to certification specified in paragraphs (b) or (m)(1) or (2) of this 
section, the responsibility for examination and interpretation of oral pathology 
specimens. (n) If the requirements of paragraph (b) of this section are not met and the 
laboratory performs tests in the specialty of radiobioassay, the individual functioning 
as the technical supervisor must-- (n)(1)(i) Be a doctor of medicine or a doctor of 
osteopathy licensed to practice medicine or osteopathy in the State in which the 
laboratory is located; and (n)(1)(ii) Be certified in clinical pathology by the American 
Board of Pathology or the American Osteopathic Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (n)(2)(i) 
Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine 
licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (n)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing for the specialty of radiobioassay; or 
(n)(3)(i) Have an earned doctoral degree in a chemical, physical, biological or clinical 
laboratory science from an accredited institution; and (n)(3)(ii) Have at least 1 year of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of radiobioassay; or (n)(4)(i) Have earned a master's degree in a chemical, 
physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (n)(4)(ii) Have at least 2 years of laboratory training or 
experience, or both, in high complexity testing for the specialty of radiobioassay; or 
(n)(5)(i) Have earned a bachelor's degree in a chemical, physical or biological science 
or medical technology from an accredited institution; and (n)(5)(ii) Have at least 4 
years of laboratory training or experience, or both, in high complexity testing for the 
specialty of radiobioassay. (o) If the laboratory performs tests in the specialty of 
histocompatibility, the individual functioning as the technical supervisor must either-- 
(o)(1)(i) Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric 
medicine licensed to practice medicine, osteopathy, or podiatry in the State in which 
the laboratory is located; and (o)(1)(ii) Have training or experience that meets one of 
the following requirements: (o)(1)(ii)(A) Have 4 years of laboratory training or 
experience, or both, within the specialty of histocompatibility; or (o)(1)(ii)(B)(1) Have 
2 years of laboratory training or experience, or both, in the specialty of general 
immunology; and (o)(1)(ii)(B)(2) Have 2 years of laboratory training or experience, or 
both, in the specialty of histocompatibility; or (o)(2)(i) Have an earned doctoral 
degree in a biological or clinical laboratory science from an accredited institution; and 
(o)(2)(ii) Have training or experience that meets one of the following requirements: (o)
(2)(ii)(A) Have 4 years of laboratory training or experience, or both, within the 



specialty of histocompatibility; or (o)(2)(ii)(B)(1) Have 2 years of laboratory training 
or experience, or both, in the specialty of general immunology; and (o)(2)(ii)(B)(2) 
Have 2 years of laboratory training or experience, or both, in the specialty of 
histocompatibility. (p) If the laboratory performs tests in the specialty of clinical 
cytogenetics, the individual functioning as the technical supervisor must-- (p)(1)(i) Be 
a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine licensed to 
practice medicine, osteopathy, or podiatry in the State in which the laboratory is 
located; and (p)(1)(ii) Have 4 years of training or experience, or both, in genetics, 2 of 
which have been in clinical cytogenetics; or (p)(2)(i) Hold an earned doctoral degree 
in a biological science, including biochemistry, or clinical laboratory science from an 
accredited institution; and (p)(2)(ii) Have 4 years of training or experience, or both, in 
genetics, 2 of which have been in clinical cytogenetics. (q) If the requirements of 
paragraph (b) of this section are not met and the laboratory performs tests in the 
specialty of immunohematology, the individual functioning as the technical supervisor 
must-- (q)(1)(i) Be a doctor of medicine or a doctor of osteopathy licensed to practice 
medicine or osteopathy in the State in which the laboratory is located; and (q)(1)(ii) 
Be certified in clinical pathology by the American Board of Pathology or the 
American Osteopathic Board of Pathology or possess qualifications that are 
equivalent to those required for such certification; or (q)(2)(i) Be a doctor of 
medicine, doctor of osteopathy, or doctor of podiatric medicine licensed to practice 
medicine, osteopathy, or podiatry in the State in which the laboratory is located; and 
(q)(2)(ii) Have at least one year of laboratory training or experience, or both, in high 
complexity testing for the specialty of immunohematology. Note: The technical 
supervisor requirements for "laboratory training or experience, or both'' in each 
specialty or subspecialty may be acquired concurrently in more than one of the 
specialties or subspecialties of service. For example, an individual, who has a doctoral 
degree in chemistry and additionally has documentation of 1 year of laboratory 
experience working concurrently in high complexity testing in the specialties of 
microbiology and chemistry and 6 months of that work experience included high 
complexity testing in bacteriology, mycology, and mycobacteriology, would qualify 
as the technical supervisor for the specialty of chemistry and the subspecialties of 
bacteriology, mycology, and mycobacteriology.

This STANDARD is not met as evidenced by:
. Based on record review and interview with General Supervisor #2, staff performing 
the duty of high complexity testing personnel semiannual competency assessments in 
immunohematology were unqualified for 1 (General Supervisor #1) of 2 personnel 
performing assessments. Findings include: 1. A review of the laboratory's Form CMS-
209 revealed the laboratory had selected General Supervisor #1 to serve as the 
Technical Supervisor for testing in the immunohematology specialty. 2. A review of 
General Supervisor #1's personnel records revealed a lack of documentation 
supporting their qualification for serving as a Technical Supervisor in 
immunohematology. 3. A review of the laboratory's personnel competency 
assessments for testing personnel performing immunohematology testing revealed 
semiannual performance, a Technical Supervisor duty, was evaluated by General 
Supervisor #1. 4. An interview on 6/12/24 at 8:59 am with General Supervisor #2 
confirmed General Supervisor #1 had performed semiannual competency assessments 
for high complexity immunohematology testing personnel.


