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Summary Statement of Deficiencies

D5469 CONTROL PROCEDURES
CFR(s): 493.1256(d)(10)(g)

Unless CMS Approves a procedure, specified in Appendix C of the State Operations 
Manual (CMS Pub. 7), that provides equivalent quality testing, the laboratory must-- 
Establish or verify the criteria for acceptability of all control materials. (i) When 
control materials providing quantitative results are used, statistical parameters (for 
example, mean and standard deviation) for each batch and lot number of control 
materials must be defined and available. (ii) The laboratory may use the stated value 
of a commercially assayed control material provided the stated value is for the 
methodology and instrumentation employed by the laboratory and is verified by the 
laboratory. (iii) Statistical parameters for unassayed control materials must be 
established over time by the laboratory through concurrent testing of control materials 
having previously determined statistical parameters. (g) The laboratory must 
document all control procedures performed.

This STANDARD is not met as evidenced by:
Based on review of Siemens Dimension Xpand quality control (QC) records, Siemens 
Dimension EXL QC records, ACL Top CTS 300 QC records and interview with the 
general supervisor (GS) #1, the laboratory failed to establish criteria for acceptability 
of controls materials providing quantitative results. Findings: 1. Review of the 
Siemens Dimension Xpand QC records showed the laboratory did not establish and 
define statistical parameter criteria (mean and standard deviations) for acceptability of 
quantitative QC results for 15 analytes. 2. Review of the Siemens Dimension EXL QC 
records showed the laboratory did not establish and define statistical parameter 
criteria (mean and standard deviations) for acceptability of quantitative QC results for 
55 analytes. 3. Review of the ACL Top CTS 300 QC records showed the laboratory 
did not establish and define statistical parameter criteria (mean and standard 
deviations) for acceptability of quantitative QC results for the analytes: prothrombin 
time and partial thromboplastin time. 4. Interview with the GS #1 on November 15, 
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2022 at 1:00 PM confirmed the laboratory failed to establish criteria for acceptability 
of control materials providing quantitative results.

D5503 BACTERIOLOGY
CFR(s): 493.1261(a)(2)

(a) The laboratory must check the following for positive and negative reactivity using 
control organisms: (a)(2) Each week of use for gram stains.

This STANDARD is not met as evidenced by:
Based on review of gram stain quality control (QC) and interview with the general 
supervisor (GS) #2, the laboratory failed to perform gram stain QC weekly. Findings: 
1. Review of gram stain QC showed no QC was performed the week of March 27, 
2022, the week of April 24, 2022 and the week of September 4, 2022. 2. Interview 
with GS #2 on November 15, 2022 at 1:30 PM confirmed the laboratory failed to 
perform gram stain QC weekly.

D6127 TECHNICAL SUPERVISOR RESPONSIBILITIES
CFR(s): 493.1451(b)(9)

The technical supervisor is responsible for evaluating and documenting the 
performance of individuals responsible for high complexity testing at least 
semiannually during the first year the individual tests patient specimens.

This STANDARD is not met as evidenced by:
Based on review of personnel records and interview with the general supervisor (GS) 
#1, the technical supervisor (TS) failed to evaluate and document the performance of 
two of two testing personnel (TP) at least semiannually during the first year the 
individual tests patient specimens. Findings: 1. Review of 2021 and 2022 performance 
evaluations showed the TS failed to perform the semi-annual competency evaluation 
for TP #5 and TP #6. 2. Interview with the GS #1 on November 15, 2022 at 2:00 PM, 
confirmed the TS failed to evaluate and document the performance of two of two TP 
at least semiannually during the first year the individual tests patient specimens.


