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Summary Statement of Deficiencies

D0000 This Statement of Deficiencies was created as a result of an on-site CLIA 
recertification survey conducted at your facility on March 22, 2023. The findings and 
conclusions of any investigation by the Division of Public and Behavioral Health shall 
not be construed as prohibiting any criminal or civil investigations, actions or other 
claims for relief that may be available to any party under applicable federal, state, or 
local laws.

D5215 EVALUATION OF PROFICIENCY TESTING PERFORMANCE
CFR(s): 493.1236(b)(2)

The laboratory must verify the accuracy of any analyte, specialty or subspecialty 
assigned a proficiency testing score that does not reflect laboratory test performance 
(that is, when the proficiency testing program does not obtain the agreement required 
for scoring as specified in subpart I of this part, or the laboratory receives a zero score 
for nonparticipation, or late return or results).

This STANDARD is not met as evidenced by:
Based on a review of the 2022 American Proficiency Institute (API) Microbiology 
Proficiency Testing (PT) records for test events one and three, and an interview with 
the technical supervisor, the laboratory failed to ensure that ungraded results were 
evaluated for accuracy. Findings include: 1. A review of the 2022 API PT 
microbiology test event one revealed that the laboratory failed to evaluate the 
ungraded results for the following Molecular Resistance Genes-Urine for specimen 
UTI-01: CTX-M Group 1, dfrA, ErmB, IMP, mecA, NDM, OXA-48, sul1, VIM. 2. A 
review of the 2022 API PT microbiology test event one revealed that the laboratory 
failed to evaluate the ungraded results for the following Molecular Resistance Genes-
Urine for specimen UTI-02: mecA, mefA, OXA-48, qnrA, qnrB, qnrS, vanB. 3. A 
review of the 2022 API PT microbiology test event three revealed that the laboratory 
failed to evaluate the ungraded results for the Molecular Mycology-Urine for 
specimen UTI-05. The laboratory reported that Candida species was detected. The 
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expected result stated to "See Data Summary." 4. The technical supervisor confirmed 
the findings during a telephone interview on March 22, 2023 at approximately 10:30 
AM. The laboratory performs approximately 20,000 microbiology tests annually.

D5413 TEST SYSTEMS, EQUIPMENT, INSTRUMENTS, REAGENT
CFR(s): 493.1252(b)

The laboratory must define criteria for those conditions that are essential for proper 
storage of reagents and specimens, accurate and reliable test system operation, and 
test result reporting. The criteria must be consistent with the manufacturer's 
instructions, if provided. These conditions must be monitored and documented and, if 
applicable, include the following: (1) Water quality. (2) Temperature. (3) Humidity. 
(4) Protection of equipment and instruments from fluctuations and interruptions in 
electrical current that adversely affect patient test results and test reports.

This STANDARD is not met as evidenced by:
Based on review of the temperature logs for March 1, 2023 through March 22, 2023 
and an interview with the technical supervisor, the laboratory failed ensure that 
temperatures for freezer #1 were maintained within the acceptable range established 
by the laboratory. Findings include: 1. Review of the temperature logs for March 1, 
2023, through March 22, 2023 revealed that laboratory Freezer #1, where PCR 
reagents and frozen specimens were stored, was above the acceptable range for eight 
of twenty-two days. No corrective action was documented for these temperature 
excursions. 2. Review of the temperature logs revealed that the acceptable 
temperature range established by the laboratory for freezers was less than or equal to 
-20 degrees Celsius. 3. A telephone interview with the technical supervisor on March 
22, 2023, at approximately 1:00 PM confirmed these findings. The laboratory 
performs approximately 20,000 microbiology tests annually.

D6032 LABORATORY DIRECTOR RESPONSIBILITIES
CFR(s): 493.1407(e)(14)

The laboratory director is responsible for the overall operation and administration of 
the laboratory, including the employment of personnel who are competent to perform 
test procedures, and record and report test results promptly, accurate, and proficiently 
and for assuring compliance with the applicable regulations. (e) The laboratory 
director must-- (e)(14) Specify, in writing, the responsibilities and duties of each 
consultant and each person, engaged in the performance of the preanalytic, analytic, 
and postanalytic phases of testing, that identifies which examinations and procedures 
each individual is authorized to perform, whether supervision is required for specimen 
processing, test performance or results reporting, and whether consultant or director 
review is required prior to reporting patient test results.

This STANDARD is not met as evidenced by:
Based on review of the monthly Quality Assurance (QA) reviews from January 2022 
through January 2023, review of the job description for the technical supervisor, and 
an interview with the technical supervisor the laboratory director failed to provide a 
written delegation for the technical supervisor to sign the monthly QA reviews. 
Findings include: 1. Review of the monthly QA reviews from January 2022 through 
January 2023 revealed that the director failed to sign the monthly QA reviews. The 
technical supervisor indicated that she signed the monthly QA reviews in place of the 



director. 2. Review of the job description for the technical supervisor revealed that the 
director failed to include a written delegation for the technical supervisor to sign the 
monthly QA reviews. 3. A telephone interview with the technical supervisor on March 
22, 2023, at approximately 1:30 PM confirmed these findings. The laboratory 
performs approximately 20,000 microbiology tests annually.

D6091 LABORATORY DIRECTOR RESPONSIBILITIES
CFR(s): 493.1445(e)(4)(iii)

The laboratory director must ensure all proficiency testing reports received are 
reviewed by the appropriate staff to evaluate the laboratory's performance and to 
identify any problems that require corrective action.

This STANDARD is not met as evidenced by:
Based on a review of the 2022 American Proficiency Institute (API) Microbiology 
Proficiency Testing (PT) records for test events two and three, and a telephone 
interview with the technical supervisor, the director failed to ensure that the review of 
proficiency testing results was performed and documented. Findings include: 1. There 
was no documentation of the director review of the 2022 API Microbiology PT test 
test results for test events two and three. 2. The technical supervisor confirmed the 
findings during a telephone interview conducted on March 22, 2023 at approximately 
10:00 AM. The laboratory performs approximately 20,000 microbiology tests 
annually.

D6111 TECHNICAL SUPERVISOR QUALIFICATIONS
CFR(s): 493.1449

(a) The technical supervisor must possess a current license issued by the State in 
which the laboratory is located, if such licensing is required; and (b) The laboratory 
may perform anatomic and clinical laboratory procedures and tests in all specialties 
and subspecialties of services except histocompatibility and clinical cytogenetics 
services provided the individual functioning as the technical supervisor-- (b)(1) Is a 
doctor of medicine or doctor of osteopathy licensed to practice medicine or osteopathy 
in the State in which the laboratory is located; and (b)(2) Is certified in both anatomic 
and clinical pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or Possesses qualifications that are equivalent to 
those required for such certification. (c) If the requirements of paragraph (b) of this 
section are not met and the laboratory performs tests in the subspecialty of 
bacteriology, the individual functioning as the technical supervisor must-- (c)(1)(i) Be 
a doctor of medicine or doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located; and (c)(1)(ii) Be certified in 
clinical pathology by the American Board of Pathology or the American Osteopathic 
Board of Pathology or possess qualifications that are equivalent to those required for 
such certification; or (c)(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor 
of podiatric medicine licensed to practice medicine, osteopathy, or podiatry in the 
State in which the laboratory is located; and (c)(2)(ii) Have at least one year of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of bacteriology; or (c)(3)(i) Have an earned doctoral 
degree in a chemical, physical, biological or clinical laboratory science from an 
accredited institution; and (c)(3)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 



with a minimum of 6 months experience in high complexity testing within the 
subspecialty of bacteriology; or (c)(4)(i) Have earned a master's degree in a chemical, 
physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (c)(4)(ii) Have at least 2 years of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of bacteriology; or (c)(5)(i) Have earned a bachelor's degree in a 
chemical, physical, or biological science or medical technology from an accredited 
institution; and (c)(5)(ii) Have at least 4 years of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
bacteriology. (d) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the subspecialty of mycobacteriology, the individual 
functioning as the technical supervisor must-- (d)(1)(i) Be a doctor of medicine or 
doctor of osteopathy licensed to practice medicine or osteopathy in the State in which 
the laboratory is located; and (d)(1)(ii) Be certified in clinical pathology by the 
American Board of Pathology or the American Osteopathic Board of Pathology or 
possess qualifications that are equivalent to those required for such certification; or (d)
(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor or podiatric medicine 
licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (d)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of mycobacteriology; or (d)(3)(i) Have an earned doctoral degree in a 
chemical, physical, biological or clinical laboratory science from an accredited 
institution; and (d)(3)(ii) Have at least 1 year of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
mycobacteriology; or (d)(4)(i) Have earned a master's degree in a chemical, physical, 
biological or clinical laboratory science or medical technology from an accredited 
institution; and (d)(4)(ii) Have at least 2 years of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
mycobacteriology; or (d)(5)(i) Have earned a bachelor's degree in a chemical, 
physical or biological science or medical technology from an accredited institution; 
and (d)(5)(ii) Have at least 4 years of laboratory training or experience, or both, in 
high complexity testing within the specialty of microbiology with a minimum of 6 
months experience in high complexity testing within the subspecialty of 
mycobacteriology. (e) If the requirements of paragraph (b) of this section are not met 
and the laboratory performs tests in the subspecialty of mycology, the individual 
functioning as the technical supervisor must-- (e)(1)(i) Be a doctor of medicine or 
doctor of osteopathy licensed to practice medicine or osteopathy in the State in which 
the laboratory is located; and (e)(1)(ii) Be certified in clinical pathology by the 
American Board of Pathology or the American Osteopathic Board of Pathology or 
possess qualifications that are equivalent to those required for such certification; or (e)
(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine 
licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (e)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of mycology; or (e)(3)(i) Have an earned doctoral degree in a chemical, 
physical, biological or clinical laboratory science from an accredited institution; and 
(e)(3)(ii) Have at least 1 year of laboratory training or experience, or both in high 



complexity testing within the specialty of microbiology with a minimum of 6 months 
experience in high complexity testing within the subspecialty of mycology; or (e)(4)
(i) Have earned a master's degree in a chemical, physical, biological or clinical 
laboratory science or medical technology from an accredited institution; and (e)(4)(ii) 
Have at least 2 years of laboratory training or experience, or both, in high complexity 
testing within the specialty of microbiology with a minimum of 6 months experience 
in high complexity testing within the subspecialty of mycology; or (e)(5)(i) Have 
earned a bachelor's degree in a chemical, physical or biological science or medical 
technology from an accredited institution; and (e)(5)(ii) Have at least 4 years of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of mycology. (f) If the requirements of paragraph (b) of 
this section are not met and the laboratory performs tests in the subspecialty of 
parasitology, the individual functioning as the technical supervisor must-- (f)(1)(i) Be 
a doctor of medicine or a doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located; and (f)(1)(ii) Be certified in 
clinical pathology by the American Board of Pathology or the American Osteopathic 
Board of Pathology or possess qualifications that are equivalent to those required for 
such certification; or (f)(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor 
of podiatric medicine licensed to practice medicine, osteopathy, or podiatry in the 
State in which the laboratory is located; and (f)(2)(ii) Have at least one year of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of parasitology; (f)(3)(i) Have an earned doctoral 
degree in a chemical, physical, biological or clinical laboratory science from an 
accredited institution; and (f)(3)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of parasitology; or (f)(4)(i) Have earned a master's degree in a chemical, 
physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (f)(4)(ii) Have at least 2 years of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of parasitology; or (f)(5)(i) Have earned a bachelor's degree in a 
chemical, physical or biological science or medical technology from an accredited 
institution; and (f)(5)(ii) Have at least 4 years of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
parasitology. (g) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the subspecialty of virology, the individual 
functioning as the technical supervisor must-- (g)(1)(i) Be a doctor of medicine or 
doctor of osteopathy licensed to practice medicine or osteopathy in the State in which 
the laboratory is located; and (g)(1)(ii) Be certified in clinical pathology by the 
American Board of Pathology or the American Osteopathic Board of Pathology or 
possess qualifications that are equivalent to those required for such certification; or (g)
(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine 
licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (g)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of virology; or (g)(3)(i) Have an earned doctoral degree in a chemical, 
physical, biological or clinical laboratory science from an accredited institution; and 
(g)(3)(ii) Have at least 1 year of laboratory training or experience, or both, in high 



complexity testing within the specialty of microbiology with a minimum of 6 months 
experience in high complexity testing within the subspecialty of virology; or (g)(4)(i) 
Have earned a master's degree in a chemical, physical, biological or clinical 
laboratory science or medical technology from an accredited institution; and (g)(4)(ii) 
Have at least 2 years of laboratory training or experience, or both, in high complexity 
testing within the specialty of microbiology with a minimum of 6 months experience 
in high complexity testing within the subspecialty of virology; or (g)(5)(i) Have 
earned a bachelor's degree in a chemical, physical or biological science or medical 
technology from an accredited institution; and (g)(5)(ii) Have at least 4 years of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of virology. (h) If the requirements of paragraph (b) of 
this section are not met and the laboratory performs tests in the specialty of diagnostic 
immunology, the individual functioning as the technical supervisor must- (h)(1)(i) Be 
a doctor of medicine or a doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located; and (h)(1)(ii) Be certified in 
clinical pathology by the American Board of Pathology or the American Osteopathic 
Board of Pathology or possess qualifications that are equivalent to those required for 
such certification; or (h)(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor 
of podiatric medicine licensed to practice medicine, osteopathy, or podiatry in the 
State in which the laboratory is located; and (h)(2)(ii) Have at least 1 year of 
laboratory training or experience, or both, in high complexity testing for the specialty 
of diagnostic immunology; or (h)(3)(i) Have an earned doctoral degree in a chemical, 
physical, biological or clinical laboratory science from an accredited institution; and 
(h)(3)(ii) Have at least 1 year of laboratory training or experience, or both, in high 
complexity testing within the specialty of diagnostic immunology; or (h)(4)(i) Have 
earned a master's degree in a chemical, physical, biological or clinical laboratory 
science or medical technology from an accredited institution; and (h)(4)(ii) Have at 
least 2 years of laboratory training or experience, or both, in high complexity testing 
for the specialty of diagnostic immunology; or (h)(5)(i) Have earned a bachelor's 
degree in a chemical, physical or biological science or medical technology from an 
accredited institution; and (h)(5)(ii) Have at least 4 years of laboratory training or 
experience, or both, in high complexity testing for the specialty of diagnostic 
immunology. (i) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the specialty of chemistry, the individual functioning 
as the technical supervisor must-- (i)(1)(i) Be a doctor of medicine or doctor of 
osteopathy licensed to practice medicine or osteopathy in the State in which the 
laboratory is located; and (i)(1)(ii) Be certified in clinical pathology by the American 
Board of Pathology or the American Osteopathic Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (i)(2)(i) Be 
a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine licensed to 
practice medicine, osteopathy, or podiatry in the State in which the laboratory is 
located; and (i)(2)(ii) Have at least 1 year of laboratory training or experience, or both, 
in high complexity testing for the specialty of chemistry; or (i)(3)(i) Have an earned 
doctoral degree in a chemical, physical, biological or clinical laboratory science from 
an accredited institution; and (i)(3)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of chemistry; or (i)
(4)(i) Have earned a master's degree in a chemical, physical, biological or clinical 
laboratory science or medical technology from an accredited institution; and (i)(4)(ii) 
Have at least 2 years of laboratory training or experience, or both, in high complexity 
testing for the specialty of chemistry; or (i)(5)(i) Have earned a bachelor's degree in a 
chemical, physical or biological science or medical technology from an accredited 
institution; and (i)(5)(ii) Have at least 4 years of laboratory training or experience, or 



both, in high complexity testing for the specialty of chemistry. (j) If the requirements 
of paragraph (b) of this section are not met and the laboratory performs tests in the 
specialty of hematology, the individual functioning as the technical supervisor must-- 
(j)(1)(i) Be a doctor of medicine or a doctor of osteopathy licensed to practice 
medicine or osteopathy in the State in which the laboratory is located; and (j)(1)(ii) Be 
certified in clinical pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or possess qualifications that are equivalent to those 
required for such certification; or (j)(2)(i) Be a doctor of medicine, doctor of 
osteopathy, or doctor of podiatric medicine licensed to practice medicine, osteopathy, 
or podiatry in the State in which the laboratory is located; and (j)(2)(ii) Have at least 
one year of laboratory training or experience, or both, in high complexity testing for 
the specialty of hematology (for example, physicians certified either in hematology or 
hematology and medical oncology by the American Board of Internal Medicine); or (j)
(3)(i) Have an earned doctoral degree in a chemical, physical, biological or clinical 
laboratory science from an accredited institution; and (j)(3)(ii) Have at least 1 year of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of hematology; or (j)(4)(i) Have earned a master's degree in a chemical, 
physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (j)(4)(ii) Have at least 2 years of laboratory training or 
experience, or both, in high complexity testing for the specialty of hematology; or (j)
(5)(i) Have earned a bachelor's degree in a chemical, physical or biological science or 
medical technology from an accredited institution; and (j)(5)(ii) Have at least 4 years 
of laboratory training or experience, or both, in high complexity testing for the 
specialty of hematology. (k)(1) If the requirements of paragraph (b) of this section are 
not met and the laboratory performs tests in the subspecialty of cytology, the 
individual functioning as the technical supervisor must-- (k)(1)(i) Be a doctor of 
medicine or a doctor of osteopathy licensed to practice medicine or osteopathy in the 
State in which the laboratory is located; and (k)(1)(ii) Meet one of the following 
requirements-- (k)(1)(ii)(A) Be certified in anatomic pathology by the American 
Board of Pathology or the American Osteopathic Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (k)(1)(ii)
(B) Be certified by the American Society of Cytology to practice cytopathology or 
possess qualifications that are equivalent to those required for such certification; (l) If 
the requirements of paragraph (b) of this section are not met and the laboratory 
performs tests in the subspecialty of histopathology, the individual functioning as the 
technical supervisor must-- (l)(1) Meet one of the following requirements: (l)(1)(i)(A) 
Be a doctor of medicine or a doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located; and (l)(1)(i)(B) Be certified 
in anatomic pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or possess qualifications that are equivalent to those 
required for such certification; (l)(1)(ii) An individual qualified under 493.1449(b) or 
paragraph (l)(1) of this section may delegate to an individual who is a resident in a 
training program leading to certification specified in paragraph (b) or (l)(1)(i)(B) of 
this section, the responsibility for examination and interpretation of histopathology 
specimens. (l)(2) For tests in dermatopathology, meet one of the following 
requirements: (l)(2)(i)(A) Be a doctor of medicine or doctor of osteopathy licensed to 
practice medicine or osteopathy in the State in which the laboratory is located and-- (l)
(2)(i)(B) Meet one of the following requirements: (l)(2)(i)(B)(1) Be certified in 
anatomic pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or possess qualifications that are equivalent to those 
required for such certification; or (l)(2)(i)(B)(2) Be certified in dermatopathology by 
the American Board of Dermatology and the American Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (l)(2)(i)(B)



(3) Be certified in dermatology by the American Board of Dermatology or possess 
qualifications that are equivalent to those required for such certification; or (l)(2)(ii) 
An individual qualified under 493.1449(b) or paragraph (l)(2)(i) of this section may 
delegate to an individual who is a resident in a training program leading to 
certification specified in paragraphs (b) or (l)(2)(i)(B) of this section, the 
responsibility for examination and interpretation of dermatopathology specimens. (l)
(3) For tests in ophthalmic pathology, meet one of the following requirements: (l)(3)(i)
(A) Be a doctor of medicine or doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located and-- (l)(3)(i)(B) Must meet 
one of the following requirements: (l)(3)(i)(B)(1) Be certified in anatomic pathology 
by the American Board of Pathology or the American Osteopathic Board of Pathology 
or possess qualifications that are equivalent to those required for such certification; or 
(l)(3)(i)(B)(2) Be certified by the American Board of Ophthalmology or possess 
qualifications that are equivalent to those required for such certification and have 
successfully completed at least 1 year of formal post-residency fellowship training in 
ophthalmic pathology; or (l)(3)(ii) An individual qualified under 493.1449(b) or 
paragraph (1)(3)(i) of this section may delegate to an individual who is a resident in a 
training program leading to certification specified in paragraphs (b) or (1)(3)(i)(B) of 
this section, the responsibility for examination and interpretation of ophthalmic 
specimens; or (m) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the subspecialty of oral pathology, the individual 
functioning as the technical supervisor must meet one of the following requirements: 
(m)(1)(i) Be a doctor of medicine or a doctor of osteopathy licensed to practice 
medicine or osteopathy in the State in which the laboratory is located and-- (m)(1)(ii) 
Be certified in anatomic pathology by the American Board of Pathology or the 
American Osteopathic Board of Pathology or possess qualifications that are 
equivalent to those required for such certification; or (m)(2) Be certified in oral 
pathology by the American Board of Oral Pathology or possess qualifications for such 
certification; or (m)(3) An individual qualified under 493.1449(b) or paragraph (m)(1) 
or (2) of this section may delegate to an individual who is a resident in a training 
program leading to certification specified in paragraphs (b) or (m)(1) or (2) of this 
section, the responsibility for examination and interpretation of oral pathology 
specimens. (n) If the requirements of paragraph (b) of this section are not met and the 
laboratory performs tests in the specialty of radiobioassay, the individual functioning 
as the technical supervisor must-- (n)(1)(i) Be a doctor of medicine or a doctor of 
osteopathy licensed to practice medicine or osteopathy in the State in which the 
laboratory is located; and (n)(1)(ii) Be certified in clinical pathology by the American 
Board of Pathology or the American Osteopathic Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (n)(2)(i) 
Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine 
licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (n)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing for the specialty of radiobioassay; or 
(n)(3)(i) Have an earned doctoral degree in a chemical, physical, biological or clinical 
laboratory science from an accredited institution; and (n)(3)(ii) Have at least 1 year of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of radiobioassay; or (n)(4)(i) Have earned a master's degree in a chemical, 
physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (n)(4)(ii) Have at least 2 years of laboratory training or 
experience, or both, in high complexity testing for the specialty of radiobioassay; or 
(n)(5)(i) Have earned a bachelor's degree in a chemical, physical or biological science 
or medical technology from an accredited institution; and (n)(5)(ii) Have at least 4 
years of laboratory training or experience, or both, in high complexity testing for the 



specialty of radiobioassay. (o) If the laboratory performs tests in the specialty of 
histocompatibility, the individual functioning as the technical supervisor must either-- 
(o)(1)(i) Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric 
medicine licensed to practice medicine, osteopathy, or podiatry in the State in which 
the laboratory is located; and (o)(1)(ii) Have training or experience that meets one of 
the following requirements: (o)(1)(ii)(A) Have 4 years of laboratory training or 
experience, or both, within the specialty of histocompatibility; or (o)(1)(ii)(B)(1) Have 
2 years of laboratory training or experience, or both, in the specialty of general 
immunology; and (o)(1)(ii)(B)(2) Have 2 years of laboratory training or experience, or 
both, in the specialty of histocompatibility; or (o)(2)(i) Have an earned doctoral 
degree in a biological or clinical laboratory science from an accredited institution; and 
(o)(2)(ii) Have training or experience that meets one of the following requirements: (o)
(2)(ii)(A) Have 4 years of laboratory training or experience, or both, within the 
specialty of histocompatibility; or (o)(2)(ii)(B)(1) Have 2 years of laboratory training 
or experience, or both, in the specialty of general immunology; and (o)(2)(ii)(B)(2) 
Have 2 years of laboratory training or experience, or both, in the specialty of 
histocompatibility. (p) If the laboratory performs tests in the specialty of clinical 
cytogenetics, the individual functioning as the technical supervisor must-- (p)(1)(i) Be 
a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine licensed to 
practice medicine, osteopathy, or podiatry in the State in which the laboratory is 
located; and (p)(1)(ii) Have 4 years of training or experience, or both, in genetics, 2 of 
which have been in clinical cytogenetics; or (p)(2)(i) Hold an earned doctoral degree 
in a biological science, including biochemistry, or clinical laboratory science from an 
accredited institution; and (p)(2)(ii) Have 4 years of training or experience, or both, in 
genetics, 2 of which have been in clinical cytogenetics. (q) If the requirements of 
paragraph (b) of this section are not met and the laboratory performs tests in the 
specialty of immunohematology, the individual functioning as the technical supervisor 
must-- (q)(1)(i) Be a doctor of medicine or a doctor of osteopathy licensed to practice 
medicine or osteopathy in the State in which the laboratory is located; and (q)(1)(ii) 
Be certified in clinical pathology by the American Board of Pathology or the 
American Osteopathic Board of Pathology or possess qualifications that are 
equivalent to those required for such certification; or (q)(2)(i) Be a doctor of 
medicine, doctor of osteopathy, or doctor of podiatric medicine licensed to practice 
medicine, osteopathy, or podiatry in the State in which the laboratory is located; and 
(q)(2)(ii) Have at least one year of laboratory training or experience, or both, in high 
complexity testing for the specialty of immunohematology. Note: The technical 
supervisor requirements for "laboratory training or experience, or both'' in each 
specialty or subspecialty may be acquired concurrently in more than one of the 
specialties or subspecialties of service. For example, an individual, who has a doctoral 
degree in chemistry and additionally has documentation of 1 year of laboratory 
experience working concurrently in high complexity testing in the specialties of 
microbiology and chemistry and 6 months of that work experience included high 
complexity testing in bacteriology, mycology, and mycobacteriology, would qualify 
as the technical supervisor for the specialty of chemistry and the subspecialties of 
bacteriology, mycology, and mycobacteriology.

This STANDARD is not met as evidenced by:
Based on a review of the State of Nevada Division of Public and Behavioral Health 
records and a telephone interview with the technical supervisor, the technical 
supervisor failed complete the application to obtain certification as a General 
Supervisor with a Specialty in Microbiology. Findings include: 1. A review of the 
State of Nevada Division of Public and Behavioral Health records revealed that the 



technical supervisor began the application process for certification as a General 
Supervisor with a Specialty in Microbiology on July 13, 2021. The review revealed 
that the technical supervisor was contacted by the Division on September 21, 2021 
and on February 2, 2022 to request that the additional documents required to complete 
the application be submitted. There is no record that the documents were ever 
received by the Division. 2. The findings were confirmed during a telephone interview 
with the technical supervisor on March 22, 2023 at approximately 11:30 AM. The 
laboratory performs approximately 20,000 microbiology tests annually.


