
Department of Health & Human Services Form Approved
Centers for Medicare & Medicaid Services OMB No. 0938-0391

33D2013670
09/14/2018

Western New York Immediate Medical Care Llc 6375 Transit Road Suite 2000, Depew, NY

For information on the provider's plan to correct this deficiency, please contact the provider or the state survey agency.

(X4) ID Prefix 
Tag

Summary Statement of Deficiencies

D5437 CALIBRATION AND CALIBRATION VERIFICATION
CFR(s): 493.1255(a)

Unless otherwise specified in this subpart, for each applicable test system the 
laboratory must perform and document calibration procedures-- (1) Following the 
manufacturer's test system instructions, using calibration materials provided or 
specified, and with at least the frequency recommended by the manufacturer; (2) 
Using the criteria verified or established by the laboratory as specified in 493.1253(b)
(3)-- (2)(i) Using calibration materials appropriate for the test system and, if possible, 
traceable to a reference method or reference material of known value; and (2)(ii) 
Including the number, type, and concentration of calibration materials, as well as 
acceptable limits for and the frequency of calibration; and (3) Whenever calibration 
verification fails to meet the laboratory's acceptable limits for calibration verification. 

This STANDARD is not met as evidenced by:
Based on a surveyor's review of hematology calibration records and interview with 
the general supervisor, the laboratory failed to perform a calibration of the 
hematology analyzer at the frequencies required by the laboratory's calibration 
protocol and by the manufacturer of the Beckman Coulter analyzer. FINDINGS: 1. 
The general supervisor confirmed, on September 14, 2018 at approximately 10:30 
AM, the surveyor's findings that the Coulter AcT Diff was not calibrated at the six 
month requirement in 3/2018. 2. The last available calibration records for review was 9
/11/2017. The hematology analyzer was therefore out of calibration from 3/11/2018 
through survey date. 3. Approximately 254 patient specimens were tested and 
reported for hematology during the above time period when analyzer was out of 
calibration.
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