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Summary Statement of Deficiencies

D0000 The recertification survey was performed 11/28/18 - 11/29/18. The laboratory was 
found out of compliance with the following CLIA regulation: 493.1447: D6108: 
Technical Supervisor The findings of the survey were reviewed at the conclusion of 
the survey in an exit conference with the laboratory manager, regional laboratories 
director, testing person #3, testing person #7, testing person #10, and via conference 
call with the technical consultant, vice president of laboratories, hospital 
administrator, and the laboratory director.

D5211 EVALUATION OF PROFICIENCY TESTING PERFORMANCE
CFR(s): 493.1236(a)

The laboratory must review and evaluate the results obtained on proficiency testing 
performed as specified in subpart H of this part.

This STANDARD is not met as evidenced by:
Based on a review of records and interview with the laboratory manager and the 
regional laboratories director, the laboratory failed to thoroughly review and evaluate 
proficiency testing results. Findings include: (1) On the first day of the survey, the 
surveyor reviewed the 2017 and 2018 proficiency testing records and identified the 
following biases (the biases were identified using the SDI (Standard Deviation Index) 
values assigned by the proficiency testing program): (a) Third 2017 Chemistry Event 
(i) Troponin I: 5 of 5 results exhibited a Negative bias (aa) CM-11: SDI -2.7 (bb) CM-
12: SDI -2.1 (cc) CM-13: SDI -2.2 (dd) CM-14: SDI -2.4 (ee) CM-15: SDI -1.4 (2) 
There was no documentation found in the records the biases were identified or 
evaluated to determine if a systematic failure had occurred, and if corrective action (e.
g., review quality control record, maintenance records, calibration, etc.) was required; 
(3) The surveyor reviewed the findings with the laboratory manager and the regional 
laboratories director who stated to the surveyor the biases had not been identified, or 
evaluated, and corrective action had not been taken.
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D5401 PROCEDURE MANUAL
CFR(s): 493.1251(a)

A written procedures manual for all tests, assays, and examinations performed by the 
laboratory must be available to, and followed by, laboratory personnel. Textbooks 
may supplement but not replace the laboratory's written procedures for testing or 
examining specimens.

This STANDARD is not met as evidenced by:
Based on a review of records, written policy, and interview with the laboratory 
manager and the regional laboratories director, the laboratory failed to follow its 
policy for performing manual WBC differentials. Findings include: (1) On the first 
day of the survey, the laboratory manager stated to the surveyor, the laboratory used 
the Sysmex XS-1000i analyzer to perform CBC (Complete Blood Count) (WBC-
White Blood Count), RBC (Red Blood Count), Hemoglobin, etc.) testing. In addition, 
the laboratory manager stated to the surveyor the laboratory performed a manual 
WBC differential on CBC's which met the laboratory's criteria; (2) On the second day 
of the survey, the surveyor reviewed the laboratory's written CBC policy, which 
required a 200-cell differential be performed on patient CBC's with a WBC count 
greater than 30,000; (3) The surveyor then reviewed patient CBC analyzer printouts 
from May 2017 and August 2018. The surveyor identified 1 patient (Patient #1) 
during the review period with a WBC of greater than 30,000 on 3 days and a 200-cell 
differential was not performed. The findings follow: (a) 08/09/18 at 01:52 PM: The 
total WBC: 129,340. A 100-cell differential had been performed (b) 08/16/18 at 02:16 
PM: The total WBC: 141,370. A 100-cell differential had been performed (c) 08/27
/18 at 10:00 AM: The total WBC: 126,460. A 100-cell differential had been 
performed (4) The surveyor reviewed the findings with the laboratory manager and 
the regional laboratories director, who stated to the surveyor the laboratory failed to 
follow its policy for performing a 200-cell manual differential on patients with a 
WBC of greater than 30,000.

D5413 TEST SYSTEMS, EQUIPMENT, INSTRUMENTS, REAGENT
CFR(s): 493.1252(b)

The laboratory must define criteria for those conditions that are essential for proper 
storage of reagents and specimens, accurate and reliable test system operation, and 
test result reporting. The criteria must be consistent with the manufacturer's 
instructions, if provided. These conditions must be monitored and documented and, if 
applicable, include the following: (1) Water quality. (2) Temperature. (3) Humidity. 
(4) Protection of equipment and instruments from fluctuations and interruptions in 
electrical current that adversely affect patient test results and test reports.

This STANDARD is not met as evidenced by:
Based on a review of records, manufacturer's instructions, and interview with the 
laboratory manager and the regional laboratories director, the laboratory failed to 
ensure the manufacturer's environmental specifications were met. Findings include: 
(1) On the first day of the survey, the laboratory manager and the regional laboratories 
director, stated to the surveyor the laboratory performed CBC (Complete Blood 
Count) testing (e.g. WBC (White Blood Count), RBC (Red Blood Count), Hematocrit, 
Hemoglobin, Platelet count, etc.) using the Sysmex XS-1000i hematology analyzer; 
(2) On the second day of the survey, the surveyor reviewed the manufacturer's 



environmental requirement. The manufacturer required a humidity between 30 and 
85% for optimal performance. The surveyor reviewed the laboratory humidity
/temperature records from 6 months (June and December 2017; and January, 
February, August, and October 2018) and identified on 43 of the 183 days reviewed, 
the manufacturer's humidity requirement had not been met: (a) December 2017: On 
20 of 31 days, the humidity was lower than 30%: (i) 20%: Day 16 (ii) 21%: Days 
27,29 (iii) 22%: Days 6,7,11,14,15,17,31 (iv) 24%: Day 10 (v) 25%: Days 13,23,28 
(vi) 26%: Days 12,18,24,30 (vii) 27%: Day 5 (viii) 29%: Day 26 (b) January 2018: On 
18 of 31 days, the humidity was lower than 30%: (i) 21%: Days 1,2,4,7 (ii) 22%: Days 
3,5,12,16,17,18,19,29 (iii) 23%: Days 6,20 (iv) 25%: Days 14,21 (v) 27%: Days 8,15 
(c) February 2018: On 5 of 28 days, the humidity was lower than 30%: (i) 22%: Days 
6,12 (ii) 24%: Day 8 (iii) 27%: Day 13 (iv) 28%: Day 4 (3) The surveyor reviewed the 
findings with the laboratory manager and the regional laboratories director, who stated 
to the surveyor the laboratory failed to ensure the manufacturer's humidity 
requirement was met on the days listed above.

D6041 TECHNICAL CONSULTANT RESPONSIBILITIES
CFR(s): 493.1413(b)(3)

(b) The technical consultant is responsible for-- (b)(3) Enrollment and participation in 
an HHS approved proficiency testing program commensurate with the services 
offered;

This STANDARD is not met as evidenced by:
Based on a review of records and interview with the laboratory manager and the 
regional laboratories director, the technical consultant failed to ensure the laboratory 
enrolled and participated in a proficiency testing program commensurate with the 
services offered. Findings include: (1) On the first day of the survey, the laboratory 
manager and the regional laboratories director stated to the surveyor, the laboratory 
replaced the ACL 1000 coagulation analyzer with the Stago STA Satellite coagulation 
analyzer on 08/30/17 to perform PT/INR (Prothrombin Time/International 
Normalized Ratio) and PTT (Partial Tribulation Time) testing; (2) The surveyor 
reviewed PT/INR and PTT proficiency testing records for the 3 events performed after 
the Stago STA Satellite was put into use - Third 2017 Event, First 2018 Event, and 
Second 2018 Event. For 1 of the 3 events (Third 2017 Event, performed on 12/15/17), 
the laboratory had not updated the proficiency testing methodology from the previous 
analyzer to the new Stago STA Satellite analyzer for PT/INR and PTT testing. The 
surveyor determined from the records the laboratory failed to enroll and participate in 
a proficiency testing event commensurate with the services offered; (3) The surveyor 
reviewed the findings with the laboratory manager and the regional laboratories 
director, who stated to the surveyor the laboratory failed to update the methodology 
for PT/INR and PTT proficiency testing for the proficiency testing event listed above.

D6108 LABORATORY TECHNICAL SUPERVISOR
CFR(s): 493.1447

The laboratory must have a technical supervisor who meets the qualification 
requirements of 493.1449 of this subpart and provides technical supervision in 
accordance with 493.1451 of this subpart. 

This CONDITION is not met as evidenced by:



Based on a review of records, interview with the laboratory manager and the regional 
laboratories director, the technical supervisor failed to provide technical supervision 
in accordance witih 493.1451 of this subpart . Findings include: (1) The laboratory 
failed to ensure an individual who performed the duties and responsibilities of a 
technical supervisor met the required educational qualifications. Refer to D6111.

D6111 TECHNICAL SUPERVISOR QUALIFICATIONS
CFR(s): 493.1449

(a) The technical supervisor must possess a current license issued by the State in 
which the laboratory is located, if such licensing is required; and (b) The laboratory 
may perform anatomic and clinical laboratory procedures and tests in all specialties 
and subspecialties of services except histocompatibility and clinical cytogenetics 
services provided the individual functioning as the technical supervisor-- (b)(1) Is a 
doctor of medicine or doctor of osteopathy licensed to practice medicine or osteopathy 
in the State in which the laboratory is located; and (b)(2) Is certified in both anatomic 
and clinical pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or Possesses qualifications that are equivalent to 
those required for such certification. (c) If the requirements of paragraph (b) of this 
section are not met and the laboratory performs tests in the subspecialty of 
bacteriology, the individual functioning as the technical supervisor must-- (c)(1)(i) Be 
a doctor of medicine or doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located; and (c)(1)(ii) Be certified in 
clinical pathology by the American Board of Pathology or the American Osteopathic 
Board of Pathology or possess qualifications that are equivalent to those required for 
such certification; or (c)(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor 
of podiatric medicine licensed to practice medicine, osteopathy, or podiatry in the 
State in which the laboratory is located; and (c)(2)(ii) Have at least one year of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of bacteriology; or (c)(3)(i) Have an earned doctoral 
degree in a chemical, physical, biological or clinical laboratory science from an 
accredited institution; and (c)(3)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of bacteriology; or (c)(4)(i) Have earned a master's degree in a chemical, 
physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (c)(4)(ii) Have at least 2 years of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of bacteriology; or (c)(5)(i) Have earned a bachelor's degree in a 
chemical, physical, or biological science or medical technology from an accredited 
institution; and (c)(5)(ii) Have at least 4 years of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
bacteriology. (d) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the subspecialty of mycobacteriology, the individual 
functioning as the technical supervisor must-- (d)(1)(i) Be a doctor of medicine or 
doctor of osteopathy licensed to practice medicine or osteopathy in the State in which 
the laboratory is located; and (d)(1)(ii) Be certified in clinical pathology by the 
American Board of Pathology or the American Osteopathic Board of Pathology or 
possess qualifications that are equivalent to those required for such certification; or (d)
(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor or podiatric medicine 



licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (d)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of mycobacteriology; or (d)(3)(i) Have an earned doctoral degree in a 
chemical, physical, biological or clinical laboratory science from an accredited 
institution; and (d)(3)(ii) Have at least 1 year of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
mycobacteriology; or (d)(4)(i) Have earned a master's degree in a chemical, physical, 
biological or clinical laboratory science or medical technology from an accredited 
institution; and (d)(4)(ii) Have at least 2 years of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
mycobacteriology; or (d)(5)(i) Have earned a bachelor's degree in a chemical, 
physical or biological science or medical technology from an accredited institution; 
and (d)(5)(ii) Have at least 4 years of laboratory training or experience, or both, in 
high complexity testing within the specialty of microbiology with a minimum of 6 
months experience in high complexity testing within the subspecialty of 
mycobacteriology. (e) If the requirements of paragraph (b) of this section are not met 
and the laboratory performs tests in the subspecialty of mycology, the individual 
functioning as the technical supervisor must-- (e)(1)(i) Be a doctor of medicine or 
doctor of osteopathy licensed to practice medicine or osteopathy in the State in which 
the laboratory is located; and (e)(1)(ii) Be certified in clinical pathology by the 
American Board of Pathology or the American Osteopathic Board of Pathology or 
possess qualifications that are equivalent to those required for such certification; or (e)
(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine 
licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (e)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of mycology; or (e)(3)(i) Have an earned doctoral degree in a chemical, 
physical, biological or clinical laboratory science from an accredited institution; and 
(e)(3)(ii) Have at least 1 year of laboratory training or experience, or both in high 
complexity testing within the specialty of microbiology with a minimum of 6 months 
experience in high complexity testing within the subspecialty of mycology; or (e)(4)
(i) Have earned a master's degree in a chemical, physical, biological or clinical 
laboratory science or medical technology from an accredited institution; and (e)(4)(ii) 
Have at least 2 years of laboratory training or experience, or both, in high complexity 
testing within the specialty of microbiology with a minimum of 6 months experience 
in high complexity testing within the subspecialty of mycology; or (e)(5)(i) Have 
earned a bachelor's degree in a chemical, physical or biological science or medical 
technology from an accredited institution; and (e)(5)(ii) Have at least 4 years of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of mycology. (f) If the requirements of paragraph (b) of 
this section are not met and the laboratory performs tests in the subspecialty of 
parasitology, the individual functioning as the technical supervisor must-- (f)(1)(i) Be 
a doctor of medicine or a doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located; and (f)(1)(ii) Be certified in 
clinical pathology by the American Board of Pathology or the American Osteopathic 
Board of Pathology or possess qualifications that are equivalent to those required for 
such certification; or (f)(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor 



of podiatric medicine licensed to practice medicine, osteopathy, or podiatry in the 
State in which the laboratory is located; and (f)(2)(ii) Have at least one year of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of parasitology; (f)(3)(i) Have an earned doctoral 
degree in a chemical, physical, biological or clinical laboratory science from an 
accredited institution; and (f)(3)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of parasitology; or (f)(4)(i) Have earned a master's degree in a chemical, 
physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (f)(4)(ii) Have at least 2 years of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of parasitology; or (f)(5)(i) Have earned a bachelor's degree in a 
chemical, physical or biological science or medical technology from an accredited 
institution; and (f)(5)(ii) Have at least 4 years of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
parasitology. (g) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the subspecialty of virology, the individual 
functioning as the technical supervisor must-- (g)(1)(i) Be a doctor of medicine or 
doctor of osteopathy licensed to practice medicine or osteopathy in the State in which 
the laboratory is located; and (g)(1)(ii) Be certified in clinical pathology by the 
American Board of Pathology or the American Osteopathic Board of Pathology or 
possess qualifications that are equivalent to those required for such certification; or (g)
(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine 
licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (g)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of virology; or (g)(3)(i) Have an earned doctoral degree in a chemical, 
physical, biological or clinical laboratory science from an accredited institution; and 
(g)(3)(ii) Have at least 1 year of laboratory training or experience, or both, in high 
complexity testing within the specialty of microbiology with a minimum of 6 months 
experience in high complexity testing within the subspecialty of virology; or (g)(4)(i) 
Have earned a master's degree in a chemical, physical, biological or clinical 
laboratory science or medical technology from an accredited institution; and (g)(4)(ii) 
Have at least 2 years of laboratory training or experience, or both, in high complexity 
testing within the specialty of microbiology with a minimum of 6 months experience 
in high complexity testing within the subspecialty of virology; or (g)(5)(i) Have 
earned a bachelor's degree in a chemical, physical or biological science or medical 
technology from an accredited institution; and (g)(5)(ii) Have at least 4 years of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of virology. (h) If the requirements of paragraph (b) of 
this section are not met and the laboratory performs tests in the specialty of diagnostic 
immunology, the individual functioning as the technical supervisor must- (h)(1)(i) Be 
a doctor of medicine or a doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located; and (h)(1)(ii) Be certified in 
clinical pathology by the American Board of Pathology or the American Osteopathic 
Board of Pathology or possess qualifications that are equivalent to those required for 
such certification; or (h)(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor 



of podiatric medicine licensed to practice medicine, osteopathy, or podiatry in the 
State in which the laboratory is located; and (h)(2)(ii) Have at least 1 year of 
laboratory training or experience, or both, in high complexity testing for the specialty 
of diagnostic immunology; or (h)(3)(i) Have an earned doctoral degree in a chemical, 
physical, biological or clinical laboratory science from an accredited institution; and 
(h)(3)(ii) Have at least 1 year of laboratory training or experience, or both, in high 
complexity testing within the specialty of diagnostic immunology; or (h)(4)(i) Have 
earned a master's degree in a chemical, physical, biological or clinical laboratory 
science or medical technology from an accredited institution; and (h)(4)(ii) Have at 
least 2 years of laboratory training or experience, or both, in high complexity testing 
for the specialty of diagnostic immunology; or (h)(5)(i) Have earned a bachelor's 
degree in a chemical, physical or biological science or medical technology from an 
accredited institution; and (h)(5)(ii) Have at least 4 years of laboratory training or 
experience, or both, in high complexity testing for the specialty of diagnostic 
immunology. (i) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the specialty of chemistry, the individual functioning 
as the technical supervisor must-- (i)(1)(i) Be a doctor of medicine or doctor of 
osteopathy licensed to practice medicine or osteopathy in the State in which the 
laboratory is located; and (i)(1)(ii) Be certified in clinical pathology by the American 
Board of Pathology or the American Osteopathic Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (i)(2)(i) Be 
a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine licensed to 
practice medicine, osteopathy, or podiatry in the State in which the laboratory is 
located; and (i)(2)(ii) Have at least 1 year of laboratory training or experience, or both, 
in high complexity testing for the specialty of chemistry; or (i)(3)(i) Have an earned 
doctoral degree in a chemical, physical, biological or clinical laboratory science from 
an accredited institution; and (i)(3)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of chemistry; or (i)
(4)(i) Have earned a master's degree in a chemical, physical, biological or clinical 
laboratory science or medical technology from an accredited institution; and (i)(4)(ii) 
Have at least 2 years of laboratory training or experience, or both, in high complexity 
testing for the specialty of chemistry; or (i)(5)(i) Have earned a bachelor's degree in a 
chemical, physical or biological science or medical technology from an accredited 
institution; and (i)(5)(ii) Have at least 4 years of laboratory training or experience, or 
both, in high complexity testing for the specialty of chemistry. (j) If the requirements 
of paragraph (b) of this section are not met and the laboratory performs tests in the 
specialty of hematology, the individual functioning as the technical supervisor must-- 
(j)(1)(i) Be a doctor of medicine or a doctor of osteopathy licensed to practice 
medicine or osteopathy in the State in which the laboratory is located; and (j)(1)(ii) Be 
certified in clinical pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or possess qualifications that are equivalent to those 
required for such certification; or (j)(2)(i) Be a doctor of medicine, doctor of 
osteopathy, or doctor of podiatric medicine licensed to practice medicine, osteopathy, 
or podiatry in the State in which the laboratory is located; and (j)(2)(ii) Have at least 
one year of laboratory training or experience, or both, in high complexity testing for 
the specialty of hematology (for example, physicians certified either in hematology or 
hematology and medical oncology by the American Board of Internal Medicine); or (j)
(3)(i) Have an earned doctoral degree in a chemical, physical, biological or clinical 
laboratory science from an accredited institution; and (j)(3)(ii) Have at least 1 year of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of hematology; or (j)(4)(i) Have earned a master's degree in a chemical, 
physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (j)(4)(ii) Have at least 2 years of laboratory training or 



experience, or both, in high complexity testing for the specialty of hematology; or (j)
(5)(i) Have earned a bachelor's degree in a chemical, physical or biological science or 
medical technology from an accredited institution; and (j)(5)(ii) Have at least 4 years 
of laboratory training or experience, or both, in high complexity testing for the 
specialty of hematology. (k)(1) If the requirements of paragraph (b) of this section are 
not met and the laboratory performs tests in the subspecialty of cytology, the 
individual functioning as the technical supervisor must-- (k)(1)(i) Be a doctor of 
medicine or a doctor of osteopathy licensed to practice medicine or osteopathy in the 
State in which the laboratory is located; and (k)(1)(ii) Meet one of the following 
requirements-- (k)(1)(ii)(A) Be certified in anatomic pathology by the American 
Board of Pathology or the American Osteopathic Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (k)(1)(ii)
(B) Be certified by the American Society of Cytology to practice cytopathology or 
possess qualifications that are equivalent to those required for such certification; (l) If 
the requirements of paragraph (b) of this section are not met and the laboratory 
performs tests in the subspecialty of histopathology, the individual functioning as the 
technical supervisor must-- (l)(1) Meet one of the following requirements: (l)(1)(i)(A) 
Be a doctor of medicine or a doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located; and (l)(1)(i)(B) Be certified 
in anatomic pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or possess qualifications that are equivalent to those 
required for such certification; (l)(1)(ii) An individual qualified under 493.1449(b) or 
paragraph (l)(1) of this section may delegate to an individual who is a resident in a 
training program leading to certification specified in paragraph (b) or (l)(1)(i)(B) of 
this section, the responsibility for examination and interpretation of histopathology 
specimens. (l)(2) For tests in dermatopathology, meet one of the following 
requirements: (l)(2)(i)(A) Be a doctor of medicine or doctor of osteopathy licensed to 
practice medicine or osteopathy in the State in which the laboratory is located and-- (l)
(2)(i)(B) Meet one of the following requirements: (l)(2)(i)(B)(1) Be certified in 
anatomic pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or possess qualifications that are equivalent to those 
required for such certification; or (l)(2)(i)(B)(2) Be certified in dermatopathology by 
the American Board of Dermatology and the American Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (l)(2)(i)(B)
(3) Be certified in dermatology by the American Board of Dermatology or possess 
qualifications that are equivalent to those required for such certification; or (l)(2)(ii) 
An individual qualified under 493.1449(b) or paragraph (l)(2)(i) of this section may 
delegate to an individual who is a resident in a training program leading to 
certification specified in paragraphs (b) or (l)(2)(i)(B) of this section, the 
responsibility for examination and interpretation of dermatopathology specimens. (l)
(3) For tests in ophthalmic pathology, meet one of the following requirements: (l)(3)(i)
(A) Be a doctor of medicine or doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located and-- (l)(3)(i)(B) Must meet 
one of the following requirements: (l)(3)(i)(B)(1) Be certified in anatomic pathology 
by the American Board of Pathology or the American Osteopathic Board of Pathology 
or possess qualifications that are equivalent to those required for such certification; or 
(l)(3)(i)(B)(2) Be certified by the American Board of Ophthalmology or possess 
qualifications that are equivalent to those required for such certification and have 
successfully completed at least 1 year of formal post-residency fellowship training in 
ophthalmic pathology; or (l)(3)(ii) An individual qualified under 493.1449(b) or 
paragraph (1)(3)(i) of this section may delegate to an individual who is a resident in a 
training program leading to certification specified in paragraphs (b) or (1)(3)(i)(B) of 
this section, the responsibility for examination and interpretation of ophthalmic 



specimens; or (m) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the subspecialty of oral pathology, the individual 
functioning as the technical supervisor must meet one of the following requirements: 
(m)(1)(i) Be a doctor of medicine or a doctor of osteopathy licensed to practice 
medicine or osteopathy in the State in which the laboratory is located and-- (m)(1)(ii) 
Be certified in anatomic pathology by the American Board of Pathology or the 
American Osteopathic Board of Pathology or possess qualifications that are 
equivalent to those required for such certification; or (m)(2) Be certified in oral 
pathology by the American Board of Oral Pathology or possess qualifications for such 
certification; or (m)(3) An individual qualified under 493.1449(b) or paragraph (m)(1) 
or (2) of this section may delegate to an individual who is a resident in a training 
program leading to certification specified in paragraphs (b) or (m)(1) or (2) of this 
section, the responsibility for examination and interpretation of oral pathology 
specimens. (n) If the requirements of paragraph (b) of this section are not met and the 
laboratory performs tests in the specialty of radiobioassay, the individual functioning 
as the technical supervisor must-- (n)(1)(i) Be a doctor of medicine or a doctor of 
osteopathy licensed to practice medicine or osteopathy in the State in which the 
laboratory is located; and (n)(1)(ii) Be certified in clinical pathology by the American 
Board of Pathology or the American Osteopathic Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (n)(2)(i) 
Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine 
licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (n)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing for the specialty of radiobioassay; or 
(n)(3)(i) Have an earned doctoral degree in a chemical, physical, biological or clinical 
laboratory science from an accredited institution; and (n)(3)(ii) Have at least 1 year of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of radiobioassay; or (n)(4)(i) Have earned a master's degree in a chemical, 
physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (n)(4)(ii) Have at least 2 years of laboratory training or 
experience, or both, in high complexity testing for the specialty of radiobioassay; or 
(n)(5)(i) Have earned a bachelor's degree in a chemical, physical or biological science 
or medical technology from an accredited institution; and (n)(5)(ii) Have at least 4 
years of laboratory training or experience, or both, in high complexity testing for the 
specialty of radiobioassay. (o) If the laboratory performs tests in the specialty of 
histocompatibility, the individual functioning as the technical supervisor must either-- 
(o)(1)(i) Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric 
medicine licensed to practice medicine, osteopathy, or podiatry in the State in which 
the laboratory is located; and (o)(1)(ii) Have training or experience that meets one of 
the following requirements: (o)(1)(ii)(A) Have 4 years of laboratory training or 
experience, or both, within the specialty of histocompatibility; or (o)(1)(ii)(B)(1) Have 
2 years of laboratory training or experience, or both, in the specialty of general 
immunology; and (o)(1)(ii)(B)(2) Have 2 years of laboratory training or experience, or 
both, in the specialty of histocompatibility; or (o)(2)(i) Have an earned doctoral 
degree in a biological or clinical laboratory science from an accredited institution; and 
(o)(2)(ii) Have training or experience that meets one of the following requirements: (o)
(2)(ii)(A) Have 4 years of laboratory training or experience, or both, within the 
specialty of histocompatibility; or (o)(2)(ii)(B)(1) Have 2 years of laboratory training 
or experience, or both, in the specialty of general immunology; and (o)(2)(ii)(B)(2) 
Have 2 years of laboratory training or experience, or both, in the specialty of 
histocompatibility. (p) If the laboratory performs tests in the specialty of clinical 
cytogenetics, the individual functioning as the technical supervisor must-- (p)(1)(i) Be 
a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine licensed to 



practice medicine, osteopathy, or podiatry in the State in which the laboratory is 
located; and (p)(1)(ii) Have 4 years of training or experience, or both, in genetics, 2 of 
which have been in clinical cytogenetics; or (p)(2)(i) Hold an earned doctoral degree 
in a biological science, including biochemistry, or clinical laboratory science from an 
accredited institution; and (p)(2)(ii) Have 4 years of training or experience, or both, in 
genetics, 2 of which have been in clinical cytogenetics. (q) If the requirements of 
paragraph (b) of this section are not met and the laboratory performs tests in the 
specialty of immunohematology, the individual functioning as the technical supervisor 
must-- (q)(1)(i) Be a doctor of medicine or a doctor of osteopathy licensed to practice 
medicine or osteopathy in the State in which the laboratory is located; and (q)(1)(ii) 
Be certified in clinical pathology by the American Board of Pathology or the 
American Osteopathic Board of Pathology or possess qualifications that are 
equivalent to those required for such certification; or (q)(2)(i) Be a doctor of 
medicine, doctor of osteopathy, or doctor of podiatric medicine licensed to practice 
medicine, osteopathy, or podiatry in the State in which the laboratory is located; and 
(q)(2)(ii) Have at least one year of laboratory training or experience, or both, in high 
complexity testing for the specialty of immunohematology. Note: The technical 
supervisor requirements for "laboratory training or experience, or both'' in each 
specialty or subspecialty may be acquired concurrently in more than one of the 
specialties or subspecialties of service. For example, an individual, who has a doctoral 
degree in chemistry and additionally has documentation of 1 year of laboratory 
experience working concurrently in high complexity testing in the specialties of 
microbiology and chemistry and 6 months of that work experience included high 
complexity testing in bacteriology, mycology, and mycobacteriology, would qualify 
as the technical supervisor for the specialty of chemistry and the subspecialties of 
bacteriology, mycology, and mycobacteriology.

This STANDARD is not met as evidenced by:
Based on a review of records and interview with the laboratory manager and the 
regional laboratories director, the technical supervisor failed to ensure an individual 
who performed the duties and responsibilities of the technical supervisor, met the 
qualifications as required at 493.1449 of this subpart. Findings include: (1) On the 
first day of the survey, the surveyor reviewed the Laboratory Personnel Report (Form 
CMS-209), completed by the laboratory prior to the survey. The form listed the same 
individual as the laboratory director and the technical supervisor; (2) The surveyor 
then reviewed Immunohematology proficiency testing records for the First, Second, 
and Third 2017 Events; and the First and Second 2018 Events. The documentation 
verified the attestation statements for 2 of the 5 events had been signed by the 
technical consultant instead of the laboratory director/technical supervisor. (The 
technical consultant obtained a Bachelor of Science degree in Medical Technology); 
(3) The surveyor reviewed the findings with the laboratory manager and the regional 
laboratories director, who stated to the surveyor the attestation statements for the 2 
Immunohematology events listed above, had been signed by an individual who did 
not meet the educational qualifications of a technical supervisor.


