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Summary Statement of Deficiencies

A routine recertification survey was conducted by the Pennsylvania State Agency for
Warren General Hospital on 07/15/2026. The laboratory was found out of compliance
with the following conditions: 493.1250 Condition: Analytic systems. 493.1447
Condition: Laboratories performing high complexity testing; technical supervisor.

ANALYTIC SYSTEMS
CFR(S): 493.1250

Each laboratory that performs nonwaived testing must meet the applicable analytic
systems requirements in 493.1251 through 493.1283, unless HHS approves a
procedure, specified in Appendix C of the State Operations Manual (CMS Pub.7), that
provides equivalent quality testing. The laboratory must monitor and evaluate the
overall quality of the analytic systems and correct identified problems as specified in
493.1289 for each specialty and subspecialty of testing performed.

This CONDITION is not met as evidenced by:

Based on record review, lack of documentation, and interview with the Laboratory
Supervisor (LS), the laboratory failed to meet applicable analytic systems
requirementsin 493.1251 through 493.1283 for 2 of 2 years from 10/10/2024 to 07/15
/2026. Refer to D5403, D5791

PROCEDURE MANUAL
CFR(S): 493.1251(b)

(b) The procedure manual must include the following when applicable to the test
procedure: (b)(1) Requirements for patient preparation; specimen collection, labeling,
storage, preservation, transportation, processing, and referral; and criteriafor
specimen acceptability and rejection as described in 493.1242. (b)(2) Microscopic
examination, including the detection of inadequately prepared slides. (b)(3) Step-by-
step performance of the procedure, including test calculations and interpretation of



D5791

D6108

results. (b)(4) Preparation of slides, solutions, calibrators, controls, reagents, stains,
and other materials used in testing. (b)(5) Calibration and calibration verification
procedures. (b)(6) The reportable range for test results for the test system as
established or verified in 493.1253. (b)(7) Control procedures. (b)(8) Corrective
action to take when calibration or control results fail to meet the laboratory's criteria
for acceptability. (b)(9) Limitations in the test methodol ogy, including interfering
substances. (b)(10) Reference intervals (normal values). (b)(11) Imminently life-
threatening test results, or panic or alert values. (b)(12) Pertinent literature references.
(b)(13) The laboratory's system for entering results in the patient record and reporting
patient results including, when appropriate, the protocol for reporting imminently life
threatening results, or panic, or aert values. (b)(14) Description of the course of
action to take if atest system becomes inoperable.

This STANDARD is not met as evidenced by:

Based on review of the laboratory procedure manual, and interview with the Quality
Manager (QM), the the laboratory failed to ensure a complete Laboratory Information
systems (L1S) procedure was available to all personnel for 2 of 2 years from 10/10
/2024 to the date of survey. Findingsinclude: 1. On the day of survey, 07/14/2026 at 1:
15 pm, the laboratory could not provide a policy that included the following when
downtime for the LIS occurred for 2 of 2 years from 10/10/2024 to 07/15/2026: - Who
to notify if the LIS goes down or an error occurs. - How results will be reported when
LIS is not working. 2. The QM confirmed the above findings on 07/14/2026 at 1:15
am. ** Repeat Deficiency**

ANALYTIC SYSTEMS QUALITY ASSESSMENT
CFR(9): 493.1289(a)(c)

(&) The laboratory must establish and follow written policies and procedures for an
ongoing mechanism to monitor, assess, and when indicated, correct problems
identified in the analytic systems specified in 493.1251 through 493.1283.

This STANDARD is not met as evidenced by:

Based on review of the laboratory's Microbiology QC log, maintenance records and
interview with the Laboratory Supervisor (LS), the Technical Supervisor, (TS) failed
to perform and document the review of 2 of 2 quality control (QC) logs and 2 of 2
mai ntenance records from October 2025 to June 2026. Findingsinclude: 1. The
laboratory's Quality control policy stated:" 1V. Delegation of Responsibility B.
Department Team Leader iv. Reviews al QC data monhtly to assess evidence of
treanding or bias" 2. On the day of survey, 07/14/2026 areview of the laboratory's QC
logs, revealed the TS failed to review 2 of 2 QC logs for the following: - Manual
Microbiology Test - 2025 (November) and 2026 (January, March, May, June) - Gram
Stain Weekly Review 2025 (October, November, December) and 2026 (January,
February, March, April, May, June) 3. Further review of the |aboratory's maintenance
records revealed the TS failed to review logs for the following instruments.: -
BacTalert - 2025 (November, December) and 2026 (January, February, March, April
May) - Cepheid - 2025 (November, December) and 2026 (January, February, March,
April, May) 4. The laboratory performed 24388 microbiology testsin 2025 (CMS
116, estimated annual volume dated 06/19/2026). 5. The LS confirmed the above
findings on 07/14/2026 at 9:30 am. *** Repeat Deficiency ***

LABORATORY TECHNICAL SUPERVISOR



D6111

CFR(S): 493.1447

The laboratory must have atechnical supervisor who meets the qualification
requirements of 493.1449 of this subpart and provides technical supervisionin
accordance with 493.1451 of this subpart.

This CONDITION is not met as evidenced by:

Based on record review and interview with the Laboratory Supervisor (LS), the
Technical Supervisor (TS) failed to provide overall management and direction of the
laboratory in accordance with 493.1449 for 2 of 2 years from 10/10/2025 to 7/15
12026. Refer to D6111

TECHNICAL SUPERVISOR QUALIFICATIONS
CFR(s): 493.1449

(a) The technical supervisor must possess a current license issued by the State in
which the laboratory islocated, if such licensing is required; and (b) The laboratory
may perform anatomic and clinical laboratory procedures and testsin all specialties
and subspecialties of services except histocompatibility and clinical cytogenetics
services provided the individual functioning as the technical supervisor-- (b)(1) Isa
doctor of medicine or doctor of osteopathy licensed to practice medicine or osteopathy
in the State in which the laboratory is located; and (b)(2) Is certified in both anatomic
and clinical pathology by the American Board of Pathology or the American
Osteopathic Board of Pathology. (¢) Bacteriology, Mycobacteriology, Mycology,
Parasitology or Virology- If the requirements of paragraph (b) of this section are not
met and the laboratory performs tests in the subspecialty of bacteriology,
mycobacteriology, mycology, parasitology, or virology, the individual functioning as
the technical supervisor must- (c)(1)(i) Be adoctor of medicine or doctor of
osteopathy licensed to practice medicine or osteopathy in the State in which the
laboratory is located; and (c)(1)(ii) Be certified in clinical pathology by the American
Board of Pathology or the American Osteopathic Board of Pathology; or (c)(2)(i) Bea
doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine licensed to
practice medicine, osteopathy, or podiatry in the State in which the laboratory is
located; and (¢)(2)(ii) Have at least 1 year of |aboratory training or experience, or
both, in high complexity testing within the specialty of microbiology with a minimum
of 6 months of experience in high complexity testing within the applicable
microbiology subspecialty; or (¢)(3)(i)(A) Have an earned doctoral degreein a
chemical, biological, clinical or medical laboratory science, or medical technology
from an accredited ingtitution; or (¢)(3)(i)(B) Meet the requirementsin 493.1443(b)(3)
()(B); and(c)(4)(ii) Have at least 2 years of |aboratory training or experience, or both,
in high complexity testing within the specialty of microbiology with a minimum of 6
months experience in high complexity testing within the subspecialty of bacteriology;
or (¢)(3)(ii) Have at least 1 year of laboratory training or experience, or both, in high
complexity testing within the specialty of microbiology with a minimum of 6 months
of experience in high complexity testing within the applicable subspecialty; or (c)(4)(i)
(A) Have earned a master's degree in a chemical, biological, clinical or medical
laboratory science, or medical technology from an accredited institution; or (c)(4)(i)
(B)(1) Meet bachelor's degree equivalency; and (c)(4)(i)(B)(2) Have at least 16
semester hours of additional graduate level coursework in chemical, biological,
clinical or medical laboratory science, or medical technology; or (c)(4)(i)(C)(1) Mest
bachelor's degree equivalency; and (¢)(4)(i)(C)(2) Have at least 16 semester hoursin a
combination of graduate level coursework in biology, chemistry, medical technology,



or clinical or medical laboratory science coursework and an approved thesis or
research project related to laboratory testing for the diagnosis, prevention, or
treatment of any disease or impairment of, or the assessment of the health of, human
beings; and (c)(4)(ii) Have at least 2 years of laboratory training or experience, or
both, in high complexity testing within the specialty of microbiology with a minimum
of 6 months of experience in high complexity testing within the applicable
subspecialty; or (c)(5)(i)(A) Have earned a bachelor's degree in a chemical, biological,
clinical or medical laboratory science, or medical technology from an accredited
institution; or (c)(5)(i)(B) Have at least 120 semester hours, or equivaent, from an
accredited institution that, at a minimum, includes either- (¢)(5)(i)(B)(1) 48 semester
hours of medical laboratory technology courses; or (¢)(5)(i)(B)(2) 48 semester hours
of science courses that include- (¢)(5)(i)(B)(2)(i) 12 semester hours of chemistry,
which must include general chemistry and biochemistry or organic chemistry; (c)(5)(i)
(B)(2)(ii) 12 semester hours of biology, which must include genera biology and
molecular biology, cell biology or genetics; and (c)(5)(i)(B)(2)(iii) 24 semester hours
of chemistry, biology, or medical laboratory science or technology in any
combination; and (c)(5)(ii) Have at least 4 years of |aboratory training or experience,
or both, in high complexity testing within the specialty of microbiology with a
minimum of 6 months of experience in high complexity testing within the applicable
subspecialty. (d) Diagnostic Immunology, Chemistry, Hematology, Radiobioassay, or
Immunohematology - If the requirements of paragraph (b) of this section are not met
and the laboratory performs tests in the specialty of diagnostic immunology,
chemistry, hematol ogy, radiobioassay, or immunohematology, the individual
functioning as the technical supervisor must- (d)(1)(i) Be adoctor of medicine or a
doctor of osteopathy licensed to practice medicine or osteopathy in the State in which
the laboratory islocated; and (d)(1)(ii) Be certified in clinical pathology by the
American Board of Pathology or the American Osteopathic Board of Pathology; or (d)
(2)(i) Be adoctor of medicine, doctor of osteopathy, or doctor of podiatric medicine
licensed to practice medicine, osteopathy, or podiatry in the State in which the
laboratory islocated; and (d)(2)(ii) Have at least 1 year of laboratory training or
experience, or both, in high complexity testing for the applicable specialty; or (d)(3)(i)
(A) Have an earned doctoral degreein achemical, biological, clinical or medical
laboratory science, or medical technology from an accredited institution; or (d)(3)(i)
(B) Meet the education requirement at 493.1443(b)(3)(i)(B); and (d)(3)(ii) Have at
least 1 year of laboratory training or experience, or both, in high complexity testing
within the applicable specialty; or (d)(4)(i)(A) Have earned a master's degreein a
chemical, biological, clinical or medical laboratory science, or medical technology
from an accredited ingtitution; or (d)(4)(i)(B) Meet the education requirement at
paragraphs (c)(4)(i)(B) or (C) of this section; and (d)(4)(ii) Have at least 2 years of
laboratory training or experience, or both, in high complexity testing for the
applicable specialty; or (d)(5)(i)(A) Have earned a bachelor's degree in a chemical,
biological, clinical or medical laboratory science, or medical technology from an
accredited institution; or (d)(5)(i)(B) Meet the education requirement at paragraph (c)
(5)(i)(B) of this section; and (d)(5)(ii) Have at least 4 years of |aboratory training or
experience, or both, in high complexity testing for the applicable specialty. (e)
Cytology- If the requirements of paragraph (b) of this section are not met and the
laboratory performs testsin the subspecialty of cytology, the individual functioning as
the technical supervisor must- (€)(1)(i) Be adoctor of medicine or a doctor of
osteopathy licensed to practice medicine or osteopathy in the State in which the
laboratory is located; and (€)(1)(ii) Be certified in anatomic pathology by the
American Board of Pathology or the American Osteopathic Board of Pathology; or (€)
(2) Anindividua qualified under paragraph (b) or (€)(1) of this section may delegate
some of the cytology technical supervisor responsibilities to an individual who isin



the final year of full-time training leading to certification specified in paragraph (b) or
(e)(1)(ii) of this section provided the technical supervisor qualified under paragraph
(b) or (e)(1) of this section remains ultimately responsible for ensuring that all of the
responsibilities of the cytology technical supervisor are met. (f) Histopathology - If
the requirements of paragraph (b) of this section are not met and the laboratory
performstests in the subspecialty of histopathology, the individual functioning as the
technical supervisor must- (f)(1) Meet one of the following requirements: (f)(1)(i)(A)
Be adoctor of medicine or a doctor of osteopathy licensed to practice medicine or
osteopathy in the State in which the laboratory is located; and (f)(1)(i)(B) Be certified
in anatomic pathology by the American Board of Pathology or the American
Osteopathic Board of Pathology; or (f)(1)(ii) Anindividual qualified under paragraph
(b) or (f)(2) of this section may delegate to an individual who isaresident in a
training program leading to certification specified in paragraph (b) or (f)(1)(i)(B) of
this section, the responsibility for examination and interpretation of histopathology
specimens. (f)(2) For testsin dermatopathology, meet one of the following
requirements: (f)(2)(i1)(A) Be adoctor of medicine or doctor of osteopathy licensed to
practice medicine or osteopathy in the State in which the laboratory is located; and (f)
(2)()(B) Meet one of the following requirements: (f)(2)(i)(B)(1) Be certified in
anatomic pathology by the American Board of Pathology or the American
Osteopathic Board of Pathology; or (f)(2)(i)(B)(2) Be certified in dermatopathol ogy
by the American Board of Dermatology and the American Board of Pathology; or (f)
(2)(1)(B)(3) Be certified in dermatology by the American Board of Dermatology; or (f)
(2)(i1) Anindividual qualified under paragraph (b) or (f)(2)(i) of this section may
delegate to an individual who isaresident in atraining program leading to
certification specified in paragraph (b) or (f)(2)(i)(B) of this section, the responsibility
for examination and interpretation of dermatopathology specimens. (f)(3) For testsin
ophthalmic pathology, meet one of the following requirements: (f)(3)(i)(A) Bea
doctor of medicine or doctor of osteopathy licensed to practice medicine or osteopathy
in the State in which the laboratory islocated; and (f)(3)(i)(B) Must meet one of the
following requirements: (f)(3)(i)(B)(1) Be certified in anatomic pathology by the
American Board of Pathology or the American Osteopathic Board of Pathology; or (f)
(3)(1)(B)(2) Be certified by the American Board of Ophthalmology and have
successfully completed at least 1 year of formal post-residency fellowship training in
ophthalmic pathology; or (f)(3)(ii) Anindividual qualified under paragraph (b) or (f)
(3)(i) of this section may delegate to an individual who isaresident in atraining
program leading to certification specified in paragraph (b) or (f)(3)(i)(B) of this
section, the responsibility for examination and interpretation of ophthalmic
specimens; or (g) Oral Pathology- If the requirements of paragraph (b) of this section
are not met and the laboratory performs tests in the subspecialty of oral pathology, the
individual functioning as the technical supervisor must meet one of the following
requirements: (g)(1)(i) Be adoctor of medicine or a doctor of osteopathy licensed to
practice medicine or osteopathy in the State in which the laboratory is located; and (g)
(2)(ii) Becertified in anatomic pathology by the American Board of Pathology or the
American Osteopathic Board of Pathology; or (g)(2) Be certified in oral pathology by
the American Board of Oral Pathology; or (g)(3) Anindividual qualified under
paragraph (b) or (g)(1) or (2) of this section may delegate to an individual who isa
resident in atraining program leading to certification specified in paragraph (b) or (g)
(1) or (2) of this section, the responsibility for examination and interpretation of oral
pathology specimens. (h) Histocompatibility - If the laboratory performstestsin the
speciaty of histocompatibility, the individual functioning as the technical supervisor
must either- (h)(1)(i) Be a doctor of medicine, doctor of osteopathy, or doctor of
podiatric medicine licensed to practice medicine, osteopathy, or podiatry in the State
in which the laboratory islocated; and (h)(1)(ii) Have training or experience that



meets one of the following requirements: (h)(1)(ii)(A) Have 4 years of laboratory
training or experience, or both, within the specialty of histocompatibility; or (h)(1)(ii)
(B)(1) Have 2 years of laboratory training or experience, or both, in the specialty of
genera immunology; and (h)(1)(ii)(B)(2) Have 2 years of laboratory training or
experience, or both, in the specialty of histocompatibility; or (h)(2)(i) Have an earned
doctoral degreein abiological, clinical or medical |aboratory science, or medical
technology from an accredited institution; or meet the education requirement at
493.1443(b)(3)(1)(B); and (h)(2)(ii) Have training or experience that meets one of the
following requirements: (h)(2)(ii)(A) Have 4 years of laboratory training or
experience, or both, within the specialty of histocompatibility; or (h)(2)(ii)(B)(1) Have
2 years of |aboratory training or experience, or both, in the specialty of general
immunology; and (h)(2)(ii)(B)(2) Have 2 years of laboratory training or experience, or
both, in the specialty of histocompatibility. (i) Clinical cytogenetics- If the laboratory
performstests in the specialty of clinical cytogenetics, the individual functioning as
the technical supervisor must- (i)(1)(i) Be adoctor of medicine, doctor of osteopathy,
or doctor of podiatric medicine licensed to practice medicine, osteopathy, or podiatry
in the State in which the laboratory is located; and (i)(1)(ii) Have 4 years of laboratory
training or experience, or both, in genetics, 2 of which have beenin clinical
cytogenetics; or (i)(2)(i) Hold an earned doctoral degreein abiological science,
including biochemistry, clinical or medical laboratory science, or medical technology
from an accredited institution; or meet the education requirement at 493.1443(b)(3)(i)
(B); and (i)(2)(ii) Have 4 years of laboratory training or experience, or both, in
genetics, 2 of which have been in clinical cytogenetics. (j) Notwithstanding any other
provision of this section, an individual is considered qualified as atechnical
supervisor under this section if they were qualified and serving as a technical
supervisor for high complexity testing in a CLIA-certified |aboratory as of December
28, 2024, and have done so continuously since December 28, 2024.

This STANDARD is not met as evidenced by:

Based on review of the Laboratory Personnel Report (CM S-209), personnel
credentials, competency assessment (CA) records and interview with the Laboratory
Supervisor (LS), the laboratory failed to the |aboratory failed to ensure that 1 of 1
laboratory personnel met the minimum required educational qualificationsto perform
technical supervision of high complexity (histopathlogy) testing in 2024 and 2025.
Findingsinclude: 1. On the date of the survey, 07/14/2026 at 02:00 pm, review of
personnel qualification records revealed that 1 of 1 laboratory personnel (CMS 209
testing personnel (TP) # 15) obtained an Associates of Applied Science degree
(Histotechnician) conferred on April 1998. 2. Further review of CA records revealed
that TP #15 performed the CA for TP #6, #8 and #16 in 2024 and 2025 for
histopathlogy examinations performed. 3. The |aboratory failed to provide
qualification records for TP #15 that met the mimimum education requirementsto
perform the duties of a TS for histopathology testing in 2024 and 2025. 4. The LS
confirmed the findings above on 07/14/2026 at 2:30 pm.



