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Summary Statement of Deficiencies

D5421 ESTABLISHMENT AND VERIFICATION OF PERFORMANCE
CFR(s): 493.1253(b)(1)

Each laboratory that introduces an unmodified, FDA-cleared or approved test system 
must do the following before reporting patient test results: (1)(i) Demonstrate that it 
can obtain performance specifications comparable to those established by the 
manufacturer for the following performance characteristics: (1)(i)(A) Accuracy. (1)(i)
(B) Precision. (1)(i)(C) Reportable range of test results for the test system. (1)(ii) 
Verify that the manufacturer's reference intervals (normal values) are appropriate for 
the laboratory's patient population.

This STANDARD is not met as evidenced by:
Based on review of the Sysmex XNL-330 analyzer validation records, lack of 
documentation, and interview with testing personnel #1 (TP), the laboratory failed to 
establish criteria for acceptable performance specifications for 12 of 12 analytes 
performed on the Sysmex XNL-330 analyzer from 10/29/2020 to the date of survey. 
Findings include: 1. On the day of survey, 11/28/2022 at 10:44 am, review of the 
Sysmex XNL-330 analyzer validation records revealed that the validation performed 
on 10/29/2020 did not include the laboratory's acceptable criteria for performance 
specifications for precision, accuracy, and reportable ranges for the following 
analytes: - White Blood Count (WBC) - Red Blood Count (RBC) - Hemoglobin 
(HGB) - Hematocrit (HCT) - Mean Corpuscular Volume (MCV) - Mean Corpuscular 
Hemoglobin (MCH) - Mean Corpuscular Hemoglobin Concentration (MCHC) - 
Platelet (PLT) -Mean Platelet Volume (MPV) -Red Blood Cell Distribution Weight 
(RDW) - Neutrophils (NEU) - Lymphocytes (LYM) 2. The laboratory could not 
provide documentation verifying that the manufacturer's reference intervals are 
appropriate for the laboratory's patient population. 3. The laboratory's hematology 
annual volume is 32, 832. 4. TP #1 confirmed the findings above on 11/28/2022 
around 12:30 pm.
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