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Summary Statement of Deficiencies

D3009 FACILITIES
CFR(s): 493.1101(c)

The laboratory must be in compliance with applicable Federal, State, and local 
laboratory requirements.

This STANDARD is not met as evidenced by:
Based on review of personnel records, the Laboratory Personnel Report (CLIA) 
(CMS-209) and interview with general supervisor #3 (GS), the laboratory director
/owner failed to ensure that 1 of 3 general supervisors met the qualifications specified 
in the Pennsylvania (PA) Clinical Lab Act from August 2024 to the date of the 
survey. Findings include: 1. On the day of survey, 10/31/2023 at 11:30 am, review of 
personnel credentials onsite revealed that 1 of 3 general supervisors (CMS 209 GS #3) 
has an Associates of Science. 2. The laboratory was unable to provide the acceptable 
credentials needed in order to perform the duties of a supervisor in the state of 
Pennsylvania. 3. GS#3 confirmed the finding above on 10/01/2024 at 09:30 am.

D3031 RETENTION REQUIREMENTS
CFR(s): 493.1105(a)(3)

Analytic systems records. Retain quality control and patient test records (including 
instrument printouts, if applicable) and records documenting all analytic systems 
activities specified in 493.1252 through 493.1289 for at least 2 years. 

This STANDARD is not met as evidenced by:
Based on lack of documentation and interview with general supervisor #3 (GS), the 
laboratory failed to retain the QC records for 1 of 1 Sysmex XN-330 analyzer used to 
perform hematology examinations from 11/28/2022 to day of survey. Findings 
include: 1. On the day of survey, 10/01/2024, the laboratory failed to provide QC 
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records for 1 of 1 Sysmex XN-330 analyzer used to perform complete blood cell 
count (CBC) examinations from 11/28/2022 to day of survey. 2. The laboratory's 
performed 17,886 CBC examinations in 2024 (CMS 116 annual volume). 3. GS #3 
confirmed the above findings on 10/01/2024 at 1:00 pm.

D5413 TEST SYSTEMS, EQUIPMENT, INSTRUMENTS, REAGENT
CFR(s): 493.1252(b)

The laboratory must define criteria for those conditions that are essential for proper 
storage of reagents and specimens, accurate and reliable test system operation, and 
test result reporting. The criteria must be consistent with the manufacturer's 
instructions, if provided. These conditions must be monitored and documented and, if 
applicable, include the following: (1) Water quality. (2) Temperature. (3) Humidity. 
(4) Protection of equipment and instruments from fluctuations and interruptions in 
electrical current that adversely affect patient test results and test reports.

This STANDARD is not met as evidenced by:
Based on review of the laboratory's temperature records, and interview with general 
supervisor #3 (GS), the laboratory failed to monitor and document room (RT) and 
refrigerator (RF) temperatures to ensure operating conditions were met for the proper 
storage of hematology reagents and to ensure reliable test system operation for 1 of 1 
Sysmex XN-300 analyzer from 11/28/2022 to the day of the survey. Findings Include: 
1. The laboratory's procedure manual for the Sysmex XN 330 states the following: - 
Standards and Controls (XN Check 4): Store vials at 2-8C - Fluorocell RET/PLT
/WNR/WDF: Store at 2-35C. - Cellclean Auto Storage: Store at 1-25C. - Lysercell 
WNR/WDF: Store at 2-35C. - Cellpack DCL/DFL Storage: Store at 2-35C. - 
Sulfolyser Storage: Store at 1-30C. 2. On the day of the survey, 10/01/2024 at 12:00 
pm, review of the laboratory's temperature logs revealed the laboratory failed to 
monitor and document RT and RF ranges on weekends, holidays and when the office 
was closed to ensure proper storage of hematology reagents and reliable test system 
operation for 1 of 1 Sysmex XN-300 analyzer used to perform complete blood cell 
counts (CBC) from 11/28/2022 to 10/01/2024. 3. GS #3 confirmed the findings above 
on 10/01/02024 at 12:00 pm.

D5423 ESTABLISHMENT AND VERIFICATION OF PERFORMANCE
CFR(s): 493.1253(b)(2)

Each laboratory that modifies an FDA-cleared or approved test system, or introduces 
a test system not subject to FDA clearance or approval (including methods developed 
in-house and standardized methods such as text book procedures), or uses a test 
system in which performance specifications are not provided by the manufacturer 
must, before reporting patient test results, establish for each test system the 
performance specifications for the following performance characteristics, as 
applicable: (2)(i) Accuracy. (2)(ii) Precision. (2)(iii) Analytical sensitivity. (2)(iv) 
Analytical specificity to include interfering substances. (2)(v) Reportable range of test 
results for the test system. (2)(vi) Reference intervals (normal values). (2)(vii) Any 
other performance characteristic required for test performance.

This STANDARD is not met as evidenced by:
Based on record review, lack of documentation, and interview with testing personnel 
#2 (TP), the laboratory failed to establish performance specifications before reporting 



patient test results when modifying an FDA-cleared/approved test system for white 
blood cell (WBC) and platelet (PLT) counts performed on the Sysmex XN 330 
hematology analyzer from 11/28/2022 to the day of survey. Findings include: 1. The 
laboratory's Sysmex XN 330 Blood Counts procedure stated, "Sodium citrate may be 
used when EDTA platelet clumping or platelet satellitism is noted on the EDTA 
Specimen. Use Sodium citrate results for platelet counts and WBC counts, and result 
all other parameters from original tube. Multiply instrument PLT and WBC result by 
1.1 to correct for anticoagulant dilution." 2. Review of the Sysmex XN 330 
manufacturer's instructions for use stated, "Whole blood should be collected in K2 or 
K3EDTA anticoagulant and peritoneal, pleural, and synovial fluids in K2EDTA 
anticoagulant to prevent clotting of fluid. The use of anticoagulants with CSF 
specimens is neither required nor recommended." 3. On the day of the survey, 10/01
/2024 at 12:15 pm, the laboratory failed to provide documentation for the performance 
specifications established when performing WBC and PLT counts using sodium 
citrate anticoagulant (blue top tube) for 1 of 1 Sysmex XN 330 hematology analyzer 
from 11/28/2022 to day of survey. 4. During an interview on 10/01/2024 at 12:15 pm, 
TP #2 (CMS 209) confirmed sodium citrate tubes were used when platelet clumping 
or satellitism were noted on the EDTA specimens.

D5437 CALIBRATION AND CALIBRATION VERIFICATION
CFR(s): 493.1255(a)

Unless otherwise specified in this subpart, for each applicable test system the 
laboratory must perform and document calibration procedures-- (1) Following the 
manufacturer's test system instructions, using calibration materials provided or 
specified, and with at least the frequency recommended by the manufacturer; (2) 
Using the criteria verified or established by the laboratory as specified in 493.1253(b)
(3)-- (2)(i) Using calibration materials appropriate for the test system and, if possible, 
traceable to a reference method or reference material of known value; and (2)(ii) 
Including the number, type, and concentration of calibration materials, as well as 
acceptable limits for and the frequency of calibration; and (3) Whenever calibration 
verification fails to meet the laboratory's acceptable limits for calibration verification. 

This STANDARD is not met as evidenced by:
Based upon review of the Sysmex XN 330 calibration records, lack of documentation, 
and interview with General Supervisor #3 (GS), the laboratory failed to perform 
calibrations on the Sysmex XN 330 analyzer used to perform complete blood cell 
count (CBC) examinations from 08/16/2024 to the date of the survey. Findings 
Include: 1. The laboratory's Sysmex Certificate of Calibration stated the following 
"Following installation calibration, the operator is requested to verify the instrument 
calibration every 6 months or on an 'as needed' basis, and maintain good QC practices, 
to ensure the accuracy of the system." 2. Further review of the laboratory's XN-330 
Certificate of Calibration records revealed the following: Certificate Date: Friday, 
February 16, 2024. Certificate Exp Date: Friday, August 16, 2024. 3. On the day of 
the survey, 10/01/2024 at 12:00 pm, the laboratory failed to provide calibration 
records for 1 of 1 Sysmex XN 330 used to perform CBC examinations from 08/16
/2024 to 10/02/2024. 4. GS #3 confirmed the findings above on 10/01/2024 at 12:00 
pm.

D5775 COMPARISON OF TEST RESULTS
CFR(s): 493.1281(a)(c)



(a) If a laboratory performs the same test using different methodologies or 
instruments, or performs the same test at multiple testing sites, the laboratory must 
have a system that twice a year evaluates and defines the relationship between test 
results using the different methodologies, instruments, or testing sites. (c) The 
laboratory must document all test result comparison activities.

This STANDARD is not met as evidenced by:
Based on lack of documentation and interview with general supervisor #3 (GS), the 
laboratory failed to evaluate twice a year the relationship between test results using 
different methodologies and instrumentation in hematology from 11/28/2022 to the 
date of the survey. Findings included: 1. On the date of the survey, 10/01/2024 at 
approximately 11:45 AM, the laboratory failed to provide documentation of the twice 
yearly comparison studies for the following 1 of 1 hematology tests performed from 11
/28/2022 to 10/01/2024: - manual white blood cell (WBC) differential vs. automated 
WBC differential (Symex XN-330) 2. GS #3 confirmed the findings above on 10/01
/2024 at 11:45 AM.

D6106 LABORATORY DIRECTOR RESPONSIBILITIES
CFR(s): 493.1445(e)(14)

The laboratory director must ensure that an approved procedure manual is available to 
all personnel responsible for any aspect of the testing process.

This STANDARD is not met as evidenced by:
Based on review of the laboratory's procedure manuals and interview with general 
supervisor #3 (GS), the laboratory director (LD) failed to ensure that the laboratory 
procedure manual was signed and approved from July 2024 to the day of the survey. 
Findings include: 1. On the day of the survey, 10/01/2024, review of the laboratory's 
procedure manual revealed that the current LD did not sign and approve the procedure 
manual in use for patient testing since their start date as LD from July 2024 to day of 
survey. 2. GS#3 confirmed the findings above on 11/16/2022 at 12:30 pm.

D6108 LABORATORY TECHNICAL SUPERVISOR
CFR(s): 493.1447

The laboratory must have a technical supervisor who meets the qualification 
requirements of 493.1449 of this subpart and provides technical supervision in 
accordance with 493.1451 of this subpart. 

This CONDITION is not met as evidenced by:
Based on review of the CLIA Personnel Report (CMS 209), personnel qualification 
records, and interview with general supervisor #3 (GS), the laboratory failed to ensure 
that laboratory personnel performing technical supervision and scientific oversight of 
high complexity (hematology) testing from August 2024 to the day of the survey met 
the qualification requirements of 493.1449. Refer to D6111.

D6111 TECHNICAL SUPERVISOR QUALIFICATIONS
CFR(s): 493.1449

(a) The technical supervisor must possess a current license issued by the State in 



which the laboratory is located, if such licensing is required; and (b) The laboratory 
may perform anatomic and clinical laboratory procedures and tests in all specialties 
and subspecialties of services except histocompatibility and clinical cytogenetics 
services provided the individual functioning as the technical supervisor-- (b)(1) Is a 
doctor of medicine or doctor of osteopathy licensed to practice medicine or osteopathy 
in the State in which the laboratory is located; and (b)(2) Is certified in both anatomic 
and clinical pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or Possesses qualifications that are equivalent to 
those required for such certification. (c) If the requirements of paragraph (b) of this 
section are not met and the laboratory performs tests in the subspecialty of 
bacteriology, the individual functioning as the technical supervisor must-- (c)(1)(i) Be 
a doctor of medicine or doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located; and (c)(1)(ii) Be certified in 
clinical pathology by the American Board of Pathology or the American Osteopathic 
Board of Pathology or possess qualifications that are equivalent to those required for 
such certification; or (c)(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor 
of podiatric medicine licensed to practice medicine, osteopathy, or podiatry in the 
State in which the laboratory is located; and (c)(2)(ii) Have at least one year of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of bacteriology; or (c)(3)(i) Have an earned doctoral 
degree in a chemical, physical, biological or clinical laboratory science from an 
accredited institution; and (c)(3)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of bacteriology; or (c)(4)(i) Have earned a master's degree in a chemical, 
physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (c)(4)(ii) Have at least 2 years of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of bacteriology; or (c)(5)(i) Have earned a bachelor's degree in a 
chemical, physical, or biological science or medical technology from an accredited 
institution; and (c)(5)(ii) Have at least 4 years of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
bacteriology. (d) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the subspecialty of mycobacteriology, the individual 
functioning as the technical supervisor must-- (d)(1)(i) Be a doctor of medicine or 
doctor of osteopathy licensed to practice medicine or osteopathy in the State in which 
the laboratory is located; and (d)(1)(ii) Be certified in clinical pathology by the 
American Board of Pathology or the American Osteopathic Board of Pathology or 
possess qualifications that are equivalent to those required for such certification; or (d)
(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor or podiatric medicine 
licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (d)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of mycobacteriology; or (d)(3)(i) Have an earned doctoral degree in a 
chemical, physical, biological or clinical laboratory science from an accredited 
institution; and (d)(3)(ii) Have at least 1 year of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
mycobacteriology; or (d)(4)(i) Have earned a master's degree in a chemical, physical, 



biological or clinical laboratory science or medical technology from an accredited 
institution; and (d)(4)(ii) Have at least 2 years of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
mycobacteriology; or (d)(5)(i) Have earned a bachelor's degree in a chemical, 
physical or biological science or medical technology from an accredited institution; 
and (d)(5)(ii) Have at least 4 years of laboratory training or experience, or both, in 
high complexity testing within the specialty of microbiology with a minimum of 6 
months experience in high complexity testing within the subspecialty of 
mycobacteriology. (e) If the requirements of paragraph (b) of this section are not met 
and the laboratory performs tests in the subspecialty of mycology, the individual 
functioning as the technical supervisor must-- (e)(1)(i) Be a doctor of medicine or 
doctor of osteopathy licensed to practice medicine or osteopathy in the State in which 
the laboratory is located; and (e)(1)(ii) Be certified in clinical pathology by the 
American Board of Pathology or the American Osteopathic Board of Pathology or 
possess qualifications that are equivalent to those required for such certification; or (e)
(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine 
licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (e)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of mycology; or (e)(3)(i) Have an earned doctoral degree in a chemical, 
physical, biological or clinical laboratory science from an accredited institution; and 
(e)(3)(ii) Have at least 1 year of laboratory training or experience, or both in high 
complexity testing within the specialty of microbiology with a minimum of 6 months 
experience in high complexity testing within the subspecialty of mycology; or (e)(4)
(i) Have earned a master's degree in a chemical, physical, biological or clinical 
laboratory science or medical technology from an accredited institution; and (e)(4)(ii) 
Have at least 2 years of laboratory training or experience, or both, in high complexity 
testing within the specialty of microbiology with a minimum of 6 months experience 
in high complexity testing within the subspecialty of mycology; or (e)(5)(i) Have 
earned a bachelor's degree in a chemical, physical or biological science or medical 
technology from an accredited institution; and (e)(5)(ii) Have at least 4 years of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of mycology. (f) If the requirements of paragraph (b) of 
this section are not met and the laboratory performs tests in the subspecialty of 
parasitology, the individual functioning as the technical supervisor must-- (f)(1)(i) Be 
a doctor of medicine or a doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located; and (f)(1)(ii) Be certified in 
clinical pathology by the American Board of Pathology or the American Osteopathic 
Board of Pathology or possess qualifications that are equivalent to those required for 
such certification; or (f)(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor 
of podiatric medicine licensed to practice medicine, osteopathy, or podiatry in the 
State in which the laboratory is located; and (f)(2)(ii) Have at least one year of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of parasitology; (f)(3)(i) Have an earned doctoral 
degree in a chemical, physical, biological or clinical laboratory science from an 
accredited institution; and (f)(3)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of parasitology; or (f)(4)(i) Have earned a master's degree in a chemical, 



physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (f)(4)(ii) Have at least 2 years of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of parasitology; or (f)(5)(i) Have earned a bachelor's degree in a 
chemical, physical or biological science or medical technology from an accredited 
institution; and (f)(5)(ii) Have at least 4 years of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
parasitology. (g) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the subspecialty of virology, the individual 
functioning as the technical supervisor must-- (g)(1)(i) Be a doctor of medicine or 
doctor of osteopathy licensed to practice medicine or osteopathy in the State in which 
the laboratory is located; and (g)(1)(ii) Be certified in clinical pathology by the 
American Board of Pathology or the American Osteopathic Board of Pathology or 
possess qualifications that are equivalent to those required for such certification; or (g)
(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine 
licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (g)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of virology; or (g)(3)(i) Have an earned doctoral degree in a chemical, 
physical, biological or clinical laboratory science from an accredited institution; and 
(g)(3)(ii) Have at least 1 year of laboratory training or experience, or both, in high 
complexity testing within the specialty of microbiology with a minimum of 6 months 
experience in high complexity testing within the subspecialty of virology; or (g)(4)(i) 
Have earned a master's degree in a chemical, physical, biological or clinical 
laboratory science or medical technology from an accredited institution; and (g)(4)(ii) 
Have at least 2 years of laboratory training or experience, or both, in high complexity 
testing within the specialty of microbiology with a minimum of 6 months experience 
in high complexity testing within the subspecialty of virology; or (g)(5)(i) Have 
earned a bachelor's degree in a chemical, physical or biological science or medical 
technology from an accredited institution; and (g)(5)(ii) Have at least 4 years of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of virology. (h) If the requirements of paragraph (b) of 
this section are not met and the laboratory performs tests in the specialty of diagnostic 
immunology, the individual functioning as the technical supervisor must- (h)(1)(i) Be 
a doctor of medicine or a doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located; and (h)(1)(ii) Be certified in 
clinical pathology by the American Board of Pathology or the American Osteopathic 
Board of Pathology or possess qualifications that are equivalent to those required for 
such certification; or (h)(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor 
of podiatric medicine licensed to practice medicine, osteopathy, or podiatry in the 
State in which the laboratory is located; and (h)(2)(ii) Have at least 1 year of 
laboratory training or experience, or both, in high complexity testing for the specialty 
of diagnostic immunology; or (h)(3)(i) Have an earned doctoral degree in a chemical, 
physical, biological or clinical laboratory science from an accredited institution; and 
(h)(3)(ii) Have at least 1 year of laboratory training or experience, or both, in high 
complexity testing within the specialty of diagnostic immunology; or (h)(4)(i) Have 
earned a master's degree in a chemical, physical, biological or clinical laboratory 
science or medical technology from an accredited institution; and (h)(4)(ii) Have at 
least 2 years of laboratory training or experience, or both, in high complexity testing 



for the specialty of diagnostic immunology; or (h)(5)(i) Have earned a bachelor's 
degree in a chemical, physical or biological science or medical technology from an 
accredited institution; and (h)(5)(ii) Have at least 4 years of laboratory training or 
experience, or both, in high complexity testing for the specialty of diagnostic 
immunology. (i) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the specialty of chemistry, the individual functioning 
as the technical supervisor must-- (i)(1)(i) Be a doctor of medicine or doctor of 
osteopathy licensed to practice medicine or osteopathy in the State in which the 
laboratory is located; and (i)(1)(ii) Be certified in clinical pathology by the American 
Board of Pathology or the American Osteopathic Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (i)(2)(i) Be 
a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine licensed to 
practice medicine, osteopathy, or podiatry in the State in which the laboratory is 
located; and (i)(2)(ii) Have at least 1 year of laboratory training or experience, or both, 
in high complexity testing for the specialty of chemistry; or (i)(3)(i) Have an earned 
doctoral degree in a chemical, physical, biological or clinical laboratory science from 
an accredited institution; and (i)(3)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of chemistry; or (i)
(4)(i) Have earned a master's degree in a chemical, physical, biological or clinical 
laboratory science or medical technology from an accredited institution; and (i)(4)(ii) 
Have at least 2 years of laboratory training or experience, or both, in high complexity 
testing for the specialty of chemistry; or (i)(5)(i) Have earned a bachelor's degree in a 
chemical, physical or biological science or medical technology from an accredited 
institution; and (i)(5)(ii) Have at least 4 years of laboratory training or experience, or 
both, in high complexity testing for the specialty of chemistry. (j) If the requirements 
of paragraph (b) of this section are not met and the laboratory performs tests in the 
specialty of hematology, the individual functioning as the technical supervisor must-- 
(j)(1)(i) Be a doctor of medicine or a doctor of osteopathy licensed to practice 
medicine or osteopathy in the State in which the laboratory is located; and (j)(1)(ii) Be 
certified in clinical pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or possess qualifications that are equivalent to those 
required for such certification; or (j)(2)(i) Be a doctor of medicine, doctor of 
osteopathy, or doctor of podiatric medicine licensed to practice medicine, osteopathy, 
or podiatry in the State in which the laboratory is located; and (j)(2)(ii) Have at least 
one year of laboratory training or experience, or both, in high complexity testing for 
the specialty of hematology (for example, physicians certified either in hematology or 
hematology and medical oncology by the American Board of Internal Medicine); or (j)
(3)(i) Have an earned doctoral degree in a chemical, physical, biological or clinical 
laboratory science from an accredited institution; and (j)(3)(ii) Have at least 1 year of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of hematology; or (j)(4)(i) Have earned a master's degree in a chemical, 
physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (j)(4)(ii) Have at least 2 years of laboratory training or 
experience, or both, in high complexity testing for the specialty of hematology; or (j)
(5)(i) Have earned a bachelor's degree in a chemical, physical or biological science or 
medical technology from an accredited institution; and (j)(5)(ii) Have at least 4 years 
of laboratory training or experience, or both, in high complexity testing for the 
specialty of hematology. (k)(1) If the requirements of paragraph (b) of this section are 
not met and the laboratory performs tests in the subspecialty of cytology, the 
individual functioning as the technical supervisor must-- (k)(1)(i) Be a doctor of 
medicine or a doctor of osteopathy licensed to practice medicine or osteopathy in the 
State in which the laboratory is located; and (k)(1)(ii) Meet one of the following 
requirements-- (k)(1)(ii)(A) Be certified in anatomic pathology by the American 



Board of Pathology or the American Osteopathic Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (k)(1)(ii)
(B) Be certified by the American Society of Cytology to practice cytopathology or 
possess qualifications that are equivalent to those required for such certification; (l) If 
the requirements of paragraph (b) of this section are not met and the laboratory 
performs tests in the subspecialty of histopathology, the individual functioning as the 
technical supervisor must-- (l)(1) Meet one of the following requirements: (l)(1)(i)(A) 
Be a doctor of medicine or a doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located; and (l)(1)(i)(B) Be certified 
in anatomic pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or possess qualifications that are equivalent to those 
required for such certification; (l)(1)(ii) An individual qualified under 493.1449(b) or 
paragraph (l)(1) of this section may delegate to an individual who is a resident in a 
training program leading to certification specified in paragraph (b) or (l)(1)(i)(B) of 
this section, the responsibility for examination and interpretation of histopathology 
specimens. (l)(2) For tests in dermatopathology, meet one of the following 
requirements: (l)(2)(i)(A) Be a doctor of medicine or doctor of osteopathy licensed to 
practice medicine or osteopathy in the State in which the laboratory is located and-- (l)
(2)(i)(B) Meet one of the following requirements: (l)(2)(i)(B)(1) Be certified in 
anatomic pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or possess qualifications that are equivalent to those 
required for such certification; or (l)(2)(i)(B)(2) Be certified in dermatopathology by 
the American Board of Dermatology and the American Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (l)(2)(i)(B)
(3) Be certified in dermatology by the American Board of Dermatology or possess 
qualifications that are equivalent to those required for such certification; or (l)(2)(ii) 
An individual qualified under 493.1449(b) or paragraph (l)(2)(i) of this section may 
delegate to an individual who is a resident in a training program leading to 
certification specified in paragraphs (b) or (l)(2)(i)(B) of this section, the 
responsibility for examination and interpretation of dermatopathology specimens. (l)
(3) For tests in ophthalmic pathology, meet one of the following requirements: (l)(3)(i)
(A) Be a doctor of medicine or doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located and-- (l)(3)(i)(B) Must meet 
one of the following requirements: (l)(3)(i)(B)(1) Be certified in anatomic pathology 
by the American Board of Pathology or the American Osteopathic Board of Pathology 
or possess qualifications that are equivalent to those required for such certification; or 
(l)(3)(i)(B)(2) Be certified by the American Board of Ophthalmology or possess 
qualifications that are equivalent to those required for such certification and have 
successfully completed at least 1 year of formal post-residency fellowship training in 
ophthalmic pathology; or (l)(3)(ii) An individual qualified under 493.1449(b) or 
paragraph (1)(3)(i) of this section may delegate to an individual who is a resident in a 
training program leading to certification specified in paragraphs (b) or (1)(3)(i)(B) of 
this section, the responsibility for examination and interpretation of ophthalmic 
specimens; or (m) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the subspecialty of oral pathology, the individual 
functioning as the technical supervisor must meet one of the following requirements: 
(m)(1)(i) Be a doctor of medicine or a doctor of osteopathy licensed to practice 
medicine or osteopathy in the State in which the laboratory is located and-- (m)(1)(ii) 
Be certified in anatomic pathology by the American Board of Pathology or the 
American Osteopathic Board of Pathology or possess qualifications that are 
equivalent to those required for such certification; or (m)(2) Be certified in oral 
pathology by the American Board of Oral Pathology or possess qualifications for such 
certification; or (m)(3) An individual qualified under 493.1449(b) or paragraph (m)(1) 



or (2) of this section may delegate to an individual who is a resident in a training 
program leading to certification specified in paragraphs (b) or (m)(1) or (2) of this 
section, the responsibility for examination and interpretation of oral pathology 
specimens. (n) If the requirements of paragraph (b) of this section are not met and the 
laboratory performs tests in the specialty of radiobioassay, the individual functioning 
as the technical supervisor must-- (n)(1)(i) Be a doctor of medicine or a doctor of 
osteopathy licensed to practice medicine or osteopathy in the State in which the 
laboratory is located; and (n)(1)(ii) Be certified in clinical pathology by the American 
Board of Pathology or the American Osteopathic Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (n)(2)(i) 
Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine 
licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (n)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing for the specialty of radiobioassay; or 
(n)(3)(i) Have an earned doctoral degree in a chemical, physical, biological or clinical 
laboratory science from an accredited institution; and (n)(3)(ii) Have at least 1 year of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of radiobioassay; or (n)(4)(i) Have earned a master's degree in a chemical, 
physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (n)(4)(ii) Have at least 2 years of laboratory training or 
experience, or both, in high complexity testing for the specialty of radiobioassay; or 
(n)(5)(i) Have earned a bachelor's degree in a chemical, physical or biological science 
or medical technology from an accredited institution; and (n)(5)(ii) Have at least 4 
years of laboratory training or experience, or both, in high complexity testing for the 
specialty of radiobioassay. (o) If the laboratory performs tests in the specialty of 
histocompatibility, the individual functioning as the technical supervisor must either-- 
(o)(1)(i) Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric 
medicine licensed to practice medicine, osteopathy, or podiatry in the State in which 
the laboratory is located; and (o)(1)(ii) Have training or experience that meets one of 
the following requirements: (o)(1)(ii)(A) Have 4 years of laboratory training or 
experience, or both, within the specialty of histocompatibility; or (o)(1)(ii)(B)(1) Have 
2 years of laboratory training or experience, or both, in the specialty of general 
immunology; and (o)(1)(ii)(B)(2) Have 2 years of laboratory training or experience, or 
both, in the specialty of histocompatibility; or (o)(2)(i) Have an earned doctoral 
degree in a biological or clinical laboratory science from an accredited institution; and 
(o)(2)(ii) Have training or experience that meets one of the following requirements: (o)
(2)(ii)(A) Have 4 years of laboratory training or experience, or both, within the 
specialty of histocompatibility; or (o)(2)(ii)(B)(1) Have 2 years of laboratory training 
or experience, or both, in the specialty of general immunology; and (o)(2)(ii)(B)(2) 
Have 2 years of laboratory training or experience, or both, in the specialty of 
histocompatibility. (p) If the laboratory performs tests in the specialty of clinical 
cytogenetics, the individual functioning as the technical supervisor must-- (p)(1)(i) Be 
a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine licensed to 
practice medicine, osteopathy, or podiatry in the State in which the laboratory is 
located; and (p)(1)(ii) Have 4 years of training or experience, or both, in genetics, 2 of 
which have been in clinical cytogenetics; or (p)(2)(i) Hold an earned doctoral degree 
in a biological science, including biochemistry, or clinical laboratory science from an 
accredited institution; and (p)(2)(ii) Have 4 years of training or experience, or both, in 
genetics, 2 of which have been in clinical cytogenetics. (q) If the requirements of 
paragraph (b) of this section are not met and the laboratory performs tests in the 
specialty of immunohematology, the individual functioning as the technical supervisor 
must-- (q)(1)(i) Be a doctor of medicine or a doctor of osteopathy licensed to practice 
medicine or osteopathy in the State in which the laboratory is located; and (q)(1)(ii) 



Be certified in clinical pathology by the American Board of Pathology or the 
American Osteopathic Board of Pathology or possess qualifications that are 
equivalent to those required for such certification; or (q)(2)(i) Be a doctor of 
medicine, doctor of osteopathy, or doctor of podiatric medicine licensed to practice 
medicine, osteopathy, or podiatry in the State in which the laboratory is located; and 
(q)(2)(ii) Have at least one year of laboratory training or experience, or both, in high 
complexity testing for the specialty of immunohematology. Note: The technical 
supervisor requirements for "laboratory training or experience, or both'' in each 
specialty or subspecialty may be acquired concurrently in more than one of the 
specialties or subspecialties of service. For example, an individual, who has a doctoral 
degree in chemistry and additionally has documentation of 1 year of laboratory 
experience working concurrently in high complexity testing in the specialties of 
microbiology and chemistry and 6 months of that work experience included high 
complexity testing in bacteriology, mycology, and mycobacteriology, would qualify 
as the technical supervisor for the specialty of chemistry and the subspecialties of 
bacteriology, mycology, and mycobacteriology.

This STANDARD is not met as evidenced by:
Based on review of the CLIA personnel report (CMS 209), personnel qualification 
records, laboratory records, and interview with general supervisor #3 (GS), the 
laboratory failed to ensure that laboratory personnel performing technical supervision 
and scientific oversight of high complexity (hematology) testing from August 2024 to 
the day of the survey met the qualification requirements of 493.1449. Findings 
include: 1. On the day of survey, 10/01/2024 review of the following laboratory's 
records revealed that GS #1 performed the duties of a technical supervisor from 
August 2024 to the day of survey: - Monthly review of maintenance and function 
checks of Sysmex XN-330. - Monthly review of Sysmex XN-330 Quality Control 
(QC) and Levy Jennings. - PT designee API PT 2024 Hematology/Coagulation - 2nd 
event. 2. Further review of personnel qualification records revealed GS # 3 obtained 
an Associate of Science degree in Medical Laboratory Technician on August 31, 
1993. 3. GS #3 confirmed the findings above on 10/01/2024 at 09:30 AM.


