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Tag
D6128 TECHNICAL SUPERVISOR RESPONSIBILITIES

CFR(S): 493.1451(b)(9)

The technical supervisor is responsible for evaluating and documenting the
performance of individuals responsible for high complexity testing at least annually
after the first year, unless test methodology or instrumentation changes, in which case,
prior to reporting patient test results, the individual's performance must be reevaluated
to include the use of the new test methodology or instrumentation.

This STANDARD is not met as evidenced by:

Based on review of the laboratory competency assessment records and interview with
the Technical Consultant (TC) #3 (CMS 209), the Technical Supervisor (TS) (CMS
209 Personnel #1) failed to evaluate the annual competency assessment for 1 of 6
Testing Personnel (TP) who performed Microscopic Examination, Grossing, Inking,
and Mapping in Dermatopathology laboratory in 2022 and 2023. Findings include: 1.
On the day of survey, 10/17/2023 at 10:38 AM, the |aboratory could not provide
competency assessment records for TP # 6 (CMS 209) for their testing responsibilities
in Dermatopathology laboratory in 2022 and 2023. 2. The laboratory's total estimated
annual volume was 3250 (CMS 116). 3. The TC # 3 confirmed the findings above on
10/17/2023 at 12:02 PM.



