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Summary Statement of Deficiencies

D0000 The Centers for Medicare & Medicaid Services (CMS) conducted an unannounced 
CLIA recertification survey at Best Medical Options on February 25, 2025. The 
laboratory was surveyed under 42 CFR part 493 CLIA requirements. The following 
standard level deficiencies were found during the recertification CLIA survey ending 
on February 25, 2025.

D5445 CONTROL PROCEDURES
CFR(s): 493.1256(d)(1)(2)(g)

(d) Unless CMS Approves a procedure, specified in Appendix C of the State 
Operations Manual (CMS Pub. 7), that provides equivalent quality testing, the 
laboratory must-- (d)(1) Perform control procedures as defined in this section unless 
otherwise specified in the additional specialty and subspecialty requirements at 493.
1261 through 493.1278. (d)(2) For each test system, perform control procedures using 
the number and frequency specified by the manufacturer or established by the 
laboratory when they meet or exceed the requirements in paragraph (d)(3) of this 
section. (d)(3) At least once each day patient specimens are assayed or examined 
perform the following for:

This STANDARD is not met as evidenced by:
Based on the Human Chorionic Gonadotropin (hCG) quality control records 
reviewed, manufacturer instructions and laboratory director interview on February 25, 
2025 at 11:52 A.M., it was determined that the laboratory did not perform the external 
positive and negative control material each day of patient testing. The laboratory 
processed and reported 5 patients sample in the following days: December 12, 2024; 
January 8, 2025; January 16, 2025; January 14, 2025; February 18, 2025. The findings 
include: 1. The manufacturer's instructions were reviewed on February 25, 2025 at 11:
40 A.M. The manufacturer established that the external control must be performed 
every day of patient testing. 2. Review of the hCG quality control records on February 
25, 2025 at 11:45 A.M., showed that the laboratory did not perform the external 
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positive and negative control material each day of patient testing. The laboratory 
processed and reported 5 patients sample in the following days: December 12, 2024; 
January 8, 2025; January 16, 2025; January 14, 2025; February 18, 2025. 3. The 
laboratory director confirmed on February 25, 2025 at 11:52 A.M., that the laboratory 
failed to perform the hCG positive and negative external control material each day of 
patient testing. The laboratory processed and reported 5 patients sample in the 
following days: December 12, 2024; January 8, 2025; January 16, 2025; January 14, 
2025; February 18, 2025.

D6086 LABORATORY DIRECTOR RESPONSIBILITIES
CFR(s): 493.1445(e)(3)(ii)

(e)(3)(ii) Verification procedures used are adequate to determine the accuracy, 
precision, and other pertinent performance characteristics of the method; and

This STANDARD is not met as evidenced by:
Based on review of the hCG quality control records, manufacturer's instructions 
review, and interview with the laboratory director on February 25, 2025 at 12:36 PM; 
it was determined that the laboratory director failed to fulfill her responsibilities and 
duties to ensure compliance with the manufacturer's instructions and laboratory 
quality control requirements. Refer to D5445.


