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Tag
D2093 ROUTINE CHEMISTRY

CFR(S): 493.841(d)

Failure to return proficiency testing results to the proficiency testing program within
the time frame specified by the program is unsatisfactory performance and resultsin a
score of O for the testing event.

This STANDARD is not met as evidenced by:

Based on observation and Puerto Rico Proficiency Testing Program (PRPTP) records
review (year 2018) and laboratory director interview on May 8, 2018 at 10:12 A.M., it
was determined that the laboratory failed to report the urinalysis proficiency testing
results within the time frame established by the proficiency testing program. The
findingsinclude: 1. Proficiency testing records were reviewed of February 2018. 2.
The deadline of the PRPTP (February 2018 - first testing event) report of urinalysis
testswas March 23, 2018. 3. The laboratory did not report the first testing event of
urinalysis within the time frame established by the PRPTP. 4. The laboratory director
stated that the laboratory did not report the urinalysis proficiency testing results of the
first testing event within the time frame established by the PRPTP.

D2104 ENDOCRINOLOGY
CFR(s): 493.843(d)

Failure to return proficiency testing results to the proficiency testing program within
the time frame specified by the program is unsatisfactory performance and resultsin a
score of O for the testing event.

This STANDARD is not met as evidenced by:
Based on observation and Puerto Rico Proficiency Testing Program (PRPTP) records
review (year 2018) and laboratory director interview on May 8, 2018 at 10:12 A.M., it



was determined that the laboratory failed to report the endocrinology proficiency
testing results within the time frame established by the proficiency testing program.
The findings include: 1. Proficiency testing records were reviewed of February 2018.
2. The deadline of the PRPTP (February 2018 - first testing event) report of
endocrinology tests was March 23, 2018. 3. The laboratory did not report the first
testing event of endocrinology within the time frame established by the PRPTP. 4.
The laboratory director stated that the laboratory did not report the endocrinology
proficiency testing results of the first testing event within the time frame established
by the PRPTP.

D6017 LABORATORY DIRECTOR RESPONSIBILITIES
CFR(9): 493.1407(e)(4)(ii)

The laboratory director is responsible for the overall operation and administration of
the laboratory, including the employment of personnel who are competent to perform
test procedures, and record and report test results promptly, accurate, and proficiently
and for assuring compliance with the applicable regulations. () The laboratory
director must-- (€)(4)(ii) Ensure that results are returned within the timeframes
established by the proficiency testing program.

This STANDARD is not met as evidenced by:

Based on observation and Puerto Rico Proficiency Testing Program (PRPTP) records
review (year 2018) and laboratory director interview on May 8, 2018 at 10:12 A.M., it
was determined that the laboratory failed to ensure that report proficiency testing test
results are returned within the time frame established by the proficiency testing
program. The findings include: 1. Proficiency testing records were reviewed from
February 2018. 2. The deadline of the PRPTP (February 2018 - first testing event)
report of urinalysistests was March 23, 2018. 3. The |aboratory did not report the first
testing event of urinalysis and endocrinology within the time frame established by the
PRPTP. 4. The |aboratory director stated that the laboratory did not report the
urinalysis proficiency testing results of the first testing event within the time frame
established by the PRPTP. Refer to D2093 and D2104.



