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Summary Statement of Deficiencies

A recertification survey for compliance with 42 CFR Part 493, Requirements for
L aboratories, was conducted on 7/8/25. New Life Family Medicine |aboratory was
found not in compliance with the following requirement: D5417.

TEST SYSTEMS, EQUIPMENT, INSTRUMENTS, REAGENT
CFR(s): 493.1252(d)

(d) Reagents, solutions, culture media, control materials, calibration materials, and
other supplies must not be used when they have exceeded their expiration date, have
deteriorated, or are of substandard quality.

This STANDARD is not met as evidenced by:

Based on observation and interview, the provider failed to monitor expiration dates of
laboratory supplies used for the safe collection of patient specimensin one of one
specimen collection area. Findings include: 1. Observation on 7/8/25 at 2:45 p.m. in
the provider's laboratory specimen collection arearevealed: * There were twenty-eight
2 milliliter (ml) Vacuette sodium citrate blood collection tubes with an expiration of 7
12/25 stored on the counter with other patient blood collection tubes * The expired
tubes were available for use to collect patient specimens. * There were no additional,
unexpired sodium citrate tubes available for patient specimen collection at the facility.
Interview on 7/8/25 at 2:50 p.m. with laboratory director A revealed: * The laboratory
did not have a policy or documented process for checking laboratory supplies dates
for expiration. * She confirmed the 2-ml sodium citrate tubes had been used for the
collection of patient specimens used for send out coagulation testing. * She confirmed
that the laboratory did not have any of the 2 ml sodium citrate tubes available for use
that had not expired.
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