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D5209 PERSONNEL COMPETENCY ASSESSMENT POLICIES
CFR(s): 493.1235

As specified in the personnel requirements in subpart M, the laboratory must establish 
and follow written policies and procedures to assess employee and, if applicable, 
consultant competency.

This STANDARD is not met as evidenced by:
Based on review of the laboratory's personnel records, personnel policy, and staff 
interview, the laboratory personnel policy did not include assessing technical 
consultant (TC) competency, as required. The findings include: 1. Review of the 
laboratory personnel records revealed the following: Delegation of technical 
consultant duties by the lab director to one TC. There were no records for 
documentation of technical consultant competency by the director of the lab for 2021, 
2022, and 2023. 2. Review of the laboratory personnel competency policy revealed no 
requirement for assessment of technical consultant competency. 3. Interview with the 
laboratory lead on 04/20/23 at 2:25 pm confirmed the laboratory personnel 
competency policy did not include a requirement for technical consultant competency 
assessment performed by the lab director.

D6013 LABORATORY DIRECTOR RESPONSIBILITIES
CFR(s): 493.1407(e)(3)(ii)

The laboratory director is responsible for the overall operation and administration of 
the laboratory, including the employment of personnel who are competent to perform 
test procedures, and record and report test results promptly, accurate, and proficiently 
and for assuring compliance with the applicable regulations. (e) The laboratory 
director must-- (e)(3) Ensure that-- (e)(3)(ii) Verification procedures used are 
adequate to determine the accuracy, precision, and other pertinent performance 
characteristics of the method;
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This STANDARD is not met as evidenced by:
Based on observation of the lab, review of patient test reports, instrument validation 
records and staff interview, the laboratory director failed to approve validation studies 
for Sysmex XN 430 serial number 11072 complete blood count instrument (CBC) 
prior to patient testing in 2018. The findings include: 1. Observation of laboratory on 4
/20/2023 at 8:45 a.m. revealed a Sysmex XN 430 instrument serial number 11072 on 
the counter in use for performing patient CBCs. 2. Review of the first patient reported 
(MRN #131649) revealed testing on the instrument began on 11/29/2018. 3. Review 
of the instrument validation records revealed an install date of 11/29/2018. Lab 
director approval was not performed until 10/29/2020. 4. Interview with the 
laboratory lead on 4/20/2023 at 2:15 p.m. confirmed that the laboratory began patient 
testing on the Sysmex XN 430 Serial number 11072 on 11/29/18 without lab director 
approval.


