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D3031 RETENTION REQUIREMENTS
CFR(s): 493.1105(a)(3)

Analytic systems records. Retain quality control and patient test records (including 
instrument printouts, if applicable) and records documenting all analytic systems 
activities specified in 493.1252 through 493.1289 for at least 2 years. 

This STANDARD is not met as evidenced by:
Based on observation of the laboratory, review of laboratory records, and staff 
interview, the laboratory failed to maintain analytic records of complete blood count 
test kits in 2021 and 2022. The findings include: 1. Observation of the laboratory on 
January 25, 2022 at approximately 8:30 am revealed the Sight OLO instrument (serial 
number q303) on the counter in use for patient testing for CBC. Observation included 
demonstration of test performance including the use of individually wrapped test kits 
used for performing patient or quality control tests. 2. Review of laboratory records 
revealed the following: No records were maintained documenting CBC test kit lot 
numbers, expiration dates or dates in use. The first patient was tested on November 
16, 2021 (patient #313). 3. Interview with the laboratory liaison on January 25, 2022 
at approximately 1pm confirmed the laboratory does not maintain records of CBC test 
kit lot numbers, expiration dates, or dates in use since testing began on November 16, 
2021.

D5024 HEMATOLOGY
CFR(s): 493.1215

If the laboratory provides services in the specialty of Hematology, the laboratory must 
meet the requirements specified in 493.1230 through 493.1256, 493.1269, and 493.
1281 through 493.1299. 
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This CONDITION is not met as evidenced by:
The laboratory procedure failed to define how to handle complete blood count (CBC) 
results outside the verified reportable range (Refer to D5403) and failed to verify the 
reportable range of the Sight OLO CBC instrument (Refer to D5421).

D5403 PROCEDURE MANUAL
CFR(s): 493.1251(b)

The procedure manual must include the following when applicable to the test 
procedure: (1) Requirements for patient preparation; specimen collection, labeling, 
storage, preservation, transportation, processing, and referral; and criteria for 
specimen acceptability and rejection as described in 493.1242. (2) Microscopic 
examination, including the detection of inadequately prepared slides. (3) Step-by-step 
performance of the procedure, including test calculations and interpretation of results. 
(4) Preparation of slides, solutions, calibrators, controls, reagents, stains, and other 
materials used in testing. (5) Calibration and calibration verification procedures. (6) 
The reportable range for test results for the test system as established or verified in 
493.1253. (7) Control procedures. (8) Corrective action to take when calibration or 
control results fail to meet the laboratory's criteria for acceptability. (9) Limitations in 
the test methodology, including interfering substances. (10) Reference intervals 
(normal values). (11) Imminently life-threatening test results, or panic or alert values. 
(12) Pertinent literature references. (13) The laboratory's system for entering results in 
the patient record and reporting patient results including, when appropriate, the 
protocol for reporting imminently life threatening results, or panic, or alert values. 
(14) Description of the course of action to take if a test system becomes inoperable. 

This STANDARD is not met as evidenced by:
Based on review of the laboratory procedure manual, patient complete blood count 
(CBC) results, and interview with the laboratory liaison, the laboratory's procedure for 
CBC did not include instructions on handling of patient results that are outside the 
laboratory's reportable range in 2021. The findings include: 1. Review of the Sight 
OLO CBC procedure revealed the following: The procedure did not include 
instructions for how to report results that are outside the instrument reportable range 
as defined in the procedure. The reportable range for platelet count was 18 -1025.5 
(10^3/uL). 2. Review of patient number #847 revealed a platelet count of 10 (10^3
/uL) reported on December 10, 2021. 3. Interview with the laboratory liaison on 
January 25, 2022 at approximately 1pm confirmed the Sight OLO CBC procedure did 
not include protocol on how to report results outside the reportable range. She further 
confirmed patient #847 platelet count was reported when results were outside the 
range stated in the procedure manual.

D5421 ESTABLISHMENT AND VERIFICATION OF PERFORMANCE
CFR(s): 493.1253(b)(1)

Each laboratory that introduces an unmodified, FDA-cleared or approved test system 
must do the following before reporting patient test results: (1)(i) Demonstrate that it 
can obtain performance specifications comparable to those established by the 
manufacturer for the following performance characteristics: (1)(i)(A) Accuracy. (1)(i)
(B) Precision. (1)(i)(C) Reportable range of test results for the test system. (1)(ii) 
Verify that the manufacturer's reference intervals (normal values) are appropriate for 
the laboratory's patient population.



This STANDARD is not met as evidenced by:
Based on observation of the laboratory, review of patient test reports, the laboratory 
procedure manual, validation studies, and staff interview, the laboratory failed to 
verify the manufacturer reportable range for Sight OLO complete blood count (CBC) 
instrument in 2021 The findings include: 1. Observation of the laboratory on January 
25, 2022 at approximately 8:30 am revealed the Sight OLO instrument (serial number 
q303) on the counter in use for patient testing for CBC. 2. Review of patient test 
reports revealed the first patient was reported on November 16, 2021 (patient number 
#313). 3. Review of the laboratory procedure manual revealed the use of the 
manufacturer stated reportable ranges. 4. Review of the validation studies revealed no 
studies were conducted that verified the manufacturer reportable ranges. 5. Interview 
with the laboratory liaison on January 25, 2022 at approximately 1pm confirmed the 
laboratory adopted the manufacturer reportable ranges. It was further verified that the 
laboratory did not perform studies to verify the reportable range before patient testing 
in 2021 with approximately 28 patients reported since testing began.


