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Summary Statement of Deficiencies

D5619 CYTOLOGY
CFR(s): 493.1274(b)(3)

(b) Staining. The laboratory must have available and follow written policies and 
procedures for each of the following, if applicable: (b)(3) Nongynecologic specimens 
that have a high potential for cross-contamination must be stained separately from 
other nongynecologic specimens, and the stains must be filtered or changed following 
staining.

This STANDARD is not met as evidenced by:
Based on review of laboratory policies and procedures and interview it was 
determined that the laboratory failed to establish written policies and procedures for 
identifying nongynecologic specimens with a high potential for cross-contamination 
and staining them separately from other nongynecologic specimens and filtering or 
changing the stains following staining. Findings include: 1. The Survey Team 
requested and the laboratory failed to provide written policies and procedures for 
identifying nongynecologic specimens with a high potential for cross-contamination 
and staining them separately from other nongynecologic specimens and filtering or 
changing the stains following staining. 2. During an interview with the Survey Team 
on May 19, 2021 at 9:00 AM the Cytology Supervisor confirmed these findings.

D5641 CYTOLOGY
CFR(s): 493.1274(d)(2)(ii)

(d) Workload limits. The laboratory must establish and follow written policies and 
procedures that ensure the following: (d)(2)(ii) For the purposes of establishing 
workload limits for individuals examining slides in less than an 8-hour workday 
(includes full-time employees with duties other than slide examination and part-time 
employees), a period of 8 hours is used to prorate the number of slides that may be 
examined. The formula-- Number of hours examining slides X 100 / 8 is used to 
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determine maximum slide volume to be examined;

This STANDARD is not met as evidenced by:
Based on review of laboratory policies and procedures, laboratory documents and 
interview it was determined that the laboratory failed to establish written policies and 
procedures to ensure that the workload limits for two of two Technical Supervisors 
would be prorated when examining slides in less than eight hours. The laboratory 
failed to document prorated workload limits for two of two Technical Supervisors 
when examining slides in les than an eight-hour day in 2020 and 2021 to the date of 
the survey. Findings include: 1. The Survey Team requested and the laboratory failed 
to provide written policies and procedures to prorate the workload limits for two of 
two Technical Supervisors when examining slides in less than an eight-hour day. 2. 
The Survey Team requested and the laboratory failed to provide documentation of 
prorated workload limits for two of two Technical Supervisors when examining slides 
at the laboratory in less than eight hours. Technical Supervisors include: - Technical 
Supervisor #1 - Technical Supervisor #2 3. During an interview with the Survey Team 
on May 19, 2021 at 9:00 AM the Cytology Supervisor confirmed these findings.
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