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Summary Statement of Deficiencies

D0000 The laboratory was found to be in compliance with the CLIA regulations at 42 CFR. 
Noted deficiencies and plans of correction were discussed with the laboratory 
representative at the exit conference. The facility representative was given an 
opportunity to provide evidence of compliance with noted deficiencies and no such 
evidence was provided prior to survey exit. Note: The CMS-2567 (Statement of 
Deficiencies) is an official, legal document. All information must remain unchanged 
except for entering the plan of correction, correction dates, and the signature space. 
Any discrepancy in the original deficiency citation(s) will be reported to the Dallas 
Regional Office (RO) for referral to the Office of the Inspector General (OIG) for 
possible fraud. If information is inadvertently changed by the provider/supplier, the 
State Survey Agency (SA) should be notified immediately.

D5217 EVALUATION OF PROFICIENCY TESTING PERFORMANCE
CFR(s): 493.1236(c)(1)

At least twice annually, the laboratory must verify the accuracy of any test or 
procedure it performs that is not included in subpart I of this part.

This STANDARD is not met as evidenced by:
Based on review of the laboratory records and confirmed in an interview, the 
laboratory failed to document at least twice annually the accuracy of 1 of 1 tests in 
2019 (grossing). The findings were: 1. A review of laboratory testing records from 
2019 revealed no documentation of the laboratory verifying the accuracy for grossing. 
2. An interview with the Laboratory Coordinator on September 30, 2020 at 10:45 
hours in the hallway outside the laboratory confirmed the findings. He was aware of 
the requirement and confirmed the facility is working on the implementation process.

D5313 SPECIMEN SUBMISSION, HANDLING, AND REFERRAL
CFR(s): 493.1242(b)
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The laboratory must document the date and time it receives a specimen.

This STANDARD is not met as evidenced by:
Based on surveyor observation, manufacturer's instructions, review of the laboratory's 
environmental records, and confirmed in interview of facility personnel, the 
laboratory failed to establish an acceptable refrigerator temperature range. The 
findings were: 1. Surveyor observation in the laboratory on September 30, 2020 at 10:
45 hours found the following reagent stored in the laboratory's refrigerator: Schiff 
Reagent Lot Number: 052148 2. Review of the manufacturer's instructions found on 
the package labeling stated the reagents storage requirement is, "33-46 degrees 
Fahrenheit." 3. Review of the laboratory's environmental records from April, May, 
June 2020 found the laboratory had established its refrigerator range as 1-10 degrees 
Celsius. 4. The laboratory failed to establish an acceptable refrigerator temperature 
range according to the manufacturer's instructions for reagents supplied within the 
refrigerator. 5. An interview with the Laboratory Coordinator on September 30, 2020 
at 11:00 hours in the hallway outside the laboratory confirmed the findings. He 
revealed the laboratory used previously used a different reagent and the range 
established from the previous reagent.

D5785 CORRECTIVE ACTIONS
CFR(s): 493.1282(b)(3)

(b) The laboratory must document all corrective actions taken, including actions taken 
when any of the following occur: (b)(3) The criteria for proper storage of reagents and 
specimens, as specified under 493.1252(b), are not met. 

This STANDARD is not met as evidenced by:
Based on review of manufacturer's instruction, review of the laboratory's 
environmental records, and confirmed in interview of facility personnel, the 
laboratory failed to document corrective action when the laboratory documented 
temperatures outside of its established acceptable range. The findings were: Note: The 
laboratory is not operation 24 hours a day and utilizes a min/max environmental 
monitoring system. 1. Review of the manufacturer's instructions for Thermo Finesse 
325 (Document number A78110100) under 7.1 Specifications, it stated, "Relative 
Humidity: 80% maximum for temperatures less than 31 degrees Celsius." 2. Review 
of the laboratory's environmental records from December 2018 to June 2020 found 
the following 12 of 107 patient testing days when the laboratory documented a 
humidity of greater than 80% for temperatures less than 31 degrees Celsius: Date 
Humidity Max December 12, 2018 87% December 13, 2018 87% January 2, 2019 
83% February 4, 2019 81% February 6, 2019 82% March 14, 2019 81% May 20, 
2019 82% May 21, 2019 83% May 22, 2019 84% June 24, 2019 82% June 22, 2020 
82% June 26, 2020 81% 3. The laboratory was asked to provide documentation of 
corrective action when the humidity was documented outside of the acceptable range. 
No documentation was provided. 4. An interview with the Laboratory Coordinator on 
September 30, 2020 at 10:00 hours in the hallway outside the laboratory confirmed 
the findings. He agreed there was no documentation of corrective action when the 
humidity was documented out of range.

D6143 GENERAL SUPERVISOR QUALIFICATIONS
CFR(s): 493.1461



(a) The general supervisor must possess a current license issued by the State in which 
the laboratory is located, if such licensing is required; and (b) The general supervisor 
must be qualified as a-- (b)(1) Laboratory director under 493.1443; or (b)(2) 
Technical supervisor under 493.1449. (c) If the requirements of paragraph (b)(1) or 
paragraph (b)(2) of this section are not met, the individual functioning as the general 
supervisor must-- (c)(1)(i) Be a doctor of medicine, doctor of osteopathy, or doctor of 
podiatric medicine licensed to practice medicine, osteopathy, or podiatry in the State 
in which the laboratory is located or have earned a doctoral, master's, or bachelor's 
degree in a chemical, physical, biological or clinical laboratory science, or medical 
technology from an accredited institution; and (c)(1)(ii) Have at least 1 year of 
laboratory training or experience, or both, in high complexity testing; or (c)(2)(i) 
Qualify as testing personnel under 493.1489(b)(2); and (c)(2)(ii) Have at least 2 years 
of laboratory training or experience, or both, in high complexity testing; or (c)(3)(i) 
Except as specified in paragraph (3)(ii) of this section, have previously qualified as a 
general supervisor under 493.1462 on or before February 28, 1992. (c)(3)(ii) 
Exception. An individual who achieved a satisfactory grade in a proficiency 
examination for technologist given by HHS between March 1, 1986 and December 
31, 1987, qualifies as a general supervisor if he or she meets the requirements of 493.
1462 on or before January 1, 1994. (c)(4) On or before September 1, 1992, have 
served as a general supervisor of high complexity testing and as of April 24, 1995-- (c)
(4)(i) Meet one of the following requirements: (c)(4)(i)(A) Have graduated from a 
medical laboratory or clinical laboratory training program approved or accredited by 
the Accrediting Bureau of Health Education Schools (ABHES), the Commission on 
Allied Health Education Accreditation (CAHEA), or other organization approved by 
HHS. (c)(4)(i)(B) Be a high school graduate or equivalent and have successfully 
completed an official U.S. military medical laboratory procedures course of at least 50 
weeks duration and have held the military enlisted occupational specialty of Medical 
Laboratory Specialist (Laboratory Technician). (c)(4)(ii) Have at least 2 years of 
clinical laboratory training, or experience, or both, in high complexity testing; or (c)
(5) On or before September 1, 1992, have served as a general supervisor of high 
complexity testing and-- (c)(5)(i) Be a high school graduate or equivalent; and (c)(5)
(ii) Have had at least 10 years of laboratory training or experience, or both, in high 
complexity testing, including at least 6 years of supervisory experience between 
September 1, 1982 and September 1, 1992. (d) For blood gas analysis, the individual 
providing general supervision must-- (d)(1) Be qualified under 493.1461(b)(1) or (2), 
or 493.1461(c); or (d)(2)(i) Have earned a bachelor's degree in respiratory therapy or 
cardiovascular technology from an accredited institution; and (d)(2)(ii) Have at least 
one year of laboratory training or experience, or both, in blood gas analysis; or (d)(3)
(i) Have earned an associate degree related to pulmonary function from an accredited 
institution; and (d)(3)(ii) Have at least two years of training or experience, or both in 
blood gas analysis. (e) The general supervisor requirement is met in histopathology, 
oral pathology, dermatopathology, and ophthalmic pathology because all tests and 
examinations, must be performed: (e)(1) In histopathology, by an individual who is 
qualified as a technical supervisor under 493.1449(b) or 493.1449(l)(1); (e)(2) In 
dermatopathology, by an individual who is qualified as a technical supervisor under 
493.1449(b) or 493.1449(l) or (2); (e)(3) In ophthalmic pathology, by an individual 
who is qualified as a technical supervisor under 493.1449(b) or 493.1449(1)(3); and 
(e)(4) In oral pathology, by an individual who is qualified as a technical supervisor 
under 493.1449(b) or 493.1449(m). 

This STANDARD is not met as evidenced by:
Based on review of the patient test reports and confirmed in interview, the laboratory 



failed to review within 24 hours of all physical examinations/descriptions of tissue 
including color, weight, measurement and other characteristics of the tissue; or other 
mechanical procedures. The findings were: 1. A random review of patient reports, 
whose grossing was performed by a testing person (not qualified as a technical 
supervisor) from January 2019 and January 2020 revealed 162 of 162 of test reports 
which did not document review of the grossing by the technical supervisor (TS) 
within 24 hours. See patient alias list of patient specimens grossed on: January 9, 2019 
January 17, 2019 January 28, 2019 January 9, 2020 January 10, 2020 January 27, 
2020 2. An interview with the Laboratory Coordinator on September 30, 2020 at 11:
00 hours in the hallway outside the laboratory confirmed the findings. He revealed he 
was aware of the requirement and the facility was working on the implementation 
process.


