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Summary Statement of Deficiencies

D0000 The laboratory was found out of compliance with the CLIA regulations. The condition 
not met was: D6108 - 42 C.F.R.  493.1447 Condition: Laboratories performing high 
complexity testing; technical supervisor

D5211 EVALUATION OF PROFICIENCY TESTING PERFORMANCE
CFR(s): 493.1236(a)

The laboratory must review and evaluate the results obtained on proficiency testing 
performed as specified in subpart H of this part.

This STANDARD is not met as evidenced by:
Based on review of the laboratory's American Association of BioAnalysts' proficiency 
testing records from 2022 and 2023, and staff interview, the laboratory failed to have 
documentation of the review of the results for 2 of 3 events. The findings include: 1. 
A review of the laboratory's American Association of BioAnalysts' proficiency testing 
records from 2022 (events 1 and 2) and 2023 (event 1) determined the laboratory 
failed to have documentation of the review of the results for 2 of 3 events. The events 
without documentation of review were: 2022 event 2 2023 event 1 2. The general 
supervisor confirmed the findings in an interview after reviewing the records on 11/07
/2023 at 1053 hours in the office.

D5217 EVALUATION OF PROFICIENCY TESTING PERFORMANCE
CFR(s): 493.1236(c)(1)

At least twice annually, the laboratory must verify the accuracy of any test or 
procedure it performs that is not included in subpart I of this part.

This STANDARD is not met as evidenced by:
I. Based on review of the laboratory's American Association of BioAnalysts' 
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proficiency testing records from 2022. and staff interview, the laboratory failed to 
have documentation of the twice annual accuracy assessment for sperm motility in 
2022. The findings include: 1. A review of the laboratory's American Association of 
BioAnalysts' proficiency testing records from 2022 (events 1 and 2) determined the 
laboratory failed to have documentation of the evaluation of sperm motility for 2 of 2 
events. 2. The laboratory was asked to provide documentation of the accuracy of 
sperm motility being performed in any other manner to assess the laboratory's 
accuracy. No documentation was provided. 3. The general supervisor confirmed the 
findings in an interview after reviewing the records on 11/07/2023 at 1053 hours in 
the office. II. Based on review of the laboratory's test menu, and staff interview, the 
laboratory failed to have documentation of twice annual accuracy assessment for 
DNA fragmentation testing performed utilizing the Halo Tech HaloSperm G2 test kit 
in 2022. The findings include: 1. A review of the laboratory's test menu identified the 
laboratory started performing DNA fragmentation testing utilizing the Halo Tech 
HaloSperm G2 test kit in March 2022. 2. The laboratory was asked to provide 
documentation of performing twice annual accuracy assessments in 2022 for the DNA 
fragmentation assay. No documentation was provided. 3. The general supervisor 
confirmed the findings in an interview after reviewing the records on 11/07/2023 at 
1053 hours in the office.

D5447 CONTROL PROCEDURES
CFR(s): 493.1256(d)(3)(i)(g)

Unless CMS Approves a procedure, specified in Appendix C of the State Operations 
Manual (CMS Pub. 7), that provides equivalent quality testing, the laboratory must-- 
At least once a day patient specimens are assayed or examined perform the following 
for-- Each quantitative procedure, include two control materials of different 
concentrations; (g) The laboratory must document all control procedures performed.

This STANDARD is not met as evidenced by:
Based on review of the laboratory's quality control records for the Halo Tech 
HaloSperm G2 test kit from August 2023 to October 2023, review of patient test 
records from August 2023 to October 2023, and staff interview, the laboratory failed 
to have documentation of performing quality control testing each day of patient 
testing for 54 of 54 test days. The findings include: 1. A review of the laboratory's 
quality control records for the Halo Tech HaloSperm G2 test kit from August 2023 to 
October 2023 identified quality control testing was performed on the following days: 
August 14 September 11 October 9 October 30 2. A review of patient test records 
from August 2023 to October 2023 identified the following 54 of 54 days when 
patient testing occurred without documentation of quality control being performed: 
August 1 August 2 August 3 August 4 August 7 August 8 August 9 August 10 August 
11 August 15 August 17 August 18 August 22 August 23 August 24 August 25 
August 28 August 29 August 30 August 31 September 1 September 6 September 7 
September 8 September 12 September 13 September 14 September 15 September 19 
September 20 September 21 September 22 September 26 September 27 September 28 
September 29 October 2 October 3 October 4 October 5 October 6 October 10 
October 11 October 12 October 13 October 17 October 18 October 19 October 20 
October 24 October 25 October 26 October 27 October 31 3. Further review of the 
patient test records from August 2023 to October 2023 identified 274 patient samples 
were tested on days without documentation of quality control testing being performed 
(see patient alias list). 4. The laboratory was asked to provide documentation of 
additional quality control testing being performed or of developing an Individualized 



Quality Control Plan to modify the frequency of quality control testing. No 
documentation was provided. 5. The general supervisor confirmed the findings in an 
interview conducted on 11/07/2023 at 130 hours in the office.

D5775 COMPARISON OF TEST RESULTS
CFR(s): 493.1281(a)(c)

(a) If a laboratory performs the same test using different methodologies or 
instruments, or performs the same test at multiple testing sites, the laboratory must 
have a system that twice a year evaluates and defines the relationship between test 
results using the different methodologies, instruments, or testing sites. (c) The 
laboratory must document all test result comparison activities.

This STANDARD is not met as evidenced by:
Based on review of the laboratory's instrumentation, review of the laboratory's 
records, and staff interview, the laboratory failed to have documentation of 
performing 2 of 2 twice annual instrument comparisons for testing performed on the 
IVOS 1 analyzers in 2022. The findings include: 1. A review of the laboratory's 
instrumentation identified the laboratory performed semen analysis testing utilizing 
two IVOS 1 analyzers in 2022. Serial number 11260 Serial number 11262 2. A review 
of the laboratory's records determined the facility failed to have documentation of 
performing instrument comparisons in 2022. 3. The general supervisor confirmed in 
an interview conducted on 11/07/2023 at 1200 hours that the laboratory had not 
performed instrument comparisons in 2022.

D6102 LABORATORY DIRECTOR RESPONSIBILITIES
CFR(s): 493.1445(e)(12)

The laboratory director must ensure that prior to testing patients' specimens, all 
personnel have the appropriate education and experience, receive the appropriate 
training for the type and complexity of the services offered, and have demonstrated 
that they can perform all testing operations reliably to provide and report accurate 
results.

This STANDARD is not met as evidenced by:
Based on review of the laboratory's test menu, review of the laboratory's personnel 
records, and staff interview, the laboratory director failed to ensure documentation of 
training for 3 of 3 testing personnel for the Halo Tech HaloSperm G2 DNA 
fragmentation assay. The findings include: 1. A review of the laboratory's test menu 
determined the laboratory started performing testing utilizing the Halo Tech 
HaloSperm G2 DNA fragmentation assay in March 2022. 2. A review of the 
laboratory's personnel records identified the laboratory failed to have documentation 
of training for 3 of 3 personnel who performed testing. 3. The general supervisor 
confirmed the facility did not have documentation of training for the Halo Tech 
HaloSperm G2 DNA fragmentation assay after her review of the personnel records on 
11/07/2023 at 0951 hours in the office.

D6108 LABORATORY TECHNICAL SUPERVISOR
CFR(s): 493.1447

The laboratory must have a technical supervisor who meets the qualification 



requirements of 493.1449 of this subpart and provides technical supervision in 
accordance with 493.1451 of this subpart. 

This CONDITION is not met as evidenced by:
Based on review of the laboratory's submitted Form CMS 209, review of the 
laboratory's personnel records, and staff interview, the laboratory failed to have 
documentation to qualify 1 of 1 technical supervisors employed by the facility in 2022 
and 2023 (refer to D6111).

D6111 TECHNICAL SUPERVISOR QUALIFICATIONS
CFR(s): 493.1449

(a) The technical supervisor must possess a current license issued by the State in 
which the laboratory is located, if such licensing is required; and (b) The laboratory 
may perform anatomic and clinical laboratory procedures and tests in all specialties 
and subspecialties of services except histocompatibility and clinical cytogenetics 
services provided the individual functioning as the technical supervisor-- (b)(1) Is a 
doctor of medicine or doctor of osteopathy licensed to practice medicine or osteopathy 
in the State in which the laboratory is located; and (b)(2) Is certified in both anatomic 
and clinical pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or Possesses qualifications that are equivalent to 
those required for such certification. (c) If the requirements of paragraph (b) of this 
section are not met and the laboratory performs tests in the subspecialty of 
bacteriology, the individual functioning as the technical supervisor must-- (c)(1)(i) Be 
a doctor of medicine or doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located; and (c)(1)(ii) Be certified in 
clinical pathology by the American Board of Pathology or the American Osteopathic 
Board of Pathology or possess qualifications that are equivalent to those required for 
such certification; or (c)(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor 
of podiatric medicine licensed to practice medicine, osteopathy, or podiatry in the 
State in which the laboratory is located; and (c)(2)(ii) Have at least one year of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of bacteriology; or (c)(3)(i) Have an earned doctoral 
degree in a chemical, physical, biological or clinical laboratory science from an 
accredited institution; and (c)(3)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of bacteriology; or (c)(4)(i) Have earned a master's degree in a chemical, 
physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (c)(4)(ii) Have at least 2 years of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of bacteriology; or (c)(5)(i) Have earned a bachelor's degree in a 
chemical, physical, or biological science or medical technology from an accredited 
institution; and (c)(5)(ii) Have at least 4 years of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
bacteriology. (d) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the subspecialty of mycobacteriology, the individual 
functioning as the technical supervisor must-- (d)(1)(i) Be a doctor of medicine or 
doctor of osteopathy licensed to practice medicine or osteopathy in the State in which 



the laboratory is located; and (d)(1)(ii) Be certified in clinical pathology by the 
American Board of Pathology or the American Osteopathic Board of Pathology or 
possess qualifications that are equivalent to those required for such certification; or (d)
(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor or podiatric medicine 
licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (d)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of mycobacteriology; or (d)(3)(i) Have an earned doctoral degree in a 
chemical, physical, biological or clinical laboratory science from an accredited 
institution; and (d)(3)(ii) Have at least 1 year of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
mycobacteriology; or (d)(4)(i) Have earned a master's degree in a chemical, physical, 
biological or clinical laboratory science or medical technology from an accredited 
institution; and (d)(4)(ii) Have at least 2 years of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
mycobacteriology; or (d)(5)(i) Have earned a bachelor's degree in a chemical, 
physical or biological science or medical technology from an accredited institution; 
and (d)(5)(ii) Have at least 4 years of laboratory training or experience, or both, in 
high complexity testing within the specialty of microbiology with a minimum of 6 
months experience in high complexity testing within the subspecialty of 
mycobacteriology. (e) If the requirements of paragraph (b) of this section are not met 
and the laboratory performs tests in the subspecialty of mycology, the individual 
functioning as the technical supervisor must-- (e)(1)(i) Be a doctor of medicine or 
doctor of osteopathy licensed to practice medicine or osteopathy in the State in which 
the laboratory is located; and (e)(1)(ii) Be certified in clinical pathology by the 
American Board of Pathology or the American Osteopathic Board of Pathology or 
possess qualifications that are equivalent to those required for such certification; or (e)
(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine 
licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (e)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of mycology; or (e)(3)(i) Have an earned doctoral degree in a chemical, 
physical, biological or clinical laboratory science from an accredited institution; and 
(e)(3)(ii) Have at least 1 year of laboratory training or experience, or both in high 
complexity testing within the specialty of microbiology with a minimum of 6 months 
experience in high complexity testing within the subspecialty of mycology; or (e)(4)
(i) Have earned a master's degree in a chemical, physical, biological or clinical 
laboratory science or medical technology from an accredited institution; and (e)(4)(ii) 
Have at least 2 years of laboratory training or experience, or both, in high complexity 
testing within the specialty of microbiology with a minimum of 6 months experience 
in high complexity testing within the subspecialty of mycology; or (e)(5)(i) Have 
earned a bachelor's degree in a chemical, physical or biological science or medical 
technology from an accredited institution; and (e)(5)(ii) Have at least 4 years of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of mycology. (f) If the requirements of paragraph (b) of 
this section are not met and the laboratory performs tests in the subspecialty of 
parasitology, the individual functioning as the technical supervisor must-- (f)(1)(i) Be 
a doctor of medicine or a doctor of osteopathy licensed to practice medicine or 



osteopathy in the State in which the laboratory is located; and (f)(1)(ii) Be certified in 
clinical pathology by the American Board of Pathology or the American Osteopathic 
Board of Pathology or possess qualifications that are equivalent to those required for 
such certification; or (f)(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor 
of podiatric medicine licensed to practice medicine, osteopathy, or podiatry in the 
State in which the laboratory is located; and (f)(2)(ii) Have at least one year of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of parasitology; (f)(3)(i) Have an earned doctoral 
degree in a chemical, physical, biological or clinical laboratory science from an 
accredited institution; and (f)(3)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of parasitology; or (f)(4)(i) Have earned a master's degree in a chemical, 
physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (f)(4)(ii) Have at least 2 years of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of parasitology; or (f)(5)(i) Have earned a bachelor's degree in a 
chemical, physical or biological science or medical technology from an accredited 
institution; and (f)(5)(ii) Have at least 4 years of laboratory training or experience, or 
both, in high complexity testing within the specialty of microbiology with a minimum 
of 6 months experience in high complexity testing within the subspecialty of 
parasitology. (g) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the subspecialty of virology, the individual 
functioning as the technical supervisor must-- (g)(1)(i) Be a doctor of medicine or 
doctor of osteopathy licensed to practice medicine or osteopathy in the State in which 
the laboratory is located; and (g)(1)(ii) Be certified in clinical pathology by the 
American Board of Pathology or the American Osteopathic Board of Pathology or 
possess qualifications that are equivalent to those required for such certification; or (g)
(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine 
licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (g)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of microbiology 
with a minimum of 6 months experience in high complexity testing within the 
subspecialty of virology; or (g)(3)(i) Have an earned doctoral degree in a chemical, 
physical, biological or clinical laboratory science from an accredited institution; and 
(g)(3)(ii) Have at least 1 year of laboratory training or experience, or both, in high 
complexity testing within the specialty of microbiology with a minimum of 6 months 
experience in high complexity testing within the subspecialty of virology; or (g)(4)(i) 
Have earned a master's degree in a chemical, physical, biological or clinical 
laboratory science or medical technology from an accredited institution; and (g)(4)(ii) 
Have at least 2 years of laboratory training or experience, or both, in high complexity 
testing within the specialty of microbiology with a minimum of 6 months experience 
in high complexity testing within the subspecialty of virology; or (g)(5)(i) Have 
earned a bachelor's degree in a chemical, physical or biological science or medical 
technology from an accredited institution; and (g)(5)(ii) Have at least 4 years of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of microbiology with a minimum of 6 months experience in high complexity 
testing within the subspecialty of virology. (h) If the requirements of paragraph (b) of 
this section are not met and the laboratory performs tests in the specialty of diagnostic 
immunology, the individual functioning as the technical supervisor must- (h)(1)(i) Be 
a doctor of medicine or a doctor of osteopathy licensed to practice medicine or 



osteopathy in the State in which the laboratory is located; and (h)(1)(ii) Be certified in 
clinical pathology by the American Board of Pathology or the American Osteopathic 
Board of Pathology or possess qualifications that are equivalent to those required for 
such certification; or (h)(2)(i) Be a doctor of medicine, doctor of osteopathy, or doctor 
of podiatric medicine licensed to practice medicine, osteopathy, or podiatry in the 
State in which the laboratory is located; and (h)(2)(ii) Have at least 1 year of 
laboratory training or experience, or both, in high complexity testing for the specialty 
of diagnostic immunology; or (h)(3)(i) Have an earned doctoral degree in a chemical, 
physical, biological or clinical laboratory science from an accredited institution; and 
(h)(3)(ii) Have at least 1 year of laboratory training or experience, or both, in high 
complexity testing within the specialty of diagnostic immunology; or (h)(4)(i) Have 
earned a master's degree in a chemical, physical, biological or clinical laboratory 
science or medical technology from an accredited institution; and (h)(4)(ii) Have at 
least 2 years of laboratory training or experience, or both, in high complexity testing 
for the specialty of diagnostic immunology; or (h)(5)(i) Have earned a bachelor's 
degree in a chemical, physical or biological science or medical technology from an 
accredited institution; and (h)(5)(ii) Have at least 4 years of laboratory training or 
experience, or both, in high complexity testing for the specialty of diagnostic 
immunology. (i) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the specialty of chemistry, the individual functioning 
as the technical supervisor must-- (i)(1)(i) Be a doctor of medicine or doctor of 
osteopathy licensed to practice medicine or osteopathy in the State in which the 
laboratory is located; and (i)(1)(ii) Be certified in clinical pathology by the American 
Board of Pathology or the American Osteopathic Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (i)(2)(i) Be 
a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine licensed to 
practice medicine, osteopathy, or podiatry in the State in which the laboratory is 
located; and (i)(2)(ii) Have at least 1 year of laboratory training or experience, or both, 
in high complexity testing for the specialty of chemistry; or (i)(3)(i) Have an earned 
doctoral degree in a chemical, physical, biological or clinical laboratory science from 
an accredited institution; and (i)(3)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing within the specialty of chemistry; or (i)
(4)(i) Have earned a master's degree in a chemical, physical, biological or clinical 
laboratory science or medical technology from an accredited institution; and (i)(4)(ii) 
Have at least 2 years of laboratory training or experience, or both, in high complexity 
testing for the specialty of chemistry; or (i)(5)(i) Have earned a bachelor's degree in a 
chemical, physical or biological science or medical technology from an accredited 
institution; and (i)(5)(ii) Have at least 4 years of laboratory training or experience, or 
both, in high complexity testing for the specialty of chemistry. (j) If the requirements 
of paragraph (b) of this section are not met and the laboratory performs tests in the 
specialty of hematology, the individual functioning as the technical supervisor must-- 
(j)(1)(i) Be a doctor of medicine or a doctor of osteopathy licensed to practice 
medicine or osteopathy in the State in which the laboratory is located; and (j)(1)(ii) Be 
certified in clinical pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or possess qualifications that are equivalent to those 
required for such certification; or (j)(2)(i) Be a doctor of medicine, doctor of 
osteopathy, or doctor of podiatric medicine licensed to practice medicine, osteopathy, 
or podiatry in the State in which the laboratory is located; and (j)(2)(ii) Have at least 
one year of laboratory training or experience, or both, in high complexity testing for 
the specialty of hematology (for example, physicians certified either in hematology or 
hematology and medical oncology by the American Board of Internal Medicine); or (j)
(3)(i) Have an earned doctoral degree in a chemical, physical, biological or clinical 
laboratory science from an accredited institution; and (j)(3)(ii) Have at least 1 year of 



laboratory training or experience, or both, in high complexity testing within the 
specialty of hematology; or (j)(4)(i) Have earned a master's degree in a chemical, 
physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (j)(4)(ii) Have at least 2 years of laboratory training or 
experience, or both, in high complexity testing for the specialty of hematology; or (j)
(5)(i) Have earned a bachelor's degree in a chemical, physical or biological science or 
medical technology from an accredited institution; and (j)(5)(ii) Have at least 4 years 
of laboratory training or experience, or both, in high complexity testing for the 
specialty of hematology. (k)(1) If the requirements of paragraph (b) of this section are 
not met and the laboratory performs tests in the subspecialty of cytology, the 
individual functioning as the technical supervisor must-- (k)(1)(i) Be a doctor of 
medicine or a doctor of osteopathy licensed to practice medicine or osteopathy in the 
State in which the laboratory is located; and (k)(1)(ii) Meet one of the following 
requirements-- (k)(1)(ii)(A) Be certified in anatomic pathology by the American 
Board of Pathology or the American Osteopathic Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (k)(1)(ii)
(B) Be certified by the American Society of Cytology to practice cytopathology or 
possess qualifications that are equivalent to those required for such certification; (l) If 
the requirements of paragraph (b) of this section are not met and the laboratory 
performs tests in the subspecialty of histopathology, the individual functioning as the 
technical supervisor must-- (l)(1) Meet one of the following requirements: (l)(1)(i)(A) 
Be a doctor of medicine or a doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located; and (l)(1)(i)(B) Be certified 
in anatomic pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or possess qualifications that are equivalent to those 
required for such certification; (l)(1)(ii) An individual qualified under 493.1449(b) or 
paragraph (l)(1) of this section may delegate to an individual who is a resident in a 
training program leading to certification specified in paragraph (b) or (l)(1)(i)(B) of 
this section, the responsibility for examination and interpretation of histopathology 
specimens. (l)(2) For tests in dermatopathology, meet one of the following 
requirements: (l)(2)(i)(A) Be a doctor of medicine or doctor of osteopathy licensed to 
practice medicine or osteopathy in the State in which the laboratory is located and-- (l)
(2)(i)(B) Meet one of the following requirements: (l)(2)(i)(B)(1) Be certified in 
anatomic pathology by the American Board of Pathology or the American 
Osteopathic Board of Pathology or possess qualifications that are equivalent to those 
required for such certification; or (l)(2)(i)(B)(2) Be certified in dermatopathology by 
the American Board of Dermatology and the American Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (l)(2)(i)(B)
(3) Be certified in dermatology by the American Board of Dermatology or possess 
qualifications that are equivalent to those required for such certification; or (l)(2)(ii) 
An individual qualified under 493.1449(b) or paragraph (l)(2)(i) of this section may 
delegate to an individual who is a resident in a training program leading to 
certification specified in paragraphs (b) or (l)(2)(i)(B) of this section, the 
responsibility for examination and interpretation of dermatopathology specimens. (l)
(3) For tests in ophthalmic pathology, meet one of the following requirements: (l)(3)(i)
(A) Be a doctor of medicine or doctor of osteopathy licensed to practice medicine or 
osteopathy in the State in which the laboratory is located and-- (l)(3)(i)(B) Must meet 
one of the following requirements: (l)(3)(i)(B)(1) Be certified in anatomic pathology 
by the American Board of Pathology or the American Osteopathic Board of Pathology 
or possess qualifications that are equivalent to those required for such certification; or 
(l)(3)(i)(B)(2) Be certified by the American Board of Ophthalmology or possess 
qualifications that are equivalent to those required for such certification and have 
successfully completed at least 1 year of formal post-residency fellowship training in 



ophthalmic pathology; or (l)(3)(ii) An individual qualified under 493.1449(b) or 
paragraph (1)(3)(i) of this section may delegate to an individual who is a resident in a 
training program leading to certification specified in paragraphs (b) or (1)(3)(i)(B) of 
this section, the responsibility for examination and interpretation of ophthalmic 
specimens; or (m) If the requirements of paragraph (b) of this section are not met and 
the laboratory performs tests in the subspecialty of oral pathology, the individual 
functioning as the technical supervisor must meet one of the following requirements: 
(m)(1)(i) Be a doctor of medicine or a doctor of osteopathy licensed to practice 
medicine or osteopathy in the State in which the laboratory is located and-- (m)(1)(ii) 
Be certified in anatomic pathology by the American Board of Pathology or the 
American Osteopathic Board of Pathology or possess qualifications that are 
equivalent to those required for such certification; or (m)(2) Be certified in oral 
pathology by the American Board of Oral Pathology or possess qualifications for such 
certification; or (m)(3) An individual qualified under 493.1449(b) or paragraph (m)(1) 
or (2) of this section may delegate to an individual who is a resident in a training 
program leading to certification specified in paragraphs (b) or (m)(1) or (2) of this 
section, the responsibility for examination and interpretation of oral pathology 
specimens. (n) If the requirements of paragraph (b) of this section are not met and the 
laboratory performs tests in the specialty of radiobioassay, the individual functioning 
as the technical supervisor must-- (n)(1)(i) Be a doctor of medicine or a doctor of 
osteopathy licensed to practice medicine or osteopathy in the State in which the 
laboratory is located; and (n)(1)(ii) Be certified in clinical pathology by the American 
Board of Pathology or the American Osteopathic Board of Pathology or possess 
qualifications that are equivalent to those required for such certification; or (n)(2)(i) 
Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine 
licensed to practice medicine, osteopathy, or podiatry in the State in which the 
laboratory is located; and (n)(2)(ii) Have at least 1 year of laboratory training or 
experience, or both, in high complexity testing for the specialty of radiobioassay; or 
(n)(3)(i) Have an earned doctoral degree in a chemical, physical, biological or clinical 
laboratory science from an accredited institution; and (n)(3)(ii) Have at least 1 year of 
laboratory training or experience, or both, in high complexity testing within the 
specialty of radiobioassay; or (n)(4)(i) Have earned a master's degree in a chemical, 
physical, biological or clinical laboratory science or medical technology from an 
accredited institution; and (n)(4)(ii) Have at least 2 years of laboratory training or 
experience, or both, in high complexity testing for the specialty of radiobioassay; or 
(n)(5)(i) Have earned a bachelor's degree in a chemical, physical or biological science 
or medical technology from an accredited institution; and (n)(5)(ii) Have at least 4 
years of laboratory training or experience, or both, in high complexity testing for the 
specialty of radiobioassay. (o) If the laboratory performs tests in the specialty of 
histocompatibility, the individual functioning as the technical supervisor must either-- 
(o)(1)(i) Be a doctor of medicine, doctor of osteopathy, or doctor of podiatric 
medicine licensed to practice medicine, osteopathy, or podiatry in the State in which 
the laboratory is located; and (o)(1)(ii) Have training or experience that meets one of 
the following requirements: (o)(1)(ii)(A) Have 4 years of laboratory training or 
experience, or both, within the specialty of histocompatibility; or (o)(1)(ii)(B)(1) Have 
2 years of laboratory training or experience, or both, in the specialty of general 
immunology; and (o)(1)(ii)(B)(2) Have 2 years of laboratory training or experience, or 
both, in the specialty of histocompatibility; or (o)(2)(i) Have an earned doctoral 
degree in a biological or clinical laboratory science from an accredited institution; and 
(o)(2)(ii) Have training or experience that meets one of the following requirements: (o)
(2)(ii)(A) Have 4 years of laboratory training or experience, or both, within the 
specialty of histocompatibility; or (o)(2)(ii)(B)(1) Have 2 years of laboratory training 
or experience, or both, in the specialty of general immunology; and (o)(2)(ii)(B)(2) 



Have 2 years of laboratory training or experience, or both, in the specialty of 
histocompatibility. (p) If the laboratory performs tests in the specialty of clinical 
cytogenetics, the individual functioning as the technical supervisor must-- (p)(1)(i) Be 
a doctor of medicine, doctor of osteopathy, or doctor of podiatric medicine licensed to 
practice medicine, osteopathy, or podiatry in the State in which the laboratory is 
located; and (p)(1)(ii) Have 4 years of training or experience, or both, in genetics, 2 of 
which have been in clinical cytogenetics; or (p)(2)(i) Hold an earned doctoral degree 
in a biological science, including biochemistry, or clinical laboratory science from an 
accredited institution; and (p)(2)(ii) Have 4 years of training or experience, or both, in 
genetics, 2 of which have been in clinical cytogenetics. (q) If the requirements of 
paragraph (b) of this section are not met and the laboratory performs tests in the 
specialty of immunohematology, the individual functioning as the technical supervisor 
must-- (q)(1)(i) Be a doctor of medicine or a doctor of osteopathy licensed to practice 
medicine or osteopathy in the State in which the laboratory is located; and (q)(1)(ii) 
Be certified in clinical pathology by the American Board of Pathology or the 
American Osteopathic Board of Pathology or possess qualifications that are 
equivalent to those required for such certification; or (q)(2)(i) Be a doctor of 
medicine, doctor of osteopathy, or doctor of podiatric medicine licensed to practice 
medicine, osteopathy, or podiatry in the State in which the laboratory is located; and 
(q)(2)(ii) Have at least one year of laboratory training or experience, or both, in high 
complexity testing for the specialty of immunohematology. Note: The technical 
supervisor requirements for "laboratory training or experience, or both'' in each 
specialty or subspecialty may be acquired concurrently in more than one of the 
specialties or subspecialties of service. For example, an individual, who has a doctoral 
degree in chemistry and additionally has documentation of 1 year of laboratory 
experience working concurrently in high complexity testing in the specialties of 
microbiology and chemistry and 6 months of that work experience included high 
complexity testing in bacteriology, mycology, and mycobacteriology, would qualify 
as the technical supervisor for the specialty of chemistry and the subspecialties of 
bacteriology, mycology, and mycobacteriology.

This STANDARD is not met as evidenced by:
Based on review of the laboratory's submitted Form CMS 209, review of the 
laboratory's personnel records, and staff interview, the laboratory failed to have 
documentation to qualify 1 of 1 technical supervisorsemployed by the facility in 2022 
and 2023. The findings include: 1. A review of the laboratory's submitted Form CMS 
209 (signed by the laboratory director on 11/07/2023) determined the laboratory 
identified 1 technical supervisor. 2. A review of the laboratory's personnel records 
determined the technical supervisor had an associates degree in medical technology 
and two years of experience. 3. The laboratory was asked to provide additional 
education and experience to qualify the technical supervisor. No documentation was 
provided. 4. The technical supervisor confirmed her education and experience in an 
interview conducted on 11/07/2023 at 0936 hours in the office. She stated she did not 
have any additional education or training other than the records reviewed.

D6124 TECHNICAL SUPERVISOR RESPONSIBILITIES
CFR(s): 493.1451(b)(8)(iv)

The procedures for evaluation of the competency of the staff must include, but are not 
limited to direct observation of performance of instrument maintenance and function 
checks.



This STANDARD is not met as evidenced by:
Based on review of the competency assessments performed on testing personnel in 
2023, and staff interview, the laboratory failed to include direct observation of 
performance of instrument maintenance and function checks for 3 of 3 competency 
assessments. The findings include: 1. A review of the competency assessments 
performed on testing personnel in 2023 determined direct observation of maintenance 
and function checks were not include in 3 of 3 competency assessments. They were: 
Testing personnel number 1 Assessment performed: 9/2023 Testing personnel number 
2 Assessment performed: 4/2023 Testing personnel number 3 Assessment performed: 
8/2023 2. The general supervisor reviewed the records and confirmed maintenance 
and function checks were not part of the competency assessments in an interview on 
11/07/2023 at 1000 hours in the office.

D6125 TECHNICAL SUPERVISOR RESPONSIBILITIES
CFR(s): 493.1451(b)(8)(v)

The procedures for evaluation of the competency of the staff must include, but are not 
limited to assessment of test performance through testing previously analyzed 
specimens, internal blind testing samples or external proficiency testing samples.

This STANDARD is not met as evidenced by:
Based on review of the competency assessments performed on testing personnel in 
2023, and staff interview, the laboratory failed to include the testing of previously 
analyzed specimens, internal blind testing samples or external proficiency testing 
samples as part of 3 of 3 competency assessments. The findings include: 1. A review 
of the competency assessments performed on testing personnel in 2023 determined 
the testing of previously analyzed specimens, internal blind testing samples or 
external proficiency testing samples as part of 3 of 3 competency assessments. They 
were: Testing personnel number 1 Assessment performed: 9/2023 Testing personnel 
number 2 Assessment performed: 4/2023 Testing personnel number 3 Assessment 
performed: 8/2023 2. The general supervisor reviewed the records and confirmed the 
testing of previously analyzed specimens, internal blind testing samples or external 
proficiency testing samples was not part of the competency assessments in an 
interview on 11/07/2023 at 1000 hours in the office.


