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Tag
D6018 LABORATORY DIRECTOR RESPONSIBILITIES

CFR(S): 493.1407(e)(4)(iii)

The laboratory director is responsible for the overall operation and administration of
the laboratory, including the employment of personnel who are competent to perform
test procedures, and record and report test results promptly, accurate, and proficiently
and for assuring compliance with the applicable regulations. () The laboratory
director must-- (e)(4)(iii) Ensure that all proficiency testing reports received are
reviewed by the appropriate staff to evaluate the laboratory's performance and to
identify any problems that require corrective action;

This STANDARD is not met as evidenced by:

Based on proficiency testing (PT) records review, lack of documentation and
document review of the laboratory procedure manual, the laboratory director failed to
ensure all proficiency tests are reviewed to evaluate the laboratory's performance for 2
of 3 testing eventsin 2023 for event 2 and event 3 for creatinine, opiate and EtG
analytes. Findingsinclude: 1. Record review on 6/11/2024 at approximately 11:30
AM, revealed the American Association of Bioanalysts (AAB) PT reports review
failed to include documentation the director reviewed the reports to evaluate test
performance for event 2 and event 3 for the year 2023. 2. An interview with the
compliance manager on 6/11/2024 at approximately 11:30 AM, confirmed that the
laboratory director failed to include documentation the director reviewed the reports
to evaluate test performance for event 2 and event 3 for the year 2023 for analytes
creatinine, opiate and EtG. 3. A review of the laboratory procedure manual revealed
the laboratory failed to follow their procedure as stated on page 20, "All attestation
formswill be signed by the testing personnel and the laboratory director."



